POLICE DEPARTMENT
LAKE HAVASU CITY

2350 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA B6403-5947

To Whom It May Concern:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true

and correct copy of the original.
M

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this _3'] day of ’E«bhm.ﬂﬁz
aoy  py (Larla Duate.

NOTARY PUBLIC

Aol

DATE

Commission expires:

Arca Code 928
Administration i BES-4BA4 Fax #'s Emengency TRRITIET SANRIEPRERT oty o Lj |
Business Office .......... 855-1171 Administration veranennnse DEO-5430 Non-Emergency Dispatchy ...... 855-4111
Investigations esmnnnsrasess DB TS Business Office _. 680-5431 TOD B55-4114
Patrol _....... 855-0515 Investigations/Patrol ... 680-5432 Havasu Silent Witness B54-TIPS

E-mail: police@thcaz.gov
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEDURE

oaspeciatist (T TRESEREQ _aceney L Q‘Hﬂﬂ@ﬁfi i
patE 2~ A&~ o)k M /SO0 Megs

LOCATION CHRWWEL. Stan ¥

I, Ensure that gas tank is attached 10 instiument and contains a standard aleohal concentration solution o (0 O AC,
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
02°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

Ga o the “Control Testing Meau”, Select "I for dry contral test or “W™ for wet control test. After selection is
made press ENTER

Air blank completed.

Calibration check completed. Test results ﬂ

Air blank completed.

_‘ Remove printed record. Max:h the record to the completed feck!m
}'-"
SIC iNATl.I'RE

1P Form Exh G-2 (Rev 05-01)

Ml/?uLYZER SERIAL# DO - 001087
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8

Serial Number: 50-001029

Core Version: B105.438

QZ/26/2074 15208 :52
Standard. Lot #: O0151330081

Lagt Changed By: J. SONDROL #1587

QaS: C. TRESCHER #219

LAKE HAVASU CITY ED

Operator: C. TRESCHER #2119
LAXE HAVASU CITY PD

Test g/l 210L Time

21r Blank 0.000 15201334
2.700 Cal Check 0. 0%7 15:201:55
Alr Blank 0.000 15:02:34

Preventative Maintenance
ferformed -- Timer Reset
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EXHIBIT -4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY ALAGC R13-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILY ZER MODEL BiMi)

STANDARD QUALITY ASSURANCE PROCEDURE

oA SPECIALIST (PJRESCNEY AGENCY __ LAVE WA VRSO C‘::.“f}r Focaee
DATE Ocl-FE -l [IME /504 lgs
INTOXILYZER SERIAL ¢ T O -0 Or;l’? LocaTion CANAEL <TenN €

i / Digplay Reads “PUSH BUTTON TO STARTY

DIAGNOSTIC TESTS
{ Clock time check
( A Date check.

OPEWATIONAL TESTS
{ 1. Alcohol-free subject test vesult &0 5 AL,

1 2 Errar recognition legic system functioning.
Mot a2 Successfully Completed Test Sequence printed

[ 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed

Dreficient sample printed.
(-/i Standard Calibration Check standard 0. OF ¢ AC. Resulc0. 09/ AC.
YES _ &

Instrument is operating properly and accurately. NO

COMMENTS

-

SIGNATURE (’%"{"’%’/ L

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000

Location: LE CHANNEL SIGN 8
Serial Number: 80-001029
Core Versicn: 8105.48

02/26/2014 15:15:55
Standard Lot#: 015131001
Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2189
LAKE HAVASU CITY PD
Operator: C. TRESCHER #219
LAKE HAWVASLD CITY PD
Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 15:16:56
Diagnostic Test Pass 15:17:31
Air Blank 0.000 182717258
0.100 Cal Check 0.097 15:18:189
Air Blank G.o0oo 15:18:49
Subject Test 0.047* 15227556
Air Blank 0.000 15:22:27
Air Blank 0.000 15:22:55
Subject Test KHHH** 15:23:16
Air Blank REI*** 15:23:28

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

(!
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B0-001029
Core Version: 8105.48
02/26/2014

15:15:55

Standard Lot#: 01513100a1

Lagt Changed By: J. SONDROL #187

QAS: C. TRESCHER #219
LAKE HAVASU CITY PD

Operator: C. TRESCHER #2189
LAKE HAVASUO CITY PD

Subject: SQAP,TEST

DOB: 10/19/1978

Sex: M Weight: 210

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.Go0o 15:216:56
Diagnostic Test Pass 15:17: 31
Air Blank 0.0G0 15:17:58
0.100 Cal Check 0.097 15:18:19
Air Blank 0.000 15:18:49
Subject Test 0.047+* 15527256
Alr Blank 0.000 TR122:127
Air Blank 0.000 15722:55
Subject Test 8 15:23:16
Air Blank REI*%* 15:23:28

*Daficient Sample
**Invalid Sample

Begin new deprivation
***RFI Detect

period

Not a Successfully Completed Test Sequence

Cl
A




INTOXILYZER 82000

Location: LB CHANNEL SIGHN 8

Serial MNumber: B0-001029

Core Yersion: 8105.48

02/26/2014 Thzilhahh

Standard Lot#: 01513100470
Last Changed By: J. SONDROL #187

QAS: C. TRESCHER #219
LAKE HAVASU CITY PD

Cperalor: C. TRESCHER #2119
LAKE HAVASU CITY ED

Subject: SQAPR,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Period? Yes

Test g/210L Time N
Air Blank 0.000 1527825
Diagnostic Test Pass 182131
Alr HBlank 0. 000 1S53 T+58
0.700 Cal Check 0.097 TH718:19
2ir Blank 0.0a0 15:18:49
Subject Test 0.047% 152212586
Air Blank 0.000 1 he22a27
Alr Blank 0.000 15: 2255
Subject Test KEX** 152232 TH
Air Blank R 15:23:28

*Deficienl Sample
**Invalid Sample

Begin new deprivation pericd
*k*pEl Detect

Not a Successfully Completed Test Sequence

(o f
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INTOXILYZER 8000

Location: LB CHANNEL SIGHN 8
Serial MHumber: B80-001029
Core Versicon: 8105.48

02/26/2014 15:04:35
Standard Lot#: 0151370047

Last Changed Bv: J. SONDECL #187
QAS: C. TRESCHER #2719

LAEKE HAVASU CITY FD

Operator: C. TEESCHER #2719
LAKE HAVASUY CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Period? Yes

Test qg/210L Time

Alr Blank 0.000 15:05:44
Diagnostic Test Pdss i5:06:19
Alr Blank ¢.000 15:06:46
0.100 Ccal Check 0.098 15:07:07
Air Blank g.000 1528736
Subject Test G.000 15207257
Air Blank ART# 15:08:04
Air Blank TPS** 15:08:11

*Sequence Aborted
#*Improper Sample

Not a Successfully Completed Test Sequence

e
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INTOXILYZER 8000

Location: LB CHANNEL SIGH 8
Serial Wumber: 80-007102%
Core Version: 8105.48

e

otl

02/26/20174 15:04:35
Standard Lot#: 015137100A1%

Last Changed By: J. 3S0NDROL #1877

QaS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #2159
LAFKE HAVASU CITY PD

Subject: SQAE,TEST

DOB: 10/19/1978

SeEx: M Weight: 210

15 Minute Deprivation Pericd? Yes

Test g/l 2T Time
Air Blank g.poo 15:05:44
Diagnostic Test FPass 15:06:18
Bir RBlank 0.000 15:06:46
0.100 Cal Check G.098 15:07:07
Air Blank g.000 15:07:36
Subjecl Test 0.000 15287257
Air Blank ARTH 15:08:04

ir Blank IpPS** 1520817

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER B00O0
Location: LB CHANNEL SIGK 8B

Serial Number: 80-0017029
Core Version: Bi105.48

02/26/2014 15:04:35
Btandard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: . 'TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.00C0 ~ 15:05:44
Diagnostic Test Pass 15:06:19
Air Blank 0.000 15:06:46
0.1700 Cal Check 0.098 15:07:07
Air Hlank 0.000 15:07:36
Subject TestL 0.000 15:07:57
Alr Blank ART* 15:08:04
Air Blank IPS** 15:08:11

kSequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

R A S
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INTOXILYZER BOOO
Location: LB CHANNEL SIGN 8
Serial Humber: 80-001029
Core Version: 8105.48

02/26/2014 15213506
Standard Lot#: 0151310041

Last Changed By: J. SOMNDROL #187
QAS: C. TRESCHER #219
LARKE HAVASU CITY PD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Pericd? Yes

Test g/210L Time

ABir Blank 0.000 15:13:59
Diagnostic Test RFI* 15:14:23
Air Blank 0.000 15:14:51

* RFI Detectl

Not a Successfully Completed Test Segquence
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INTOXILYZER 8000
Location: LB CHANNEL SIGN 8

Serial Number: BO-007029
Core Version: 8105.48

02/26/2014 15:13:06
Standard Lot#: 01513100a1

Last Changed By: J. SONDROL 2187
QAS: C. TRESCHER #219

LAKE HAVASU CITY FD

Operator: C. TRESCHER #2159
LAKE HAVASU CITY FPD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:13:59
Diagnostic Test RFI* 15:14:23
Air Blank 0.000 15:14: 51

* RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000

Location: LB CHANNEL SIGCH 8
Serial Number: B0-001029
Core Veraion: 8105.48

0z2/26/2014 15:213:086
Standard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LARKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Periocd? Yes

Tesl g/ Z210L Time

Air Blank 0.000 15:13:59
Diagnostic Test RFIL* 15:74:23
Air Blank 0.000 15:T4:5)

* RFI Detect

Not a Successfully Completed Test Sequence
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AA O RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEDURE
oasrecianst _ C I TRescler __AGENCY _[AKE HAS) Gry Poape

_Oa-d6-Folt == e Von L0
mywzm SERIAL# RO —90/029F _LocaTioN _Cimwned STep) &

DATE

1. Ensure that gas tank is attached to instrument and contatns a standard aleohol concentration soltion « | T AC,
OR T

Pour a standard alcohol concentration solution __AC, into a clean dry simulator and assemble the

simulator, Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

Go 1o the “Control Testing Menu”. Select “D" for dry control rest or “W™ for wet control test. After selection is

made press ENTER.

. Air blank completed.

. Calibeation check completed. Test results 0.0 7 AL

“} /6. Air blank completed.
/ 7. Remove printed record. Atach the record to the completed checklist

e

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER BOOO
Location: LB CHANNEL SIGH B
Serial Number: 80-0071029
Core Varsion: B105.48
02/26/2074 15:25:40

Last Changed By: C. TREECHER #2116

QAS: C. TRESCHER #2719
LARE HAVASU CITY BD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Test g/l 2100 Time

Air Blank 0.G00 1513610
0.7190 Cal Check O.0u7 15:26:31
Alr Blank 0.000 15227100

Freventative Maintenance
Performed -- Timer Reseat




