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To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| cerlify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check F,Firncedure are full, true

and correct copy of the original. 1 IIIII
o )
(_:' Z‘T x.{A{)/{/
/

Signature

STATE OF ARIZONA )
) 58
COUNTY OF MOHAVE )

Subscribed and sworn to before methis Y4 day of MARCH
> CARLA DUARTE

Cala_

NOTARY PUBLIC

CARLA DUARTE
Notary Public - Arlzona
Maohave County

H]r Comm. Expires Mar 28, 2013

B55-4114

Area Code 928
AdminEStrathon .........cvoeeeesinses B855-1884 Fax #'s EMBIDBNGCY oo rinininacsrns sz 9-1-1
Business Office ... B55-1171 Administration ... 680-5430 Non-Emergency Dispatchy ...
INVestigations ........c..veeevesene.. 8555775 Business Office ........ccccccooeveee G80-5431 TDD
Palrol ... e BS5-0515 Investigations/Palrol .............. 680-5432 Havasu Silent Witness ...,

E-mail: police @ hcaz.gov

854-TIPS
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EXINRBIT ;-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PURLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 3 Sardiiet €7 AGENCY W PD o

oate 2/4[3 | e 1618 N
INTOXILYZER SERIAL & RO-NIA29 LOocATION ( N( rr.-r:, TRt S5

(?K y 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution , [(X) AC.

OR.
Pour a standard aleohel concentration solution A into a elean dry simulator and assemble the
simulator, Ensure that a tight seal has been made. Tum on the simulator and allow temperature ta reach 34°C £
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
Go to the “Control Testing Menu”. Select “D* for dry control test or “W™ for wet control test. After selection is

made press ENTER.

o
—
ek Pl

{ £y 4. Air blank completed

(&) 5. Calibeation check completed. Testresulis 0. (079 ac.
(@) 6. Air blank completed.

(%) 7. Remove printed recorgd. Attach the record to the completed checklist

SIGNATURE (} jggv [/ - —

DPS Form Exh G-2 (Rev 03-01)



INTOXILYZER. BOC0
Locabion: LHCPD MATN JAIL

Swrial MNumber: B0-001029

Core Version: 2103_48

G3/04/2013 1878218
Standard Lot#: 229711100A1

Last Changed By: J. SONDROL #1687

QAS: J. SONDROL #187

LAKE HAVASD CITY PD

Dperator: J. SONDROL #7187

LAKE HRVASL COITY Ph

Tast g/ 210t Time

Air Blank o.00¢ 16218446
$4.100 Cal Chasck 0.099 16:19::07
Air Blank C.000 16189236

Preventative Maintenancs
Performed Timer Reset




EXHIBIT (-4
THIS REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY ALAC, BLI3- 10104 (A}

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QQUALITY ASSURANCE PROCEDURES
INTONIEYZER MODEL 80040

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST . Sorbior (57  AGENCY (NC P
f )
m.nz_?lflf 13 TivME 650
INTOXILYZER SERIAL # B0 001057 LOCATION (N mAias JRIL

{[J"l(': 1. Display Reads “PUSH BUTTON TO START™

DIAGNOSTIC TESTS
1. Clock time check.
} 2. Date check.

PERATIONAL TESTS

1 1. Alcohol-free subject test result 0, (‘:'{/D AL,

} 2. Error recognition logic system functioning.

4 Mot a Successfully Completed Test Seguence printed

WY 3. Proper sample recognition system.

Mot a Successfully Completed Test Sequence printed

= Deficient sample printed

(4 4. standard Calibration Check standard 0. JOO  ac resuro 099 ac
e

L

Instrument is operating properly and accurately.  YES / MO

COMMENTS

|
SIGNATURE (57

3PS Form Exh G-4 {Rev 05-01)

L
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INTOXILYZEE .BUGD

Location: LHCED MAIN JAIL

Serial Mumber: BO-007029

Core Version: B105.48

03/04/2013 TR 20+03

=

Standard Lot#: 2291110047
Last Changed By: J. S0ONDEOL #187

QAS: J. EBCONDEOL #1687
LAKE HaVasy CITY PD

Operator: J. SONDROL #7187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/195%0
Sex: M Weight: 123

15 Minute Deprivation Pericd? Yes

Test g/21T0L Time

Air Blank 0.000 162055
Diagnostic Test Pass t6: 21231
Air Blank 0.000 16:21 58
0.100 Cal Check 0.095 16:22:719
Air Blank 0,000 16:22+-49
Subject Tesl 0.000 16:23:07
Air Blank ART* 1622315
Air Blank Ipg** 1652323

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: B0-00102%
Core Version: 8105.48

03/04/2013 16:20:03
Standard Lot#: 22911100A1

Last Changed By: J. SONDROL #1879
pgaS: J. SONDROL ¥187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minule Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:20:586
Diagnostic Test Fass 16:21+31
Air Blank @.000 16:21:58
0.100 Cal Check 0.0o9c 16:22:19
Air Blank g.ooo 16:22:49
Subject Test 0.000 168:23:07
Air Blank ART* 16:23:15
Air Blank 1pg*+* 16:223:23

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 2000
Location: LECFD MAIN JAIL
Serial Number: 80-001029
Core Version: 8105.48

03/04/2013 622003
Standard Lot#: 2297110047

Last Changed By: J. SONDROIL #187
QAS: J. SONDROL #1187

LAKE HAVAST CITY PD

Operator: J. SONDROL o
LAKE HBAVASU CITY PD

Subject: S0AF,TEST
DOB: 01/87/1950
Sex: M Weight: 123

r

15 Minute Deprivation Period? Yes

Test aq/210L Time

Air Blank 0.000 16:201:56
Diagnostic Test Fass 1T&x2 1231
41r Blank C.000C 16:21:58
0.100 Cal Check 008935 TG 22215
air Blank a.000 16:22:49
Subject Test 0.a0c Te 2307
2ir Blank AETH 16232 Th
Air Blank IpS*#* TRz 2323

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




[HTOXTITLYZER 8000

Logcation: LHCPD MAIN JAIL

Gerial Number: B20-0071029

Core Versicn: 87105.48

03/04/2013 thiZ4sT0

Standard Lot#d: 2297170047

Last Changed By: J. SONDRCOL #187
DAS: J. SONDROL #187
LAKE HAVAGL CITY ED
Operalor: J. S0NDEOL #187
LAKE HAVAEY CITY FED

Subject: SQAF,TEST
DOB: 01/01/1950

Sex: M Weight: 143

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Alr Blank 0.000 16:35:22
Diagnostic Test Pass 1625157
Air Blank 0.000 18526225
0.100 Cal Check 0. 09% 16:26:45
Alr Blank 0.000 1H5z27 215
Subject Test 0.244%* 163022
Air Blank 0.000 16:30:55
Air Blank 0.000 1T6:31 5322
Subject Test XXX+ 16:371:44
Air Blank REIREY 16:31:54

*Deficient Sample
#kInvalid Sample

Begin new deprivation period
***RFTI Detect

Mot a Successfully Completed Test Sequence




[NTOXILYZER 8000
Logation: LHCPD MATIN JAIL

Serial Mumbser: B0 001029
)

Core Version: 8105, 41
03/04/2013 16:24:19
Standard Lot#: 22977170047
Last Changed By: J. SONDEOL 187
QAS: J. SONDROL #1189
LAEE HAVASU CITY PD
Operator: J. SCNDROL #1aY
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DOB: 07/01/7950
Sax: M Weight: 123
15 Minute Deprivation Period? Yes
Test g/210L Time
hRir Blank 0.000 e R e )
Diagnostic Test Pass Lho25aE]
2ir Blank 0.000 16:26:25
G.100 Ccal Check 0.099 1622645
Air Blank 0.200 1632715
Subject Test 0.244% 16:30:22
Air Blank 0.0C0 16:30:55
Air Blank 0.000 16231 22
Subject Tesl AEL*w 16:31:44
Air Blank RET***% 1h:31:54

*Deficient Samplie
**Invalid Sample

Begin new deprivation pericd
kk*RFT Delecl

Not a Successfully Completed Test Sequence
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ITNTOXILYZER 8000
Location: LHCED MATN JATL
Serial MNumber: BU-00102%9
Core Versicn: 8105.48

03/04/2013 6:24:15

Standard Lot#: 22917110021

Last Changed By: J. SONDEOL #7187
QAS: J. SONDROAL #187

LAKE HAVASU CITY PBD

Operator: J. S0ONDRCOL 4187
LAKE HAVASU CITY PD

Subject: S0AFP,TEST
CoB: 01/07/7950
Sex: M Weights 123

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank ' 0.000 16:25:227
Diagnostic Test Fass 16:25:57
Air Blank O.000 Ter26:25
0.100 Cal Check g.099 Te:26:45

Air Blank 0.000 VEz27
Subject Test 0.244% Ths30s
Air Blank 0.000 |
Air Blank 0.000 3 TR
Subject Test KH A *x* 16:31:44
Air Blank RFEI**®* T6H:31:54

(o N O T R Y~ & L g N

=3 LN

*Deficlent Sample
**nvalid Sample

Begin new deprivation period
*RFRFI Detect

Not a Successfully Completed Test Seguence




EXHIBIT -2
THIES REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, REX-10-104 (A)

ARTZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL S}

STANDARD CALIBEATION CHECK PROCEDURE

QA SPECIALIST 3. SonfiRer (57 AGENCY NC B

paTE_3 /4113 o e [£755 o

INTOXILYZER SERIAL # _Bo-colodd LOCATION (_NC i~ TR

{ .!} 1. FEnsure that gas tank is attached to instrument and contains a standard aleohol concentration solution , [0 AC,
Pour a standard aleohol concentration solution . AL, into a elean dry simulator and assemble the
simulator. Ensure that a tight seal has been made, Tum on the simulator and allow temperature to reach 34°C £

0.2°C
2. Imtoxilyeer 8OO0 display reads “I'USH BUTTON TO STARTY
3, Goto the “Control Testing Menu™. Select D" for dry control test or *W™ for wet control test. After selection is

made press ENTERL

4, Air blank completed.

5. Calibration check completed. Test results 0, Qi 8 AC,

6, Air blank completed.

7. Remove printed recgrd . Attach the record to the completed checklist.

SIGNATURE %‘ émﬂ &7 —

DPS Form Exih G-2 (Rev (05-01}




on: LHOED MAIN

[

ial Mumber: &i

Version: #

Starmdard Lold: 22971310081

LaslL Chang J. BOWMDROI. #7187

ORS: J. SONDROL #187

AKER HAVASI CITY PD

Oparator: J. SOHDROL #7187
LAKE HAVASU CITY PD

Air Blank U.ooa 16:3
0.1280 Cal Check 0,09y 16533
Air Blank 0,000 1623

reventative Mainitenancea

W 0

arformed -- Timer Reset




