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A

RATED LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

I hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

I certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true
and correct copy of the original. §
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Signatu}‘e

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before methis | dayof fAPRIL

‘Z_D[E by CM-LA” DJW

Chnda. Fraste- e

NOTARY PUBLIC

" Wel=t3
DATE

Commission expires:
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EXHIBET -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC RIZ-10-104 (A)

ARIZONA DFEPARTMENT OF PUBRLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST J SorbRot ¥/ AGENCY (NC Pp .
DATE _5- 31-13 TIME  A1d5
INTOXILYZER SERIAL#  50)- (0O/029 Location { NC friRi~ JAlL

'ﬂj I. Ensure that gas tank is ateached to instrument and containg a standard alcohol concentration solution . /¢3¢ AC,
?( Peur a standard alcohol concentration solution _(T___ﬁ{"., o a clean diy simulater and assemble the

simulator. Ensure that a tight seal has been made, Tumn on the simulator and allow temperature to reach 34°C +
a.2°C

I 2. Intoxilyrer 3000 display reads “PUSH BUTTON TO START™
{ 3. Goto the “Control Testing Menu™. Select *T0 for dry control test o "W for wet control test. Aller selection is
g n made press ENTER.
(Y 4. Air blank completed. i
{ 5. {alibration check completed, Test results 0, O% AL,
(¥l 6. Air blank completed.
(4 7. Bemove prigted record. /f\t!ach the record fo the completed checkhist.
! |
SIGNATLFRE__?, é iﬂﬁj AR = o
DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER BOOO
Location: LHCPD MAIN JA
Serial Number: BD-00102
Core Version: 8105.48
::-.a;'f,uzmx 21125137
Btandard Lot#: 228111001

Last Changed Byr: J. SONDROL #7187

QAS: J. SOMNDROL #187

LAXKE HEVASO CITY FD

Operator: J. SONDROL #7187
LAFKE HAVASUO CITY PD
Tasl g/210L T Lenes

Air Blank 3,009 21:26:08
0.100 a1l Check .098 21262
Bir Blank 0.0040 21:26:58

Prevantative Maintenance
Performed -- Timer Resot



EXHIBIT G-
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13.10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QASPECIALIST S SonOpoc 187 acency NG PD
DATE_S-1-13 - rME_J127
INTOXILYZER SERIAL# _F) - 001029  rocamion (¢ PD mMairs TAK

(L) 1. Display Reads “PUSH BUTTON TO START™

GNOSTIC TESTS
{9N 1. Clock time check.
{4 ) 2. Date check.

( .I“ERJ’LT[D‘\ML TESTS
i) 1. Alcohol-free subject test result 0 {:.'(:{J AC
} 2. Error recognition logic system functioning
Not a Suceessfully Completed Test Sequence printed
(& ) 3. Proper sample recognition system,
Not a Successfully Completed Test Sequence printed
/ Deficient sample printed -
(L¥ ) 4. Standard Calibration Check standard 0, / OO AC. Result0. (079 AC.

Iristrument is operating properly and accuratelv.  YES v ~ ND

COMMENTS

|
SIGNATURE ‘Q,Mf Vi

DPS Form Exh G-4 (Rev 05-01)




INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: B80-001029
Core Version: 8105.48

CE3L30 2003 errdirha

Standard Lot#: 22311100387

Last Changed By: J. SONDEOL #1187

QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST

PCB: 01/01/18%0

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 21:28:50
Diagneostic Test Pass 21:29:25
Air Blank 0.000 21:29:53
0.100 Ccal Check 0.09% 21:30:13
Air Blank 0.000 21:30:43
Subject Test 0.000 21:31:M
Air Blank ABT* 21:31:10
Bir Blank Ipg*= 21331518

*Seqguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

;ﬂ:??



INTOXILYZER BOOGD
Location: LHCPD MAIN JAIL
Serial Number: B0O-001029
Core Version: 8105.48

03/31/2013 21:27:52
Standard Lob#: 22911100a1

Last Changed Hy: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDRQOL #187
LAKE HAVASUO CITY PD

Subject: SQAP,TEST
DOoB: 01/01/1950
Sex: M Weight: 123

18 Minute Deprivation Peried? Yes

Tesl g/Z210L Time

Air Blank 0.060 21:28:50
Diagnostic Test Pass 21:29:25
Air Blank 0.000 21:29:53
0.100 Cal Check 0.099 A R 3 g B
Air Blank 0.000 21:30:43
Subject Test 0.0040 21337287
Air Blank ABT#* 21231210
Air Blank IpS** 21:31:18

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: 80-00102%
Core Version: BI105.48

03/31/2013 21:27:562
Standard Lot#: 22911100A1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PFD

Operator: J. SONDROL #1187
LAKE HAVASU CITY ED

Subject: 8QAP,TEST
DoB: 01/01/1850
Sex: M Waight: 123

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 21:28:50
Diagnostic Test Pass 21:29:25
Air Blank 0.000 21:29:53
0.100 Cal Check 0.099 21:30:13
Air Blank 0.000 21:30:43
Subiject Test 0.000 2Yi31 507
Air Blank ART* 2123110
Air Blank IPS**x 21:31:18

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER &000
Location: LHCPID MAIN JAIL
Serizl Number: 80-001029
Core Version: 810%.48

03/31/2013 dTr3dea)
Standard Lot#: 22911100A1

Last Changed By: J. SCNDEOL #187
QAS: J. BONDROL #1887

LAKE HAVASU CITY PD

Cperator: J. SONDROL #1867
LAKE HAVASU CITY PD

Subject: SQAT,TEST
DOB: 01/01/1250
Sex: M Weight: 123

15 Minute Deprivalion Period? Yes

Test g/210L Time

Air Blank 0.000 P e e i
Diagnostic Test Pass 21:33:54
Air Blank 0.000 21:34:22
0.100 cal cCheck 0.099 21:34:42
Air Blank 0.000 21235212
Subiect Test 0.306* 21:38:19
Air Blank 0.000 2712382562
Air Blank 0.000 21:39:20
Subject Test Hx* 21:39:41
air Blank REI *¥%% 21:39:48

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***¥RFI Detect

Not a Successfully Completed Test Seguence




INTOXILYZEE EQOQ0
Location: LHCPD MAIN JAIL
Serial Number: 80-007029

Core Version: 8105.48

03/31/2613 FTaE]
Standard Lot#: 2291110041

Last Changed By: J. S0ONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD

CUperator: J. SONDROL #187

LAKE HAVASU CITY PD

Subject: BQAP,TEST
DOB: 01/07/1950
Sex: M Weight: 123

175 Minute Deprivation Period? Y

Time

Test gif210L
Air Blank 0.000
Diagnostic Test FPass
Air Blank 0.000
0.1700 Cal Check 0.08%
Air Blank 0.00G0
Subject Test 0.306%*
Air Blank 0.000
Air BRlank 0.000
Subject Test XA
2ir Blank RFEI**%*

*Deficient Sample
**Tnvalid Sample

Z21:33:19
21:33:54
21:34:22
21:34:42
21:35:12
21:38:19
21:38:52
21:39:20
21:39:41
21:39:48

Begin new deprivation pericd

*¥**RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: LHCPD MATN JAIL
Serial Wumber: 80-0071029
Core Version: HB10%.48

03/31/2013 ZT=33 =31
Standard Lot#: 229117710047

Last Changed By: J. SONDRCL #187
QAaG: J. BONDROL #1387

LAKE HAVASU CITY ED

Operator: J. SONDEOL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
poB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 1:33:719
Diagnostic Test Fass 21:33:54
Air Blank 0.000 o O b B
0.100 Cal Cheak 0.099 2T 3447
Air Blank 0.000 212385212
Subject Test 0.306% 21:38:19
Air Blank 0.0G00 21:38:52
Air Blank 0.000 21:39:20
Subject Test AW ** 27:3%z241
Air Hlank RFPI***® 21:39:48

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Seguence
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEPARTMENT OF MUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8001

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST Y SpeJpRed 157 ____AGENCY { NC PD =

DATE _ 3 31-13 B e QUM

INTOXILYZER SERIAL# X0 -0 034 : LOCATION (L WC PD M&e TR,

{ 7":}] I. Ensure that gas tank is attached to instrument and containg a standard aleohol concentration solution _f o0 AC.
Pour a standard alcohal concentration solution _UR_ AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made. Tum on the simulator and allow temperature (o reach 345 4

6.2°C

) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO STARTT

} 3. Goto the “Control Testing Menu"”, Select """ for dev control test or "W for wet control test, Afier selection is
made press ENTER,

} 4. Air blank completed. =%

) 5. Calibration check completed. Test results 0¥ € AL,

) 6. Air blank completed.

} 7 Remove printed :-:\-';‘l.ud. Antack the record w the completed checklist.

SIGNATURE {.} ),./‘;*rﬁejdf?i'?? = -

DPS Form Exh G-2 (Rev 05-01)
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INTORLLYZER 8000

Location: LHUPD MAIHN JAIL

Serial Number: 80-001029

Core Version: B105.4B

03/31/2013 21471273

Standard Lot¥: 22511100a1
Last Changed By: J. SONDROL

QAS: J. SONDRCOL F187
LAKE HAVASU CITY FD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Teast g/ 210L Tima

Air Rlank o.0o0 21:41:42
0.100 Cal Check 0.0%8 21:42:03
Air Blank 0.000 21:42:33

Preventative Maintenance
Performed Timer Beset




