POLICE DEPARTMENT 0
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA BG403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Cerlified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

L
| certify that the attached documentation of Standard QuaU‘y Assuran ,Pl&edures and/or

Standard Calibration Check Procedure are full, trug and ¢ edt copy of inal.
|
QLo Ik il
4 - Signature
STATE OF ARIZONA )
) 88

COUNTY OF MOHAVE )

Subscribed and sworn to before me this T dayof W Lo
IO S < hsh {E«myg(
e Prate.

NOTARY PUBLIC

4-IS

DATE

Commission expires.

Area Code 8928

Administration ..........c..... . B55-4884 Fax #'s Emergency ............ et A
Business Office ... . B55-1171 Administration ..................... G80-5430 Non-Emergency D.c.l_lalr_| 355. 4111
INVestigations ............... ) B55.5775 Business Ofice ......ocooecivvinnns 680-5431 TDG E:\h 4114
Patrol .o i : B55-0515 Inveshgabons/Patrol ... 680-5432 Havasu Silen! Witness ... 854-TIPS

E-mail: police®@ hcaz gov




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

7 AGENCY (NC H

QA SPECIALIST 3 SonJDReL 1§
DATE_ “f- £ IS ) ™ME 233

Sy
INTOXILYZER SERIAL # _ 50~ 5556 LOCATION /A SRIC
{ "}/ 1. Ensure that pas tank 15 attached to instrument and contzins a stsndard aleohol concentration solution . [0 L0 AC,
OR
Pour a standard alcolwl concentration solution ) AC, into a clean dry simulator and zssemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature ta reach 34°C +
02°C

(=Y 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
{ =7 3. Goto the “Control Testing Menu”. Select “D for dry control test or “W™ for wet control test. After selection is

made press ENTER,

4 . Air blank completed. o
( 5. Calibeation mx mplaiui. Test results 0. ¢ )1}
6. !urh

Eaf? Remove f Td. Attach the record to the completed checklist
s:mm(, /‘ﬁ{

DPs meEwh(LZ {Rev05-01)




S0

IMNTOXELYZER 8000

Location: LHC MATIN JATIL

Serial Number: 80-003356

Core Verszion: Bi05.48

D4/06/2015 £3333:17
Standard Lotd: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROI, #1187

LARE HAVAST CITY PD

Cperator: J. SCNDROL #187

LAKE HAVASO CITY PD

Test g/ 210L Time

Air Blank 0.0G0 2323350
G.3700 cal Check 0.097 23:34:70
Air Blank 0.0G0 23:34:40

Preventalive Maintenance
Performed -- Timer Reset




EXHIEIT G4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY ALAC. R13-10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST ] S0 rsbpge 187 AGENCY _LJC TD
DATE_Y-£. 1S TIME _ 335

INTOXILYZER SERIAL# &) - O\ S 354 LOCATION /Y/{ s TAIL
{ '/} 1. Display Reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS
{ 7} L. Clock time check.
{ “¥ 2. Date check.

OPERATIONAL TESTS ;
( 7 1. Alcohol-free subject testresult 0._C XY™y AC.
( 2. Error recognition logic system functioning. |
: Not & Successlilly Completed Test Sequence printed
( ¥ 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
( vﬂ' Standard Calibration Check standard 0. /OO AC. Resulto,. OF77  ac.

Instrument is operating properly and accurately. YES = NO

COMMENTS

4 )
/ |
SIGNATURE ([ Aé'/\-a{;i}l L7

DPS Form Exh G4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

04/06/2015 23:35:36
Standard Loté#: 013147100A3

Last Changed By: J. SONDROL #187
QAE: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DoOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 23:36:28
Diagnostic TeslL Pass 23:37:03
Adr Blank 0.000 23:37:30
0.7100 Cal Check 0.098 23:37:51
Air Blank 0.000 23:38:20
Subject Test 0.Co0 23:38:41
Air Blank ABT* 23:38:48
Air Blank Ipg** 23:38:55

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER B00O0
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: B105.48

04/06/2015 23:35:36
Standard Lot#: 013714100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDRCOL #187
LAKE HAVASU CITY PD

Subject: SQAFP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 23:36:28
Diagnostic Test FPass 23:37:03
Air Blank 0.000 23:37:30
0.100 Cal Check 0.0%938 23:37:51
Air Blank 0.000 23:38:20
Subject Test 0.000 23:38: 41
Air Blank ABT* 23:38:48
Air Blank IPS** 23:38:55

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

Location: LHC MAIN JAIL

Serial Number: 80-003356

Core Versiocn: 8105.48 |

04/06/201 23:35:36

Standard Lot#: 0131410043 :
Last Changed By: J. SONDROL #187 |
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DoB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 23:36:28
Diagnostic Test Pass 23:37:03
Air Blank 0.000 23:37:-30
0.100 Cal Check 0.0938 23:37=51
Air Blank 0.000 23+38:20
Subject Test 0.000 23:38:41
Alr Blank ABT¥* 23:38:48
Air Blank IPgk* 23:38:55

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

R o S = S —



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

04/06/2015 23:39:47
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY FPD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: 8QAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 23:40:35
Diagnostic Test Pass 23:41:210
Air Blank 0.000 23:41:38
0.100 Cal Check 0.097 23:41:58
Air Blank 0.000 23:42:28
Subject Test 0.401* 23:45:36
Air Blank 0.000 23:46:10
Air Blank g.oao 23:45:38
Subject Test KAKF* 23:47:04
Air Blank RPI%¥xX 23:47:11

*paficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER B000
Location: LHC MATN JAIL
Serial MNumber: B80-0033%56
Core Version: B105.48

04/06/2015 23:39:47
Standard Lot#: 01314100A3

Last Changed By: J. SB0ONDROL #187
QRS: J. SONDROL #1187

LAKE HAVASU CITY PD

Cperator: J. S0ONDROL #187
LAKE HAVASU CITY PD

Subject: 30QAF,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivaltion Pericd? Yes

Test g/210L Time

Air Blank 0.000 243:40:35
Diagnostic Test Pass 23:41:10
Air Blank g.ooo 23:41:38
0.100 Cal Check 0.097 23:41:58
Air Blank o.00a 23:42:28
Subject Test G.401* 23:45:36
Air Blank 0.000 23:46:10
Lir Blank g.o000 23:46:38
Subject Test KEH** 23:47:04
Air Blank REL#*#* 23:47 17

*Deficient Szample
**Tnvalid Sample

Begin new deprivation period
*HFRFT Detect

Not a Successfully Completed Test Sequence




FNTOXILYZER 8400

Location: LHC MAIN JAIL

Serial Number: B80-003356

Core Version: 8105.48

04/06/2015 23:3%9:47

Standard Lot#: 01314100A3
Last Changed By: J. SONDROL #187

QAS: J. SONDEOL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: SQAP,TEST
DOB: G1/071/1950
Sex: M Weight: 123

15 Minute Deprivation Pericd? Yes

Test g/ Z210L Time

Alr Blank 0. 000 23:40:35
Diagnostic Test Pass 23:4171:10
Air Blank 0.000 23:41:38
.100 Cal Check 0.0%97 23:47:58
Air Blank 0.000 23:42:28
subject Test 0.401* 23:45:36
Alr Blank 0.000 23:46:10
Air Blank 0.000 23:46:38
Subject Test X 23:47:04
Air Blank RETE** 23:47 211

*Deficient Sample
**Invalid Sampls

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Seguence




EXHIBIT G-2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC.RI3 10104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDUTRE

QA SPECIALIST_ T _Snibiee 137 _ AGENcY _ (Nt P

DATE_ Y- 4 IS _ rmME_23Y19

INTOXILYZER SERIAL# &) (XD 535¢ LOCATION /MR~ TRIL -
(¥} 1. Ensure that gas tank is attached to instrument and ailtainsastmdsn{lkdm! concentration solution . /0% AC

Pour a standard alcohol concentration solution AL into a clean dry simulator and assemble the
simulator. Ensure that a tight seal bas been made. Tum on the simulator and allow temperature to reach 34°C +

02°C
2. Inoxilyzer 8000 display reads “PUSH BUTTON TO START™
3. Gio to the “Control Testing Menu™ Select “D" for dry control test or “W™ for wet control test. Afier selection is

" made press ENTER.
4. Air blank completed. AL
5. Calibeation check completed. Testresults0.( Y16 ac

6. Air blank completed.
7. Remove printed mord?* Attach the record to the completed checklist,

S8 S

T |
aawroer U Anal 11
/
DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER BOOD

Locatlion: LHC MAIN JAIL

Serial mumber: 8C5-00335&

Core Version: 8105.48

04 /06,2005 23:4%:499
Standard Lot#: 071374100A3

Last Changed By: J. SONDEOL #187

oAS: J. SONDEOL #187

LAKE HAVAED CITY FD

Operator: J. SONDROL #187

LAKE HLVASU CITY EBD

Test g/ 2105 Time

Bir Blank 0.000 £3:50:32
0.300 Cal Check 0.096 23:R0:53
Air Blank 0.000 23255223

Preventative Maintenance
Parformed -- Timer Reset




