POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and

correct copy of the original. /(%\; g

S&AP SIGNATURE osp2z0/6

STATE OF ARIZONA ) 30 Oorozy
) SS
COUNTY OF MOHAVE )

"

Subscribed and sworn to before me this j' 7it day of VDNW‘/Q ,

2010 _ by A.C. DRELLEP
\
m%% ,Jwﬁ B R R R i c 37 e L D LT
NOTARY PUBLIC oo ot
L Naotary Pubti; State ;
o~y - 1D ] Giorts Thomas
DATE h 0813112010
Commission expires: %—3[— /D P e e e, s i
Area Code 928
Administration ...................... 855-4884 Fax #'s EMErgency ......coceceerreersersccssvarnnn. 921-1
Business Office ...ccccoovcniinnee 855-1171 Administration .........ceoceeeeeeeee. 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations .............cccccovn.... B55-5775 Business Office ......cccccevvieeenens 680-5431 TDD 855-4114
Patrol coocceeeeececceereceecersnenenen. 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police@ci.lake-havasu-city.az.us



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIAUST/(( O'ZE‘LLE/C :Q;Z/ AGENCY Mg ( ;’zzéiqigfp;—

DATE OS PR 20 TIME /532
gD ooz LOCATION L 4E PP AV s Tgre

INTOXILYZER SERIAL #

1. Ensure that gas tank is attacked to instrument and coutains a standard afcohol concentration solution 700 AC.
OR

¥

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “Contro] Testing Menu™. Select “D™ for dry contro! test or “W™ for wet control test. After selection is

made press ENTER,

Air blank completed.
Calibration check completed. Test results 0. ©9 AC.

. Air blank completed.
Remove printed record. Attach the record to the completed checklist.
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EXHIBIT G4
THiS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

—r '
QA SPECIALIST /c’/ﬂzez‘ﬂ I AGENcyéxe'/é«%zyﬁa"AW—’

DATE OSOPLyo TIME __ /S 3¢
INTOXILYZER SERIAL # SO+ OOLOZF LOCATION £4%Z AP ,/4:/ e

1. Display Reads “FUSH BUTTON TO START”

QSTIC TESTS
1. Clock time check.
2. Date check.

IONAL TESTS
7 Alcohol-free subject test result 0. OO AC.
fror recognition logic system functioning. :

Not a Successfully Completed Test Sequence printed
. Prpper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.

~ Standard Calibration Check standard 0. /flo AC. Result 0., 02 i AC.

Instrument is operating properly and accurately.  YES O

COMMENTS
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DPS Form Exh G4 (Rev 05-01) 0{ 2, e



THTOXILYZER §000

Location: LHCPD MAIN JATL

Serial Mumber: 30-001029

Core Version: £105.48

0570772010 15:36:39

Zvandard Leotd: B30016
T

ast Changed By: K. DRELLER #1121
JAS: K, DRELLER Fi21

LAKL HAVASG CITY DD
Operator: K. DRELI
LAKE HAVASU CITY P20

Subject: 3QAP,FREE
DOB: 05/07/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:37:39
Ciagnostic Test Pass 15:38:13
Alr Blank 0.0600 15:38:41
G.160 Cal Check 0.100 15:39:01
Alr Blank 0.000 15:39:31
Subject Test 0,000 15:39:50
Air Blank ¢.000 15:40:18
Wait ABT*

Alr Blank RFI** 15:40:42

*Sequence Aborted
**RFT Detect

Not a Successfully Completed Test Sequence



Core

O53/7G772000 15136139
SR
Last 121
i):lﬁ: i #1237
LAKL HAVASL CLTY PD

DRELLER #1721
Son M Veight: 121
15 Minute Deprivation Period? Yos

Test g/210L Time
Alr Blank 0.000
Diagnostic Test rPass
Air Blank 0.000
0.10¢ Cal Check $.100
Alr Blank 3.000 K
Subject Test J.000 15:39:
Alir Blank 0.000 15:40:
Wait ABRT*

Alr Blank RET** 15:40:42
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*Seguence Aborted
**REFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHCPD MAIN JATL
Serial Number: 80-001029
Core Version: 8105.44

05/07/2010 1h:536:39

Standard Lot#: 83001C
Last Changed By: K. DRELLER #121

0AS: K. DRELLER #121
LAKE HAVASU CITY PD

Operator: K. DRELLER $#121

LAKLE HAVASU CITY PD

Subject: SQAP,FRER
DOB: 05/07/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test q/210L Time

Air Blank 0.000 15:37:39
Diagnostic Test Pass 15:38:13
Air Blank 0.000 15:38:41
0.100 Cal Check 0.100 15:39:01
Air Blank 0.000 15:29:31
Subject Test ¢.000 15:39:50
Air Blank 0.000 15:40:18
Wait ABT*

Air Blank REI** 15:40:42

*Sequence Aborted
**RFI Detect

Not a Successfully Completed Test Sequence



TRTOXILYZER 8000

Location: LHCPD MAIN JATIL

Serial Nunber: 80-G01029
1

Core Version: 8105,48

OL/07/72010 15:42:02
Standard Loth: B3001G

Last (Changed By: K. DRELLER £121
OAS: K. DRELLER LR

LAKE HAVASU CITY 1D

Operator: K. DRELLER

LAKE HAVASU CITY PD

Subject: SOADP,BAWT

DOB: 05/07/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/2101L Time

Alr Blank Ips* 15:42:44
Alr Blank 0.000 15:43:13

*Improper Sample

Not a Successfully Completed Test Sequenc;z/o



INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: 80-001029
Core Version: 8105.48

05/707/2010 15:42:02
Standard Lot#: 83001G

Last Changed By: K. DRELLER 4121
QAS: X. DRELLER #1221

LAKE HAVASU CITY PD

Operator: K. DRELLER F121
LAKE HAVASU CITY PD

Subject: SQOAP,BAWT
DOB: G5/07/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time
Alir Blank IPS* 15:42:44
Alr Blank 0.000 15:43:13

*Improper Sample

Not a Successfully Completed Test Sequenc



Suniect

o 20AD BAWT
DOR: 05/07/,2000

Sex: M Woight: 121

15 Minute Deprivation Period? Yes

Test /21901 Time
Alr Blank Ipg* 15:42:44
Alr Blank G.000 15:43:13

*Improper Sampla

Not a Successfully Completed Test Sequenc



ocatlon: LHOPD MATH AL

Sorial Mumber: 80-001079

Core Verstion: 8105.48

Q570772010 15:44:07

Standard Lotd: BI0GCIC
ol By: K. DRELLER 121

Last Chang

OAS: K. DRELLER #1721

LAKK HAVASY CILTY 2D

Opearator: K. DRELLER
LAKE HAVALG CITY 2D

DSubject: SQAD,REL
DOB: 0570772000

Sex: M Weight: 121

15 Minute Denrivation TPoriod? Yoo

Test g/2191 Time
Air Blank RETH* 15:4
Air Blank 0.0060 15:4

*REFI Detect

Not a Successfully Completed Test Sequencey



INTOXILYZER 8000
Location: LHCPD MAIN JATL
Serial Number: 80-001029
Core Version: #105.48

05/07/2010 15:44:07
Standarvd Lot#: 83001G

Last Changed By: K. DRELLER #121
OAS: K. DRELLER 4121

LAKE HAVASU CITY PD

Operator: ¥. DRELLER $121
LAEKLE HAVASU CITY BD

Subject: SQAP,RFI
DOB: 05/07/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/2101L Time
Alr Blank REI* 15:44:45
Alr Blank 0.000 15:4%5:14

*RI'] Detect

Not a Successfully Completed Test Sequence
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INTOXTLYZER 8000

Location: LHCPD MATN JAIL

Serial Number: B0-00102¢

Core Version: 2105.48

UL 07 2010 15:46:4%
Standard Lood: 83001¢

Last Changed By: K. DRELLER #121
0AS: K. DRTLLER 121

LAK] HAVASU CiTY vD

Opecrator: K. DRELLER #121
LARE HAVASU CITY ¥D

Subject: SCAP,DEFSAMP
BOR: 05/07/2G00
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test q/210L Time

Air Blank 0.000 i5:48:11
Dlagnostic Test Pass 15:48:45
Air Blank 0.000 15:49:12
0.3100 Cal Check 0.1400 15:49:33
Eir Blank 0.000 15:50:03
Subject Test 0.223x 15:53:10
Air Blank 0.000 15:53:43
Air Blank 0.060 15:54:10
Subject Test RGE** 15:55:04
Air Blank 0.000 15:55:42

*Deficlient Sample
**Range Exceeded

Not a Successfully Completed Test Sequencey



NTOQXILYZE=R 8000
Location: LHCPD MAIN JATL
Serial Number: B0-001029
Core Version: 8105h.44

05’0:/2ﬁtﬂ 15:46:49
Standard Lot#: £3001C

Last Changed By: K. DRELLER #1211

0AS: K. DRELLER #121
LAKE HAVASY CITY PD

Opora_or: K. DRELLER £121
LAKE HAVASU CITY PD

Subiect: SQOAP,DEFSAMP

poOB: 05/07/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

~Test 5/210L Time N
Air Blank 0,000 15:48:11
Diagnostic Test Pass 15:48:45
Air Blank 0.000 15:49:12
0.100 Cal Check ¢.100 15:49:33
Air Blank G.000 15:50:03
Subject Test 0.223~ 15:53:10
Air Blank 0.000 15:53:43
Alr Blank 0.000 15:54:10
Subject Test RGE** 15:55:04
Air Blank 0.000 15:55:42

*Deficient Sample
**Range Exzceeded

Not a Successfully Completed Test Sequence



INTOXILYZER 3000

Location: LECPD MATN JATL

Zerial Number: 80-G01029

Core Version: 8105.48

05/707/,2010 15:46:49

Standarxd Lot#: B3001C
Last Changed By: K. DRELLER #1211

LAXE HAVASU CITY PD
Operator: ¥. DRELLER 121
LAKE HAVASU CITY Pk

Subject: SOAP,DEFSAMND
DOB: 0570772000
Sex: M Weight o 121

15 Minute Deprivation Period? Yes

Test q/210L Time

Alr Blank 0.000 15:48:11
Dlagnostic Test Fags 15:48:45
Air Blank 0.000 15:49:12
0.100 Cal Check 0.100 15:49:33
Air Blank 0.000 15:50:03
Subject Test 0.223+ 15:53:10
Air Blank 0.000 15:53:43
Air Blank 0.0G60 15:54:10
Subject Test RGE* 15:55:04
Air Blank 0.000 15:55:42

*Deficient Sample
**Range Excecded

Not a Successfully Completed Test Sequence



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

x
QA SPECIALIST //(M 727 AGENCY & £/ 2L

DATE

oS 0P 20/0 TME___ /$5(» - _

INTQXILYZER SERIAL # Fo COO/DZP LOCATION /‘/f/ﬁ /V/o'nu JAre

1.

Ensure that gas tank is attached to instrument and containsf'a standard alcohol concentration solution , /QrSAC.
OR

Pour a standard alcohol concentration solution AC, inte a clean dry simulator and assemble the

simulator. Ensure that a tight scal has been made. Turn on the simulator and allow temnperature to reach 34°C %

0.2°C

2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

3. Go tothe “Control Testing Menu™. Select “D* for dry control test or “W™ for wet contral test. Afler selection is
made press ENTER.

4. Air blank completed.

5. Calibration check completed. Test results 0. a?i AC.

6. Air blank completed.

7. Remove printed record. Attach the record to the completed checklist.

SIGNATURE =7

DPS Form Exh G-2 (Rev 05-01)
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