POLICE DEPARTMENT
LAKE HAVASU CITY

2380 McCULLOCH BOULEVARD NDHTH
LAKE HAVASU CITY, ARIZONA 88403-5047

To Whom It May Concern:

| hereby attes! that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Clua!tty Assurance Procedures and/or
Standard Calibration Check Procedure are full, true and cen‘eﬂ copy of the original.
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Ssgnature

STATE OF ARIZONA )
} 55
COUNTY OF MOHAVE )

Subscribed and sworn to before me this | day of P"RLMITL
éf'l’; bsh_ Sond vl
&Ww-e

NMOTARY PUBLIC

i —
5-1-18
DATE
Commission expires: CARLA DUARTE
3 Notary Public - Arizona
Mohave County
Area Code 528
Administration ...... B55-4884 Fax #'s Erm 18rgency .. UUTTT - 5
Busingss Oflice . P - 11 T8 B W Administration ._...................... 580-5430 Mon-Em L,qu,n\_,_r i_}u,;_ 1[q_|1 ... B55-4111
Investigations ... A55-5775 Business Office ... 680-5431 ,r,r,,g] AS5-4114

E-mail: police @hcaz gov

855-0515 Investigations/Patrol ............. 680-5432 Havasu Silent Witness .._..... B54-TIPS
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EXHTIEBIT G2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. RI3-10-104 (A)
ARIZONA DEPARTMENT OF PUBLIC SAVETY

STANDARD QUALITY ASSURANCE PROCEDULES
INTOXILYZER MODEL 8000

STANDARD CALIBHATION CHECK PROCEDURE

aGeENcY _LNC. PN

OA SPECIALIST ] Soe Dot €7
s/ (1 S ) TiME () 42

DATE
INTOXILYZER SERIAL# _ 80 - (DO 335€ LOCATION {NC A ns TALL

( ./} 1. Ensure that gas tank is attached to instrument and contaings 2 standard aleohol concentration solution . {00 ac.
L
Pour 2 standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature (o reach 34°C +
0.2°C
. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Go to the “Control Testing Menu™ Select “D7 for dry confral test or W™ for wet control test. After selection is

made press ENTER.
. Alr blank completed. ;
alihration check completed. Test results 0, _Qj_'ia____ﬁc

. Alfr blank completed. ;
. Remove printed rr.crrnfll Attach the record to the completed checklist.
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SIGNATURE C

DPS Form Exh l—E{Rﬂvﬂﬂrﬂ!}




INTOXILYZIER BOOQO

Location: LHC MAIN JAIL

Serlal Number: 80-003356

Core Version: B8105.48

as/o07/2015 02:27:12
Standard Lot#: 0137147100A3

Last Changed By: J. SONDROL #187
QAS: J. EQNDROL #7187

LAKE HAVAEU CITY FD

Operator: J. SONDROL #7187

LAKE HAVASU CITY PD

Test g/2i0L Timo
Air Blank G000 02:27:42
3.700 Cal Check 0.096 02:28:03
Air Dlank 0.000 g2:28:33

7
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EXHIBIT -4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ABRIZONA DEPARTMENT OF MUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST -3 Sacubiget 1§87 AGENCY LHC Pb

paTE_S//is e 0224 -
INTOXILYZER SERIAL# %) -A0335%¢  LOCATION (M #fiire TRIL

{ “¥ 1. Display Reads “PUSH BUTTON TO START™

DIAGNOSTIC TESTS
{ v 1. Clock time check.
{ -1 2. Date check.

OPERATIONAL TESTS
( *7 1. Alcohol-free subject test result 0. ¥ I0 AC.
{ 7 2. Error recognition logic system functioning
Not a Successfully Completed Test Sequence prnted

\--1’3 'roper sample recognition system
Mot a Successfully Completed Test Sequence printed

Deficient sample printed.
{ ¥ 4. Standard Calibration Check standard 0. /373 AC. Result 2 6 AC,

Instrument is operating properly and accurately. YIS~ NO

COMMENTS :
AT 0232 Nes - Ambiers ERIL CEReR

Cornpremet FirE

SIGNAHMQW/{/I[ET .

W
DOPS Form Fxh Ged (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

05/07/2015 02:29:29
Standard Lot#: 01314100A3

Last Changed By: J. SONDRCL #187
QAS: J. SONDEROL #187

LAKE HAVASU CITY PD

QOperator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank 0.000 NZ2:30:21
Diagnostic Test Pass 02:30:56
Air Blank ¢.000 02:31:23
0.100 Cal Check 0.097 02:31:44
Air Blank 0.000 N2:32:14
Subject Test 0.000 gZz32:35
Air Blank ABT* 02:32:45
Air Blank IPS*:* 0Z2:32:53

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence

e e e e e i



INTOXILYZER BOOO
Location: LHC MAIN JAIL
Saerial Number: B0-003356
Core Version: B105.48

05/07/2015 0Z:29:29
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. BONDROL #187

LAKE HAVASU CITY PD

Cperator: J. SONDROL #187
LA¥E HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 02:30:21
Diagnostic Test Pass 02:30:56
Air Blank 0.000 D2:31:223
0.100 Cal Check 0.097 02:31:44
Air Blank 0.000 02:32:14
Sublject Test 0.000 02:32:35
Air Blank ABT* 02:32:45
Air Blank Ips** 02:32:53

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Segquence
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Versicon: B105.48

05/07/2015 02:29:29
Standard Lot#: 01314100a3

Last Changed Hy: J. SONDROL #187
QAS: J. SONDROL #187

LARKE HAVASU CITY FD

Cperator: J. SONDROL #187
LAFKE HAVASU CITY FD

Subject: BQAP,TEST
DoB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

_Test g/Z210L Time

Air Blank 0.000 02:30:21
Diagnostic Test Pass 02:30:56
Air Blank 0.000 02:31:23
0.1700 Cal Check 0.097 D2:31:44
Adr Blank 0.000 D2:32:14
Subject Test 0.000 02:32:35
Air Blank ART* 02:32:45
Air Blank IBS** 02:32:53

*Seguence Aborted
k*Improper Sample

Not a Successfully Completed Test Sequence

e — e B



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-003356
Core Version: 8105.48

05/07/2015 02:33:20
Standard Let#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 1G/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0D.000 02:34:26
Diagnostic Test Pass 02:35=01
Air Blank AMB* 02:35:29
Air Blank 0.000 02:36:00

*ambient Fail

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

DS/ 0T A20YE D233 :20

Standard Lot#: (01314100A3

ILast Changed By: J. SONDEOL #187
QAS: J. SOMNDEOCL #187
LAKE HAVASU CITY FD
Operator: J. SORDRCL #187
LAKE HAVASU CITY PD
Subject: SQAFP,TEST
DOB: 10/05/19749
Sex: M Weight: 723
15 Minute Deprivation Period? Yes
Test g/210L Time
&ir Blank 0.000 02:34:326
Diagnostic Test Pass 02:35:01%
Air Blank AMB* D24:z35:49
2ir Blank g.ooo 02:36:00

*Ambient Fail

Not a Successfully Completed

Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial MNumber: 80-003356
Core Version: B105.48

05/07/2015 02:33:20
Standard Lot#: G1314100R3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY FD

Operator: J. SONDROL #187
LAEKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/2710L Time

Air Blank 0.000 02:34:26
Diagnostic Test FPass 02:35:01
Air Elank AMB* 0Z:35:29
Air Blank 0.000 02:36:00

*Emhient Fail

Not a Successfully Completed Test Sequence




INTOXILYYER BOOOD
Loczation: LHC MAIN JAIL
serial Number: B80-003358
Core Version: 8105.48

L5/07/2015 02:36:30
Standard Lot#: 0731470043

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD

Cperator: J. SONDROL #187
LHCPD

Subject: SQAF,TEST
DCB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Tast g/210L Time

2ir Blank 0.000 02:37:47
Diagnostic Test Pass 02:38:232
Air Blank 0.000 02:38:50
0:100 Cal Check 0.09& 02239210
Air Blank 0.000 02:39:440
Subject Test D.486% Uz2:42:48
Air Blank 0.600 02:43:22
Air Blank 0.000 02:43:49
Subject Test KEH** 02:44:16
Air Blank REI *¥* D2:44:24

*Deficient Sample
**|nvalid Sample

Begin new deprivation periocd
***RE] Detect

Not a Successfully Completed Test Seguence



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-003356
Core Verasicon: B105.48

05/07/2015 02:36:30
Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187
QOAS: J. SONDROL #187
LAKE HAVASU CITY PD

Operator: J. SONDROCL #187
LHCPD

Subject: S5QAP,TEST
DoB: 10/05/1979
SBex: M Weight: 123

15 Minute Deprivation Periocd? Yes

Test g/2101 Time

Air Blank 0.000 02:37:47
Diagnostic Test Tass 02:38:22
Air Blank 0.000 02:38:50
0.100 Cal Check 0.096 02:39:10
Air Elank 0.000 02:35:40
Subject Test 0.486%* D2:42:48
Air Blank 0.000 D2z43:2%
Air Blank 0.0049 N2:43:49
Subject Test XX ** 02:44:16
Air Blank RFI**& D2:44:24

*Deficient Sample
**Tnvalid Sample

Begin new deprivation pericod
***AF] Detect

Not a Successfully Completed Test Segquence



INTOXILYZER BOOO
Location: LHC MAIN JAIL
Serial Number: 80-003356
Core Versicn: 8105.48

05/07/2015 02:36:30
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LHCPD

Subject: SQAP,TEST
DoOB: 10/05/1979
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 2101, Tine .
Air Blank 0.000 02:37:47
Diagnostic Test Pass 02:38:22
Air Blank 0.000 02:38:50
0.100 cal Check 0.096 G2:39:10
Air Blank 0.000 02:39:40
Subject Test 0.486* 02:42:48
Air Blank g.000 02:43:22
Air Blank 0.000 02:43:49
Subject Test XXY** 02:44:16
Air Blank RFT** X% 02:44:24

*Deficient Sample
**Invalid Sample

Begin new deprivation period
rxrRFI Detact

Not a Successfully Completed Test Seguence




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST ¥ SqeJdlpes 197 ____AGENCY L NC phy
sl2/ig TME (Y246 -

LOCATION LAC 14~/ TR

DATE

INTOXILYZER SERIAL#® ©/) -ONE097

{ "f 1. Vnsure that gas tank is attsched (o instrument and containg a standard aleohol concenteation solution _ (240 AC,
OR

Pour a standard aleohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Fnsure that a tight seal bas been made. Tum on the simulator and allow temperature (o reach 34°C +

0.2°C
{ "j 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
) 3. Goto the *Control Testing Menu”. Sclect “1)” for dry control test or “W™ for wet control test. After selection is
s made press ENTER,
i .,} 4. Adr blank completed.
Culibration check cnmplﬂtnd Test results 0, __2

CF %
( 6. Air blank completed.
{ 7. Remove printed r Atm:hrhcmordmuucmnplctadchmkim

SIGNATURE C ,Z’?‘M)'

DPS Form Exh G-Z{F.cvﬂfr—ﬂl]




INTOXILYZER 8040
Location: LHC MAIN JAIL
Serial Humber: B0-D0335&
Core Version: Bi05.458
05/07 /2015 02:45:44

Standard Lot#: D1314100A3
Last Changed By: J. SONDROL #7187

QhS: J. SONDROL #187
LAKE HAVASU CITY PO
Operator: J. SONDREOL #187
LAME HAVAST CITY PD

Test g/2T0L Time

Air Blank 0. 0030 02247178
0,100 cal Check 0.08% D2:47:34
Air Blank 0.000 D2:48:04

Preventative Maintenance
rarformed -- Timer Reset




