FOLICE DEPARTMENT

LAKE HAVASU CITY

23680 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA 86403-5847

To Whom It May Concern:

| hereby attest that Earl Wilson is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Prncedure;z%fuil true

and correct copy of the original. / @/

S:gnature

STATE OF ARIZONA }
) s5
COUNTY OF MOHAVE )

Subscribed and sworn to before me this |5 day of . JUNE :

2012 b?: t AL DOATE

NOTARY PUBLIC

I Ve S
DATE

Commission expires:

CARLA DUARTE
Notary Public - Arzona

Maohave County
My Comm. Expires Mar 29, 2013

Area Code 928

Administration .....c...ocoieeen-. B05-4864 Fax #'s Emergency 9-1-1
Business OHice ... 551171 Admimistration ... .0 680-5430 Mon-Emergency Dispatehy ... £55-4111
Invastigabions ..o BEG-57T5 Business Office ..................... BB0-5431 TOD  B55-4114
Patrol Tocenisanimins o B560515 Investigations/Patrol ... BED-5432 Havasu Silent Witness ....... B24-TIPS

E-mail: police@lhcaz.gav




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXINYZER MODEL 8000

STANDARD CALIBRATION CHECh PRONCEDURE

QA SPECIALIST Eafle bove sast AGENCY Lolle glovmio co7” flolice Pob
DATE ¢r/33/'.- B ) TIME __of.'76.¢8 -
INTOXILYZER SERIAL # ﬁo colol "f_ LOCATION Tasc CiH _a_/_'a_)

{ f-’{ |. Ensure that gas tank 15 attached to instrument and contains a standard alcohol concentration solution /08 AT
OR

Pour a standard aleohol concertration salution __AC, into a clean dry simulator and assemble the

simulator. Fnsure that o tight seal has been mide, Tum on the simulator and allow temperatire to reach 34°C 4

0.2°C
{ l/f/ 2. Intoxilyzer 8000 display rewds “PUSH BUTTON TO START™
{ tr‘r 3. Go to the "Control Testing Menu". Select “1)" for dry couteol test or “W™ for wet control test, After sclcction s

/ made press ENTER, I

(*) 4. Airblank completed. |
(~J 5. Calibration check completed. Testresuliso. /00
(.7 6. Airblank completed
{ = 7. Remove printed record, Attach rd to the completed checklist.

|
SIGNATURE é ;;éz, ( : :

DPS Form Exh G-2 (Rev 05-01)
i

ar 0B:30:57 INSTAOmT DLV D unim B Sboin



THTOYILYZER 8000
Tmoation: LECED MATN JALL
Serial MHumiser - B0-00182%

Care Version: B10%.48
52300002

Slandard Lodtdéd: 1371110081

Lugslt Changed By: J. KOBLE #51%0
QAS: E. WILSON #2316

LAXKE HAVAST CITY L

Operater: E. WILSON #2760

LAKE HAVASY OTTY

cEst g/210L
Alr Blank 0. 0o
3,100 Cal Theck 0,100
Air Blank o n ]

Fraventativa Maintenangoe

Ferformed -- Timer Keset

Tzmea

Ugs a6 28
8+ G e a4
D#E2ay 218




THTOXTLYRER ANGND
Locatians THOPER MATN JATL
F=4ai029
81G5.48

Serial Munber: 8¢

Slandar:d Leb#: 13711500A7

Lasl Changed Sy J. NOBLE #5140

Operalor: E. WILSON #226
LAKE HAVAST TITY FD

Ta=l /2105

Time

Air Blank 0,000
Falarance IHS*
Air Slank 0. 00o

*nslable Sigral

08,34,
08;34;
Dg:i5:

MoWnoLn

b LY = S 0




EXHIBIT G
THIS REPORT FREPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

OA SPECIALIST €aqne fuic Sent  AGENCY £ akE Mavase Cor Police PofT,
DATE ‘::s_fz 3 /l ! 2 TIME o 17 ' €R a
INTOXILYZER SERIAL # B0 - ©a(02 T LOCATION Jaie  (cuero)

( "ﬁ Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ \4)‘ Clock time check.
(| 2. Dare check
t'lfﬁkﬁﬂﬂﬂﬁl TESTS
{ ). 1. Alcohol-free subject test result O U{)D AL,
( V(z. Ermror recognition logic system functioning
Mot a Suceessfully Completed |est Sequence printed
{ I/(j. Proper sample recognition system,
Mot a Successfully Completed Test Sequence printed

/ Ereficient sample printed.
{ Y} 4. Standard Calibration Check stundud 0. [ 90 AC Result 0 699 Al

Instrument is operating properly and accurately.  YES L// MO
COMMENTS

W : o

DPS Form Exh G-4 (Rev 05-01)




IRTOXILYZER 8000
LHCED MAT
Mumber:
Core Version: 8
05/A23/2012

Location:
cerial a28=0

4 noC
I o

Standard Lot#:

N JATI
Unozs
48

| B

Last Changed By: J.
QASi E. WILSON

LAKE HAVASU CITY BL

B

L. WILACH
CITY BD

Cperator:
LAKE HAVASY

Enhiject: SOAP, TEST
DOB: 10/10/2010

hEx

15 Minute Deprivati

Weight: 123

.

on Pericd? Yes

Test gf210L Time

Air Blank 0.000 082717258
Magnostic Test Pass 0B:18:32
Alr Blank 0.000 (8 859

0.700 Cal Cherk
Air Blank
Subject Test
Air Blank

Air Blank

*Seguence Aborted
**Tmproper Sample

87920
3 N8:19:-44
08:20:09
OB=20:=T15
GB:20:25

Not a Successfully Completed Test Segquence




INTOXILYZER
Locations:
Serial
Core
05/23/2012

LECRD
Nunber :

Version:

BOOO

MAIN JATT
80-001028
B105.48

g1

Standard
Lasl

Lot

Charnged By: J.

#: 137111.0047
NOELE

CyREE: B
LAEKE HAVASU

Wl LE0N

CITY PO

A

Dperator: E.

LAEKE HAVASU

WILSCH
CITY PD

Subiect:
OB
Sex: M

SQAP, TEST
10/410/2870
Weighl

5 Minute Deprivation Period? Yes

Test a/210L Time

Air Blank 0.000 08:17:58
Diagnostic Test Pasy 110 el S T
Adr Blank G.000 08 1H= 59
D.700 £al Check .09% GB+19:20
Alr Blank 0. 000 O0H:-19:49
Subject Test 0,000 08:20:0%
Alr Blank ART* GE:20:16
Air Blank IpS+*~ D8:20:25

*Seguence Aborbed
**Improper Hample

Not a Successfully Completed Test Sequence

-




INTOXILYZER 8000
Location: LHOPD MAIN JAIL
Serial Number: 80 007023
Core Version: 8105,48

0s/23/2012 OH+1&=17Y
Standard Lot#: 1371110047

Last Changed Hy: J. NOBLE #5180
DAS: E. WILSCHN #2286

LAKE HAVASI CI'TY FD

Operalor: E. WILSON #2268
LARE HAVALL CLTY PD

Subjecl: SQAP,TEST
OrE: 10/10/20100
Sex: M Weight: 123

15 Minute Deprivation Periocd? Yes

Test q/210L Time

Air Blank 0.000 08:17:58
Diagneostic Test Pass 0B:18:32
Air Blank Gg.00o0 0B:18B:58
0.100 Cal Check 0.099 0B:19=20
Air Blank G.000 N8:19:4%9
Subject Test 0.000 Na:20:08
Alir Blank ABT* 0B:20:16
Air Blank i o D8:20:25

*Sequence Aborted
**Tmproper Sample

Not a Successfully Completed Test Sequence



ITNTOXTLYZER 000
Location: LHCPD MAIN JATI,
Serial Number: 80-007029
Tore Version: 8105458
05/23/2012

#a Ay d

,__
O
ok

Bt
e
.

e
Lt

Standard Lot#: 137131100217

Last Changed By: J. HNGELE #5190
PDAZ: E. WILSON #2246
LAKE HAVASLT CITY PD
Operator: E. WILSON #2606
LARE HAVASU CITY PD
Subdject: SQAP,TEST
LOE: 101042070
Sex: M Welght: 123
I% Minute Deprivation Period? Yes
Test g/ 218 T imne
Alr Blank G.0Oo0 DB=22:50
Liagnostic Test Fass 08z 2324
Alr Blank 0000 D8:23:51
0.100 Cal Chacok 0,085 OB:24:132
Air Blank 0.000 08:24:42
Subject Test 0.147% 08:27:49
Air Blank 0.00a0 08:28:27
Air Elank 0,000 0B:28:48
Subject Test AH* G8:29:170
Air Blank REI¥*** 8:29:18

*Deficient Sample
**¥Tnvalid Sample

Begin new deprivation perioed
krARE] Detect

Not a Successfully Completed Test Sequence

A Y2k




INTOCXILYZER

Liocation:

2000

LHOEPD MAITERE JALL

Serial Number: B0-0010289

Core Versicns: 8105.48

05/23/20%12 B8 2 243
Standard Lot# T 39751 00A

Last Changed By: J. HOEBLE #3150
QAS: E. WILSOH H226
LAKE HAVASY .CITY PO

Operator: E. WILSON #2126
LAKE: HAVASY CITY D

Subject: SQAP,TEST

COB: 101072010

Sex: M Weight: 123

15 Minute Deprivation Tericd? Yes

Test g/ 210Ln Time

Bir RBlank o.oon 0B:22:50
Diggrioslic Tesl Pass OB 23034
Air Blank 0.coo e e |
0.100 Cal CTheck 0.053 0B 24 =72
Air Blank 0.000 GR:2d4:47
Subiject Tesl 0.147+ 08:27:49
Ait Hlank 0.G00 DR 28:21
Air Blank .000 DB:28:48
subiject Test AN =+ DB zd3: 710
Alr Blank REI#®% 08:28:18

*Deficient Sample
**1nvalid Sample

Begin new deprivation period
***HF1 Detect

Not a Successfully Completed Test Segquence



INTOXILYZER BOOOD
Location: LHCPD MAIN JAIL
Serial Number: B0-00102z29
Core Version: 8105.48

05/23/2012 NB:21:44
Standard lLot#: 13717700a1
Last Changed By: J. NOBLE #L190
QAS: ., WILSONW #2286
LAKE HAVASU CITY TD
Uperator: E. WILSON 275
LAKE HAVASU CITY PIR
Subject: SCAP,TEST
POB: 10/10/2010
Sex: M Weight: 123
15 Minute Deprivation Pericd? Yes
Test g/210L Time
Air Blank 0.006 08:22:50
Diagnostic Tesl Fass NB=23+24
Air Blank n.oco 08:23:51
0.100 Cal check 0.099 NE:24:12
Alr Blank 0.oono OB:24:42
Subject Tesl g.1474 NR:27:49
Air Hlank 6. 000 08:28:21
Air Blank 0,000 N8:28:48
Subject Test WA ** 08:29:10
Air Blank RFEI**# NB:29:18

*Deficienl Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

ENSes




EXHIBIT ;-2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 50t

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST £adi heSond _ AGENCY LalE Haurse corr folce DT
DATE _ Q2.5 /23/; 2 TIME o8 '/l 0L

INTOXILYZER SERIAL # 50 -QO/OZ2F LOCATION _ Jave. (. Z e o/

i b';/ I. Ensure that gas tank is attached (o instrument and contains a standard aleohol concentration solotion . /28 AC,
OR

Pour 2 standard alcohol concentration selution ___AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C £

0.2

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

Go to the *Control Testing Menu™. Select “D™ for dry control test or “W™ for wet control 1est. After sclection 1s

made press ENTER.

Air blank completed.

Calibration check completed. 1est results (). 0 99 AC.

Adr blank completed,

Hemove printed record. Attach tW‘umpldﬂ checklist.
rell Eoll,

HIGNATURE — =

-SEA A

P8 Form Exh (-2 (Rey 05-01)




INTOXILYZER ‘2000

Loeal tons LHOPD MATR JATL

Serial Hapbeo: BO-001029

Tore Version: ®B105.48

Standard Lob# o 1371110081

Last Changed Bwv: J. ROBLE #5130

QRS: E. WILSON #2265

LAKE HAVASY CITY FD

o

Cparator: E. WILSON #2368
LAKE HAVAST CITY PD

Air Blank
.00 ezl cheok

Alr Blank

[ ]
L)
(=)
[ <)

Preventative Maintenanos

Parformesd -- Timer Resel

paz1t.a2
C8z11:23

DR 5

EA L



