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POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5247

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the aftached documentation of Standard Quality, Assurance Procedures and/or
Standard Calibration Check Procedure are full, lru7-d corrﬁjupy of the original.

¥ Signature
Iy

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this __ g day of Wk’j
2015 Josh Sondvo)
<

NOTARY PUBLIC

SIS

DATE

CARALA MTE
Notary Puklic -
iy et Mahave Gnum
Commission expires: Hy Comm_ Fupires Mar 29, 2017

Area Code 928

Administration 855-4884 Fax #'s EMOBIGONCY «ovionecmrmniiomsssssissmsrennres 9511
Business Office —— .S Administration woee. BRD-5430 Non-Emergency Dispatch/ __, B855-4111
Investigations B55-5775 Business Office ...........cccceoeeee 680-5431 TDD  B55-4114
Patrol ..o, .. B55-0515 Investigations/Patrol GR0-5402 Havasu Sient Witness ... B54-TIPS

E-mail: police®@thcar.gov
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EXHIBIT -2
THIS REPORT PEEPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEMIRE

QA SPECIALIST __ U SoaiDizcl (57 _acency (HC P o
BATE S - 2615 TIME {_:}HQ

INTOXILYZER SERIAL#_ B0 - 0033555 Location (LB CHlergr Bansig

{-.,-1/ 1. Ensure that gas tank is sttached to instrument and contains a standard aleohol concentration solution . /OO AC
OF,
Pour a standard alcohol concentration solution AC, wilo a clean dry simulator and assemble the
simulator. Ensure that a tight s=al has been made. Tum on the simulator and allow temperature to reach 34°C +
02°C
(~) 2. Intoxilyzer 8000 display reads “PUSH BUTTON 10 START™
L

“7 3. Go to the "Control Testing Mene™, Select “D" for dry control test or “W" for wet control test. After selection is
made press ENTEE.

( “7_ 4. Air blank completed. Q ,13
( Y9 5. Calibration check completed. Test results 0. AC. wnt R
( “J 6. Airblank completed. 16:43 05/26/2015
{ ~7 7. Remove pri record. Attach the record 1o the completed checklis. = ]
SIGNATURE _
DPS Form Exh INTONILTZER EOUA

Location: L8 CHANNEL BOOKING
Serlal Murper: 80-0033%5
Tore Uersion: 610548
15/26/2E15 B3
Stangarg Lot#: 0131410053

Last (henged By ) SONRLL E(67

s 1 SNEOL 8187
LaE Halesy CITY RS

Operator: J. SONDROL 187
LRHE WRuASS CITY PD

Test g2l Tima

Rir Blak 0060 3B
o060 Caf Check 0.0 1135
pir Elak i L TRE A

Preventative Maintenance _
Performed -- Timer Resat '
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EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 (A)
ARIZONA DEFPARTMENT OF FUBLIC SAFVETY
STANDARID QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 35000

STANDARD QUALITY ASSURANCE PROCEDURE
QaspeciaLsT 3 SOrobitee [§7  aceney LHC P
DATE _S- 26-15 5 TIME OH(D . )
INTOXILYZER SERIAL# _ 30 - ()) 3355 Location LT3 CNArrtl Pogeinss
( 7 1. Display Reads “PUSH BUTTON TO START" T

y Lication: LB ‘--’ﬁ’E. BOOKING

DIAC TiC TESTE Spr1al Mumther- RI-D0TTEE
( 1. Clock time check. Core Uersion: 8105.49
( “¥2 Date check. T T TR

OPERATIONAL TESTS ! Standard Lots: 213141180

{ “¥ 1. Alcohol-free subjecttestresult 0. ( W10 AC. Last Danged 5 1, SR 187

{ ¥ 2. Enor recognition logic system functioning. i e 2
Not a Successfully Completed Test Sequence printed - 3% 1. SRR 117

( ¥ 3. Proper sample recognition system LBNE MBS CITY 7O
Mot a Successfully Compludeeﬁ Sequence printed

DCﬁﬂl:lﬂmlEFﬂuM b o o , G L E,ﬁmhﬁr
( 4 Standard Calibration Check standard 0. ,{{212 ac. resutto,_ /O i H;ML S0

Instrument is operating properly and accurately.  YES el WO Supject: 508F,TEST

D08: 1ieSs1ETs
Saa:- " mn;r*

COMMENTS

/

SIGNATURE G')Zfrf\,- [§7 1100 Cai Ceck 0IM0

Al Bla s
DPS Form Exh G-4 {(Rev 05-01) i Bl ridd
< | . | BETHARADRE D +320L8nc2 Atarted
:‘;Q:‘ 1 i " ﬁﬁ'ﬁfﬁﬂhﬁﬂ"& “:qu-uamr camle
M P ' : = T s e S EDE N S amw "
: = | H =
;-;F‘: 281 = £3 11" = | = m:::gé:.:n_:g g % fot 2 SUECESSFUHQ
] = =Eog o Gr=EsSaMass T =
%l:iif*'. Solgeige|y, g '8 IR EESEacusRE . § Completed
SE85 {=xioc |8 |Mpl . - RO .
xMBE | 5 ..% s=i-al &= | & i i Al Test SEQUEHCE
Be2pRleni"SlEgia=s_1 3 SESE_EELE EZgX
“FEEe 18 b o B ol I el B L i=mBsgmEnmie O F Ty
EBsSnizn|gEIBE| 9 [Bisssasdesdy 8¢ =
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EXHIBIT G-2 -
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. 13-10-104 (A)
ARIZONA DEPARTMENT OF PUBLIC SAFETY
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000
STANDARD CALIBRATION CHECK PROCEDURE "-
QA SPECI ALIST SoedDRet (57 AGency ( HC Py
>
DATE_S-2£- (S __mME DS
INTOXILYZER SERIAL# _ &) - 003 95( rocamion (R ClAra el IZ0dei;
{ L-f" 1. Ensure that gas tank is atlached (o instument and contains a standard alechel concentration solution . .l"fjfj AT
(0114
Pour a standard alcohol concentration salution AC, inte a clean dry simulator and assemble the
simulator. Ensure that a tight seal bus been made. Tum oo the simulator and allow temperature to reach 34°C +
0.2°C
( ¥ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
( =7 3. Go to the “Control Testg Menu". Select “D" for dry control test or “W™ for wet control test. After selection is
made press ENTER.
{ =¥ 4. Air hiank completed. -
{ u-}" 5. Calibration check completed. Test resultz 0. ( 2 I ! AC.
{ «¥° 6. Airblank completed.
( *¥~ 7. Removep the record to the completed checlkdist.
| \ f £ F—
SIGNATURE F . I s
DPS Form Exh G-2 (Rev 05-01) ) NTOKIL2ER 8501
[acation: L3 CHRSMEL RODKING
Serial Morber: 80-033335
Core Ugrsfon: B105.48
(526.201 5 iLine
Standard Lot 2131413043
L35t Dranges By 1 SOSDROL 8167
OF: 1 SR SiE7
LAE HRSS CITY RO
Cperator: 1. S:?L‘?& g7
JAE WA CITY FD
Test ';-"E.u Ting
pir Blam LA Bl:34:12
1190 Cai (heck D059 02:3‘7:33‘ 1
Alr Biark 0.040 %0

Preventative Maintenance
Performed — Timer Resel




