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POLICE DEPARTMENT
LAKE HAVASU CI
2360 McCULLOCH BOULEVARD NORTH

N : ; ; z 5947
PORATED LAKE HAVASU CITY, ARIZONA 86403-594

To Whom It May Concern:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

i

,ﬂ-::’fg:{:;ild_‘;_:/{/_ P

Signature

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

——

Subscribed and sworn to before me this day of J UNE

2013 b
Cheousles Trescher ’

S/ odlnaess

NOTARY PUBLIC

(o / ."3_/2{::{ 5
DATE ! ’

Commission expires:

Arca Code 9258

AArmirIstration o, BRB-IARS Fax #'s EMErgency (. i i 311
Business Office ... AL5- 1171 Administration ...............ica0e.. B80-5430 Mon-Emergency Dispatch/ ...... 885-1111
Investigations ..., 855-5775 Business Dffice .................... BBO-5431 T BER-4114

b i s s e g

An5-0515 Investigations/Patrol ............. BB0-5432 Havasu Silent Witnass ... 854-TIPS

E-mall: poficet@ihcaz.gov




EXHIBIT -2
THIS REFORT PREFMFARED PURSUANT TO DUTY IMPOSED BY AAC R13 10 104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 3040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST _CHAR(gs TResernca  AGENCY LAUE HAava sy CITY{  Po=xce
DATE O&-0S5-/5 TIME__ /535

INTOXILYZER SERIAL# B0 = CO335€ LOCATION [ HCPL Maa ) TRIL

[ 1. Ensure that gas tank is attached to instrument and E‘.}C;.Llains a standard alcohol concentration solution -/ 00 AC,

Pour a standard alcoliol concentration solution __AC, into a clean dry simulator and sssemble the
simulator. Ensure that a tight seal has been made. Tun on the simulator and allow temperature to reach 34°C ¢
) 0.2°C
{ 2. Imtoxilyzer 8000 display reads “PUSH BUTTON TO START™
| Go to the “Control Testing Menu™. Select “D" for dry control test or “W™ for wel control test. After selection is

('/ made press ENTER.

{ . Air blank completed.

{f‘vﬁ' Calibeation check completed. Test resulis 0. 07 7 AC.

( 6. Air blank completed.

{/7. Remove printed record. Attach the record to the completed checklist.

SIGNATURE — -~

DPS Form Exh G-Z (Rev 05-01)




INTOXTLYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-00335%&
Corea Version: Bi05.48

0e/05/2015 18:24:1

Standard Lot#: 01314100A3
Last Changed By: J. SONDROL #187

QAS: C. THESCHER #219
LAXE HAVASU CITY FD

Operator: . TRE3CHER #219
LAKE HAVASD CTTY PD

Tesh g/2710L Time

Air Blank 0. 00g 1812850
0.10¢ cal Check 0.a97 18:25:24
Air Blank G009 1825253

Fraventative Maintenance
Ferformed -- Timer Resah

Ll |



EXHIBIT G-+
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLLC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXLYZER MODEL 5000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST _(CHARE S TReESNEAR AGENCY [AVe Havasu CxTy Po=ale
DATE o€-05-15 . TIME__ [ 834
IN:“?LYZER SERIALE _EO - 002356  LOCATION ZAHCPD  MAZN TO5C

{ () 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
( IXA. Clock time check
{ 2. Date check.

OPEKATIONAL TESTS
( /Y 1. Alcohol-fiee subject test result 0,_ G990 AC

{/1 lmmgnmnn]umcsrmﬁnmmmg
Not 2 Successfully Completed Test Sequence printed
(/)

3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed
Deficient sample printed.
{\/A Standard Calibration Check standard 0./ 0O AC. Result 0. 076 AC.

Instrument 15 operating properly and accurately.  YES 1/ NO

COMMENTS

.‘ﬂ---_d_—.-’
SIGNATURE M L =

DPS Form BExh G-4 {Rev 05-01)




INTOXILYZER 8000
Location: LHC MATIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

DE/O05/2015 18:26:45
Standard Lot#: 01314100A3

Last Changed By: J. S0ONDROL #187

QAS: C. TRESCHER #2119
LAKE HAVASU CITY PD

Operator: C. TREESCHER #2189
LAKE HAVASU CITY PED

Subject: S0AP,TEST

DOB: 10/19/1978

Sex: M Weight: 200

15 Minule Deprivaticn Pericd? Yes

Test = ~ g/210L Time

Air Blank 0.000 1T8:28:18
Diagnostic Test Pass 18:28:53
air Blank 0.000 1829027
0.100 Cal Check 0.088 18:29:42
Adr Blank 0.000 18:30:71
Subjecl Test 0.000 18:30:28
Adir Hlank ART* 18:30:35
4ir Blank Ipgs** 18:30:42

*Seguence Aborted
**Improper Sample

Mot a Successfully Completed Test Seguence

Al



[NTOXTLYZER 8000
Location: LHC MAIN JAIL
Serial Number: 850-003356
Core Version: B105.48

06/05/2015 18:26:45
Standard Lot#: 0131410043

Last Changed By: J. SOWNDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operater: C. TRESCHER #219
LAKE HAVASU CITY PD

Subiject: SQAFP,TEST
DoB: 10/19/1578
Sex: M Weight: 200

3 &

15 Minute Deprivation Period? Yes

Taest g/Z2710L Time

Alr Blank 0.000 TEz2B:-18
Diagnostic Test Fass 18:48:53
Air Blank 0.000 18:29:21
0.100 Cal Check 0.096 18:29:2472
2ir Blank 0.000 183017
Subject Test 0.000 18:30:28
air Blank ABT* 18:30:35
Air Blank Ipg¥* 18:30:42

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
[ocation: LHC MATN JAIL
Serial Number: 80-003356
Core Version: 8105.48

06/05/2015 18:26:45
Standard Lot#: 0131410043

Last Changed By: J. SONDECL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Cperator: C. TRESCHER #2149
LAKE HAVASU CITY FD

Subject: SQAF,TEST
DOB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Pericd? Yes

Test g/f2710L Time
Air Blank 0.000 18:2B8:18
Diagnostic Test Pass 18:28:53
Alr Blank 0.C000 TB:29:21
0.100 cal Check 0.096 18:29:42
Air Blank 0.000 T8:30:21
Subject Test 0.000 18:30:28
ir Blank ABT* 18:30:35
Air Blank TESk¥ 18:30:42

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Segquence
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-0033%6
Core Version: 8105.48

06/05/2015 18232138
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
Q2S: C. TRESCHER #2159

LAKE HAVAST CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY FD

Subject: SQAP,TEST
DCEB: 10/10/1978
Sex: M Weight: 200

15 Minute Deprivation Pericd? Yes

Tast g/210L Time

Air Blank 0.00c0 18333538
Diagnostic Test Tass 18:34:13
Air Blank 0.00C0 18:34:41
0.100 Cal Check 0.096 18:35:02
Air Blank 0.000 T 35237
Subject Test 0.058%* 18:38:39
Air Blank 0.000 18:39:21740
Air Blank 0.000 18:39:38
Subject Test 8. 0.k 18:40:00
Air Blank REL**% 18:40:12

*Deficient Sample
**Invalid Sample

Begin new deprivation pericd
***RFT Detect

Not a Successfully Completed Test Sequence



INTOXILYZER B0OO0O
Location: LHC MAIN JAIL
Serial Number: B0-00335%
Core Version: 8105.48

06/05/2015 18:32:38
Standard Lot#: 01314700A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2189
LAKE HAVASU CITY FD

Operator: C. TRESCHER #219

LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/10/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.0G0 18:33:38
Diagnostic Test Pass 18:34:13
Air Blank 0.000 18:34:41
0.100 Cal Check 0.096 18:35:02
Air Hlank 0.000 18:35:31
Subject Test 0.058* 18:38:39
Air Hlank 0.04G0 18:39:10
Alr Blank 0.000 18:39:38
Subject Test A ** 18:40:00
Air Blank REI*%* 18:40:12

*Deficient Sample
d*Invalid Sample

Begin new deprivation period
k**RFI Detect

Not a Successfully Completed Test Sequence

aq
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INTOXILYZER 8000
Location: LHC MATIN JAIL
Serial Number: 80-003356
Core Version: 8105.48

06/05/2015 18:32:38
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER : #2119

LARE HAVASU CITY PD

Operator: C. TRESCEER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
pos: 10/10/1878
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L ~ Time

Air Blank 0.000 18:33:38
Diagnostic Test Pass 18:34:13
Air Blank 0.000 18:34:41
0.100 Cal Check 0.096 18:35:02
Air Blank D.000 18:35:31
Subject Test 0.0E8* 18:38:39
2Air Blank 0.000 18:39:10
Air Blank 0.000 18:39:38
Subject Test XA ** 18:40:00
Air Blank RFI#**% 18:40:12

*Deficient Sample
**Invalid Sample

Baegin new deprivation periocd
***RFI Detect

Not a Successfully Completed Test Sequence




EXHIBIT -2
THIS REPORT PREPARED FURSUANT TO DUTY IMPOSEL BY A A C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PURLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST _(lARces TRescnel  AGENCY LAKE HavAsy cxry  Poges
DATE oG -05- 15 ive [T A

__LOCATION __ LHcpd AMuagrd Tz

INTOXILYZER SERIAL# 70 - @0 3356

( \/{ 1. Eusure that gas t=nk is attached to instrument and contains a standard alcohol concentration solution ﬂ__.{ﬁ_
OR
Pour a standard aleohol coneentration solution AC, it a elean diy stmulator and assemble the
stmelator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature (o reach 34°C 4

02*C
{;/ . Intoxilyzer 8000 display reads “"PUSH BUTTON TO START”
)} Go to the “Control Testing Menu™. Select *D" for diy control test or “W™ for wet control test. After selection is
made press ENTER.
/Y 4. Air blank completed. _
5. Calibration check completed. Test results 0. 0 “1.5 "

(

(

{ £ Air blank completed.

{ 7. Femove printed record. Attach the record to the completed checklist

SIGNATURE M ~

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER B000

Locaticon: LHC MATH JATL

Serial Humber: 30-003356

Core Version: B705.48

06052015 1TB:41:57
Standard Lot#: 01314190A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2119

LAKE HAVARD CITY FPD

Operataor: C. TRESCHER #2159

LAKE HAVASU CITY PD

Test g/ 210L Time

Air Elank G000 18:42:29
0.100 Cal check 0.095 T8:42:50
Air Blank G.000 18:43:19

Preventative Maintenanos
Performed -- Timer Reset




