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To wWhom It May Concern:

| hereby attest that Josh Sondrol is 3 Certified intoxityzer Quality Assurance Specialist for the Lake
Havasu City Paolice Department.

I certify that the atlached documentation of Standard Qualfy Assurance Procedures andfor
Standard Calibration Check Procedure are full, true and norrect copy of the originail.

@, ”?‘/lﬂ/jh?"

/ Signature

STATE OF ARIZONA )
) a8
COUNTY OF MOHAVE )

Subscribed and sworn to bafore me this il day of N E
2015, by N Tyl |

e 7}?&/ =

NOTARY PUBLIC

(ola f1s

DATE

CommiSSion expires:

Nolasy Pubtic - Arironi
Mahuve County

f Comm. Expiens Mar 29, 2017
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EXHIRIT -2
THIS REPGRET FREPARED PURSUANT TO BUTY IMPOSED BY A A KI13-10-104 {A)

ARIZONA DEPARTMENT QF PUBLIC SAFETY

STAKUDARD QUALITY ASSURANCE PREOCEDGURES
INFQXILYZER MODEL 800k

STANDARD CALIERATION CHECE PRGCEDURE

QaSPECIALISY _§ Sppbiel [€7 aaeney (A ED —
- . L
DATE _ [ 115 TIME _ ¢ =YK
MTOXILYZERSERIAL# Z0 - (03856 iocamon LAC. prfues JALL o

{ ""S/ . Engure that gac tank is antached o imstrumsent and coslains a stzndand aloghel concentration sobution | 0707 AC,
OR

Pour z standard aleobol concentmation soletion __AC into a clean dry simulator and assembie the
simdatar. Ersire that 2 Heht seal has Les wiade. Turn o e simulaior snd aliow lemperature bo reach 34°C +

. 0D.27(:
( ¥9 2. Intoxilyze 8000 display reads “PUSH BUTTON TO START”
{ ¥ 3 Gotaothe “Contrnl Testing Menu". Sclect “TF for dry controt test or *W™ for wet contral test. A fter seboction ix
muixde press ENTEFR.
{ «] 4. Al blank compieted. ,
{ 4 5. Calibeation check completed. Testresuls 0, (1] ac,
{ ~¥, 6 Afr blauk completed. _
{ ~¥ 7. Removep ttach the record to Lhe completed checklist
SIGNATURE CJ- ﬂ?&”lz"j

'S Form Exth(RwﬂiﬂI}




IO Lo e 8000

LEZ MAIX JATL
Munper: 30-033358
Core Veosoon: BT0n_ 48
Na/na/281%

it tadcl

Smrist

Shandars Lotz 013141004873

til

Lazst Changes
GASC . GODMDROL #3E7T

LARE HAVAST JTTY 0

Uporator: 4. SONDROD &5
LAKE Hawvasy Col'y 2D

Air Slank
D100 Cal Cheeck
Air Rlank

[0 T A}
va
L
1

Sreventative Maistenancds
Tertormed -- Timer Reset

y: J. EDONDRIL F197
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EXHIBIT G4
THIS BEFOUT PREPARED MURSUANT TO DUTY IMPOSED BY A A C RI3-10-104 (&)

ARTZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXTLYZER MODEL 0K

STANDAKD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 1 S0a dhRel [E7 acency LA FD i
patE {4 -1 . TIME VL
INTOXILYZER SERIAL # Q- D05 556 LocaTion LRE e TRIL

{ =} 1. Thsplay Reads “PUISH BUTTON TO START™

DIAGNOSTIC TESTS
[ 1. Clock ime check.
¢ ¥ 2. Dae check.

OPERATIOMAL TESTE
{ w¥71. Alcohol-troe subject test resit 0, CXND ac

{ ~¥2. Eror recognition Jogic system fimctioning
Nt a Sucessfully Congpleted Test Seupeence printed

(w43 Froper sample recognition gystem.
Hat a Suctessfully Complaied Test Sequence printed

Deficicnt sample printed -
( ¥ 4. Standard Calibration Check standard 0./ 7K Ac. resto {17 ac

Instument is operating properly and accurmrely.  YES 7 NO

COMMENTS - -
. _RAK G, EM G2 et e TOE T TAL CRECY TECERKeICE

Colof  CHECKED 1t v ALetn nRil (L rm TS © foaesats [imei)

an Coar ACTER oML U
A

' ] .
SIGNATURE (}Xfﬁf/{”,j/ [ . - .

DS Fonn Exh G-4 (Rev 05-01)




IS LY SRR BGON

Locaticon: LHC MAIN JAIL

Serial Mumber: B0-CC3356

Core Version: 8105 40

O8/08/2055% 0Z2:212:53

Standard Lot#: G13141C0CGA3
Last Changed By: J. SONDROL #1837

DR J L DUNIEROL #1857
LAKE HAVASLY CITY PD

| Operator: J. SONDRECOL #1387
: LAKE HAVAIU JITY EBDR

DOE: 10/05/7137%
Sox: M Weight: 123

15 Minute daprivation Paricd? Yes

Tesk g/ Z210L Time

Air Blank O.00C0 02:13:42
Diagnaostic Test Pass D147
air Blank 2.000 G2:141:415%
0.1040 Cal Check O_aay CZ2:1%:05%
Air Blank 2,000 GZ:15:35
Subject Test o.oo0o RN R
Air Blank ABT* DZ:16:08
Air Blank LpnE* IR W

*Lequenoc Ahorted
*EImproper Sanpla

Not a Successfully Completed Test Sequence




INTOXILYZER BG00
Location: THD MATH JALL
Serial MNunmber: B0-003326
Core Voersion: 8105048

06/09/520%8 02:%2:53
Zlandard Lot#: 0121470043

Last Chanaged THy: J. SUNDROL #1877
PAS. J. 30ONDRECL #¥ 87

LAKE HAVASU CITY FPD

Cperator: J. SONDROL #1887
LAFE HAVAST ZITY FD

Sukbject: BOAP,TEST
DOB: 1G/05/1579
Doewr M Weight: 143

th Minube Dgprivation Period? Yes

Tast gfZ10T I"ime

Ailr Blank 0,000 02:13:42
Dizgnogtic Tost T’ass N2:14:17
air Blark (BEREIRIY 02:74:45
C.1C0C Cal Chegk G.0g9Y 02:15:0k
&ir Blank (N HHE D2:%75:35
Subjecl Te=t G.C0o0 02+316:02
Bir HBlank Apyr+ d2:16:-08
Air Biank Iipg*~ 2:176:16

*Seguence Aborlad
**improper Samnple

Net a Successfully Completed Test Sequence




INTOXILYZER 2000
horation: [HO MAITN JJATT
Serial Mumber: 823-2C2356
Core Versicn: 83105.£8

Ue/03/520%5 G2:12:53
Standard Lotd: 0T3141G0A3

l.aat Changed oy: J. S0ONDROL ¥1RT
oAS: J. SONDRCL 187

LAKE EMRVMAST ZITY 2D

Operator: 4. SCNDROL #1187
LAKE HAVAST CITY I'D

Subject: SQAPR, TEET
DOE: 1C/CE/1379
Sex: M Weight o 1273

15 Minute Leprivation Feriod? Yes

Test g/Z1CL Time
Air Blank 0.aC0 0Z2:13:42
Diagnostic Tost Dans 0Z:147%17
Air Blank (NS T TN GZ-14-45
0.%00 Czl Check 0.097 Gadr15:08
Air Blank 0,020 02:15%235
Subject Test 0.o00 021602
, Alr Hlank ALY* CZ2:16:048
- alr Blank TERE* 201616

*Ceguenca Aborlod
**Tmpraoper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER BOCG
fooatlion: LIIC MATN JATIL
Serial Number: 8G-003356
Core YVersion: B10%.48

Q6/09/2G150 DZ:17:00G
Standard Lot#: C13743100A3

Last Thenged By: J. SONDEOL #187
QAsS: J. ECNDEOL #187

AR HAVADLD Y 21

Uperator: J,. S0NDEOL ¥187
LAEE HAVASL CTTY PR

Cubject: 3SCAR,TEST
DHIE:D 197/G5/13979
Sex: M Weight: 123

75 Minute Deprivaticn Period? Yoo

Test s A107, Time

ir Blank 2,000 d2:17:51
Bizgnostic Test Fa=s JdA:i8: 26
Air Blank O.000 D2:%8:54
0.1G0 Cal Chack G057 02:r19:14
Air Blank G.Can 0z:79:44
Sukioct Teosoi G.CRE* Q22221 h1
Air Blank . coo 02:23:26
Air BRlank ¢.Can 02:23:573
Subj=ct Test Ry dZ2:24:17
2ir Blank EFTI#+4 D2:24:27
*Daficient Sumplie

*HInwvaiid Samphic
Begin new deprivalion porlod
*HFRFI Deitant

Not a Successfully Completed Test Sequence




IRTOXILYZEBR BC000
Locatiorn: LIIC MATIN JAILILL
Serial MNumber: 806-003354
Care YVersion: 8105.48

CBe/09/2015 Q2117 G0
Standard Lot#: C1314100A3

Last Changed By: J. SONDROL #187
gnss J. SONDROL #187

LAFE HAVARI] CITY ED

Cperator: J. SONDROL #1887
LAER [EAVASL 1Y P

Sub ject: S0AF,TEST
Do2: 1G/05/1975
Sex: M Weight: 1234

15 ¥inzte Depriwvation Period? Yes

Test erd AT, Time

Air Blank 0.OGG G2:17:51
Diagnostic T'est Paas NA:i8: 36
Alpr Blank Q.o00 02:18:54
0.100 Cal Check 0,497 C2:ziw:ri 4
Ailr Biank 0.00C 0Z2:79:44
Subhject Test 0.068%* CZ2:22:5%
Air Bliank G.000 BZ:d3:24
Air Biank 0.00GC GZ2:23:53
Subject Tast KEHE** G245 7
2ir Biank BFI & k& 02:24:27

*Coficiont Sapple
*FInvaiid Sample

Begin new deprivatlon peoioed
**¥*RFI LDetect

Not a Successfully Ceompleted Test Segquence




INTOXILYZER 8000
incraticon: LEC MAIN JAZL
Serial Number: S90-0022354
Core Varsicn: 810%.48

CE/ADG/2005 G2:17:00
Standard Lot#: 013714500A7%

lbast Changed Bvy: J. SINDROL #187
QAS: J. SONDROL #187

LARE HAVASY JITY PO

Jperater: J. SONDRU 5487
LAKE HAVASU CITY PD

Subgest s 30AP, PIEET
DoBs 10/05/15875%
Sex: M Weight: 123

ThH Minute Deprivation Periad? Yes

Teoh _ g/ 21 AL Time

Air Biank G.00D GZz17:51
Diagrostic Test Pass 02:18:26
Lir Blank a.n0n 0Z2:18:54
D103 Cal Cheok n.oo7y D2:19:14
Air dlank n.Ccco D2:19;44
Subrject Tast J.066* D2-22:5%
Air nlark 0.0C0C N2:23:24
Lir Blank o.a00 0d:23:52
dubject Tast XEX** 02:24:17
Air Biank ETI#%% G2:24:27

*Doficient Sampie
**¥Tnvalid Samplo

Bogin new deprivabion period
*xx*pFl Detect

Not a Successfully Completed Test Sequence




EXHIBIT 2
THIS REFORT PREFARED PURSIIANT TG DUTY IMPOSED BY A A O R{3-10-104 (A}

ARIZONA DEFARIMENT OF PUBLIC SAFE1Y

STAMEBATD QUAVETY ASSURANCE PROCEDTURES
INTCOXILYZER MODEL 5004

STANBARI CALIBRATION CHECK PFROCEDURE

acEcy (AL $l _

(A SPECIALIST ] “wir ORaec 197
DATE f- 115 TiME ¢
LocaTion AL 7R TR

INTOXILYZER SERIAL#  X4- D575y

{ /( 1. Ensure that gas tank is attached tu instument and contains = sandard alcohol concentration solwion . {£¥D AC
GE

Pour x standard afeohs! concentration solution AT, infa & elean dry simulater and agsemble the
simulator, Bnsure that a tight s=af Las bee) ipade. Tern on the simolator and allow temparaties to reach 34°C
LI
. Intoxilyzer 8000 display reads “FUSH BETTTON TO START

{in to the “Uoaknl Festing Menu™, Select ¥D™ for dry control {est or W™ for wel contral 2est. After selection is

made press ENTER.
. Afr blank complaed. o
Calibration check completed. Testresults0._ (T (L AC.

. Adr blank completed.
Remove prigted record. ] the record to the complsted cheeklist.

sIGNATURE | L. f"/‘\.ﬁg_rf 122

D¥S Form Exh G-2 (Rev 05-01)

b

SO, A8
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IHTOXLLY2ER 50C0

Locstion: LG MAIN JAIL

Cerisl Nunmnar: A0-00330&

Core vargooo: 2104040

agf0% 2005 02:

S_apdarvd Tot#: 31374710003
Last (Chaaped Sy: J. SUNGHCL #7287

CphRrator: J. SONDECL PR
TAXE HAWASD CITY PN

ToST i 2140 rime
Air Brank i JZ:2arle
o150 Sai Theck UL e G2r25:4&

n.r Rlanx _cos GR-27:14%

Frewenkbative Maintenance

Terfarmad - Timer Bosos




