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. - LAKE HAVASU CITY |
"Eb . q'\” 2360 MeCULLOCH BOULEVARD NORTH
aﬂuﬂ! ATED h LAKE HAVASU CITY. ARIZONA B6403-5547
To Whom Il May Concern:
| hereby atlest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.
| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.
y : e -
—_— ST,
Signature
STATE OF ARIZONA )
) 88
COUNTY OF MOHAVE )
Subscribed and sworn to before me this Fﬁ day of \.JL.# |‘u‘
|
20 5] by
SwAk 7 =
NOTARY PUBLIC
7/1/15
DATE '
Commission expires:
Araa Code 928
Administrabion ..., 855-4884 Fax #' Emarganay ... 8141
Businasz Office ............... AS5-11T1 Administration ...l B5a0-5430 MNon-Emergency Dispatchy ...... 855-4111
Investgabions ... .. B558-8775 Business Office ................... 680-5431 TDD  B55-4114
Patrol ....... RA5-0516 Investigahons/Patrol .............. 6B0-5432 Havasu Silent Witness ... 854-TIPS

E-mail: police @hcaz.gov




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C.R13-10-104 (A)
ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEIMIRES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

_ AGENCY LAME HAVASU €ITy Pogec

QA SPECIALIST _FHaRe€s TRESCHER
07 -ei-d9is5 TIME__ A05& B

____LOCATION _CRAANLEL =TRITON

DATE
m?wzea SERIAL# 80 - 00029
¥) 1

. Ensure that gas tank is attached to instrurnent and contains a standard alechol concentration selution 2100 AC,
OF.
Pour & stand=rd aleohol concentpation solution AC, mnla a clezn dry simulator and zssemble the
simulator. Ensuie (hat = tight scal has been made. Tum on the simulator and allow temperature to reach 34°C +

0.2°C
Intoxilyrer 8000 display reads “PUSH BUTTON TO START™

{ V), 3. Go tothe “Control Testine Menu™. Select “D" for dry control test or W™ for wet control test.  After selection is
( / 4, Air blank completed.

{ ¥/ 5 Calibeaton check completed. Test results ﬂ-ga 2 AT,

{ 6. Air blank completed

{%‘I Remove printed record. Attach the record to the completed checklisz

SIGNATURE__ M«Tgﬁ”

DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER BDOO

Location: LB CHANNEL SIGH B

Serial Mumber: B0O-001029

Core Veraion: 8105.48

gT/01/2015 20:56:39
Standard Lot#: CG1314700A3

Last Changed By: J. SONDROL #7187

QAS: ©. TRESCHER #219
LAKE HAVARY CTITY PD
Qperator: C. TRESCHER #2119
LAKE HAVASUD CITY PD

Test gf210L Tima

Air Blank o
0.100 Cal Check 0.
Alir Blank ¥

FPrevental lve Maintenanceg

Performad -- Timer Reset
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EXHIBIT -4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD QUALITY ASSURANCE PROCEDURE

AGENCY LAWE Havaso STy padce

(A SPECIALIST HARIES “TRescHER
DATE oD -0ol- NS ~ TIME 2105

mVT?GLYZERSERIAL# FC-00(0T9g MA
( 1. Display Reads “PUSH BUTTON TO START™
Dyéﬂomc TESTS

({ 1. Clock time check.
(¥ ) 2. Date check.

OF TIONAL TESTS
( . Alcohol-free subjecttestresult 0. 0D QO AC,
Frror recognition logic system functioning.
/ Not a Successfully Completed Test Sequence printed
(¥') 3. Praper sample recognition system.
Not 2 Successfully Completed Test Sequence printed

/ Deficient sunple printed.
(L) 4. Standard Calibration Check standard 0._| 0 & AC. Result 0._O 3% L AC,
Instrument is operating properly and aceurately. YIS NO

COMMENTS

SIONATURE = _ e — e

DPS Form Exh G-4 (Rev 05-01)
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B0-007029
Core Version: B8105.48

07/01/2015 21:01:01
Standard Lot#: 01374100A3

Last Changed By: J. SONDROL #187
QAS: . TRESCHER #2159

LAKE HAVASU CITY PD

Operator: . TREESCHER #219
LAKE HAVASU CITY ED

Subject: SQAP,TEST
DoB: 10/19/1878
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/Z210L Time

Alr Blank 0.0600 A B
Diagnostic Test Fass 21:02+36
Air Blank 0.000 21:03:204
0.100 Ccal Check 0.038 21203325
Air Blank G.000 Pl Dl L S
Subject Test 0.000 21:04:13
Air Blank ABT* 21:04:19
Zir Blank IES** 2V b4 27

*Eequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000

Location: LB CHANNEL SIGN B8
Serial Number: 80-001029
Core Version: 8105.48

07/01/2015 21201201
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LARE HAVASU CITY PD

Subiject: SQAPER,TEST
DoB: 10/19/1578
Sex: M Weight: 200

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 21:02:071
Diagnostic Test Pass 21:02:386
Air Blank 0.000 21:03:04
0.100 Cal Check 0.098 21:03:25
Air Blank 0.000 21:03:54
Subject Test d.000 21:04:13
Air Hlank ABT* 21:04:19
Air Blank IpSk> 21:04:27

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence




INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B80-001029
Core Version: 8105.48
07/01/2015

21:01:=-M

Standard Lot#: 01314100A3

Last Changed By: J. SONDROL

#187

QAS: C. TRESCHER
LAKE HAVASU CITY FD

#279

Operator: C. TRESCHER
LAKE HAVASU CITY PD

£219

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight:

200

15 Minute Deprivaticon Period? Yes

Tast g/210L Time

Air Blank 0.000 21:02:01
Diagnostic Test Pass 21:02:36
Air Blank 0.000 21:03:04
0.100 Cal Check 0.058 21:03:25
Air Blank 0.000 27:03:54
Subject Test 0.000 21:04:213
Air Blank ABT* 21+04:19
Air Blank Ipg®* 271:04:27

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

A
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INTOXILYZER BO00

Location: LB CHANNEL SIGN 8
Serial Mumber: 80-001029
Core Version: 57105.48

07/01/2015 2gEa3e
Standard Lot#: 0131410023

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2189

LAKE HAVASU CITY PD

Operator: C. TRESCHER #2189
LAKE HAVASU CITY FD

Subject: ESQAF,TEST
DOB: 10/19/1978
Sex: M Weight: 200

12 Minute Deprivation Period? ¥Yes

Test g/210L Time

Air Blank 0.000 21206237

Diagnostic Tast Pass 21:07:712

Air Blank 0.000 21:07:40

0.100 cal Check 0.0s58 21:08:01

Air EBlank G.000 21:08:30

Subject Test 0.058* 21277 =37

Air Blank 3.000 2¥:12:09 |
Air Blank 0.000 21:12:36 ‘
Subject Test TorwE 27273201

Air Blank RE [ % %% 23z 73409

*Deficient Sample
**Tnvalid Sample

Begin new deprivation periecd [
***RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000

Location: LB CHANNEL SIGHN 8
Serial MNumber: 80-001029
Core Version: 8105.48

07/01/2015 21:05:39
Standard Leot#: 0131410043

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER 2219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PFD

Subject: SQAP,TEST
DOB: 10/13/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 21:06:37
Diagnostic Test Pass 21:07z12
Air Blank 0.000 21:07:40
0.100 Cal Check 0.098 21:08:01
Air Blank 0.000 21:08:30
Subject Test 0.058%* 2151 7237
Air Blank 0.000 21:12=09
Air Blank 0.000 Z2¥:12:36
Subject Test XXK** 21:13:01
Air Blank RFI***%x 217213:09

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: 8C-00102%
Core Verzion: B105.48

07/01/2015 21:05:38
tandard Lot#: 01314310073

Last Changed By: J. SONDEOL #187

QAS: C. TRESCHEER #219

LAKE HAVASU CITY FD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DoB: 10/19/1978
Sex: M Weight: 200

15 Minute Deprivation Period? Yes

Teat g/210L Time

Air Blank 0.000 21:06:37
Diagnostic Test Pass 21:07:12
Air Blank 0.000 21:07:40
0.100 Cal Check 0.038 21:08:07
Air BHlank G.000 21:08:30
Subjecl Tesl 0.058* 21137
Air Blank g.000 21:12:09
Alr Blank 0.000 21:12:36
Subject Test 9.6 G 21:213:07
Air Blank REI#** 21:13:09

*Deficlent Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

=

Not a Successfully Completed Test Sequence

= —S. o
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBEATION CHECK 'ROCEDURE

_AGENCY _[AKE NAVASU <<y Facaee

QA SPECIALIST (THARLE S TIRESSHER,
o7~ ol ~Jois TIME all
ILYZER SERIAL# RO - OO (035} LOCATION __ CHAMNEL  TATOX

IN?
{ ¥) 1. Ensure that gas tank is attached to instrument znd contains a standard aleohol concentration solution «/ 00 AC,

OR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemnble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C 4

02°C
( 7. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
{ 3. Go to the “Control Testing Menu®. Select “D" for dry control test or “W™ for wet control test. Afler selection is

made press ENTER.

( 4. Air blank completed. =
Calibration check completed. Test results 0._ 957 7/ AC.

(
(Vg/ Air blank completed.
{ 7. Remove printed record. Attach the record to the completed checklist,

q-u-———-"--p—.‘
SIGNATURE = = =™ 7. e el

DPS Form Exh G-2 (Rev 05-01)

DATE

5.
6.
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INTOXILYZER 8000

Location: LB CHANNEL 3TGHN 8
Serial Number: 80-00102%9

Core Version: 8105.48

a7/01/2015 £T:714:4%
Standard Lot#: 013141004A3

Last Changsed By: J. SONDEROL #187
QrS: C. TRESCHER #2159

LAKE HAVAST ZITY PD

Qperator: C. TRESCHER #2153

LAEKE HAVASH CITY PO

Tast g/210L Time

Air Blank 0.oga 21215220
0.71T00 Cal Check 0.097 21:15: 47
Air Blank 0,000 21276210

Preventabive Maintenance

Parformed -- Timer Resal




