POLICE DEPARTMENT

LAKE HAVASU CITY

2380 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA BR403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures andlor Standard Calibration Check Procedure are full, true

and correct copy of the original.
?MF{?

Signature

STATE OF ARIZONA )
)ss
COUNTY OF MOHAVE )

Subscribed and sworn to beforeme this___\ U day of JULY

201 C P2 DOMZTE

NOTARY PUBLIC

e WA =
DATE

Commission expires:

Area Code 928

Administration _.................... B55-4884 Fax #'s Emeargency ... S B
Business Office ... BE5=1171 Administration ....................... 6BD-5430 Mon-Emergency Dispatch? ...... 855-4111
Investigations ARG-5T7H Business Office ...............ve.. 680-5431 TOD  855-4114
Patrol oo, BB5-0515 lnvestigations/Palrol .............. B80-5432 Havasu Silent Witness ... BE4-11P5

E-mail: police@|hcaz.goy



i

EXHIBIT (-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROMEINIRES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

" .
QA SPECIALIST ) xnuliee (87 _aceney (NC ED -
pATE __ ]-172-13 . e [ ]S -
INTOXILYZER SERIAL # & ) -O0I355 ocation i3 CNONNE SIEN €
1

)
{ } 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution , /&0 A(
OR
Pour a standud aleohol concenteation solution AC, into o clean dry simufator and assemble ihe
stmulator. Ensure that a tight seal hins been made, Turn on the simulator and allow temperature to reach 3470 +

77 0.2°C

) 2. Intexilyzer B00O display reads “PUSH BUTTON TO START™

} 3. Gotothe “Control Testing Menu”. Select “D)" for drv control test or *W™ [or wet control test.  After selection is
i made press ENTER

1 4. Air blank completed. =

3 5. Calibration check completed. Test results O, 2} & AC
¢} 6. Air blank completed.

} 7. Remove printed record. Attach the record to the completed checklist.

&
SIGNATURE (_ ol 4187

DPS Form Exh G-2 (Rev 05-01)




INTOXITLYEERGA0O0

Tisations LR CHANANEL ATGH A

Serial Wuomber:o B0-00D3355

Core Narsion:s HBIND%. 44

DALATFE0T2 b B B

Last Changed By F. WITLRON #2346
QAS: J. ZONDROL £187

LAKE HAVASZL CITY FD

Operator:s Jo SONDROL #7187

LAKE HAVALI CITY FD

Bir Blank ULogs TR
0.180 €al Check 0. 884 173
Air Dliank 0, o008 L -

oo

b4 b3 =
L]
(g}

Preventative Maintenance
Performed Timer Reset



EXHIBIT €.-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RIZ-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANIFARD QUALITY ASSUBANCE PROCEDUKLE

OA SPECIALIST iffpif_'},l?iif, “1§7 acency CAC PR

DATE  J-17]-Jed nve | 158 -
INTOXILYZER SERIAL # @Q {,}__')_;3 vocation UB CNGrnte Signd Ew,

7
¥ L Ensplay Reads “PUSH BUTTON TO START™

PIaGHNOSTIC TESLS
%4y 1, Clock time check.
¥ 2. Date check

RATIONAL TESTS
i ] I. Alcobol-free subject test resuft 0, '/) 1_) AL
{ ]. 2. Error recopnition logie system ﬁmf‘tmllll‘g

Mot a Successfielly Completed Test Soquence printed

{ ] 3. Proper sample recogmilion systein.
J e Mot a Suceessfully Completed Test Sequence printed

/ Dieficient sample pricted. e N
qg) AC. Result 021 ®  ac

4. Standard Calibration Check standard O,

[éﬁ'sh-umr.nt 15 operating properly and accurately,  YES 0

COMMENTS i

SIGNATURE Ca (€7 =

DPS Form Exh G-Q {Bev 05-01)




INTOXILYZER 8000

Location: LB CHANNEL SIGN B
Serial Number: B0 0D3355
Core Version: 8105.48

G7/17/2012 17353436

Standard Lot#: 3I5710100A1

Last Changed By: E. WILEON #226

QAS: J. SONDROL #1187

LAKE HAVAERD CITY PR

Operator: J. SONDROL #1187

LAKE HAVASU CITY PD

Subjecl: SQAP,TEST
DOBE: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivarion Period? Yes

Tesl g/210L Time
Air Blank 0.000 17:
Diagnostic Test Pass T
Air Blank D.o60 174
0.100 Cal Check 0.098 T3
Air Hlank 0.0G0 Tz
Subject Test 0.000 173
Air Blank ABT* 17
Alr Blank IpS*~= 17z

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

h4:
85z
ol
B5:
bz
BE:
b
561

28
03
31
52
21
38
44
&2

&

~f



INTOXILYRER 8000

Location: LB CHANKEL SIGH &

Serial Numher: 80

Core WVersion: B105.

Q27 A0

Standard Lobt#: 357107103847

Sex: M

Test

Air Blank

Air Blank

Air Blank

Alry Blank
Air Blank

Last Changed Hy: E. WILSON #226
QAS: J. SONDEOL #1879
LAKE HAVASU CITY ¥D
Operator: J. SONDROL #187
LAKE HAVASU CITY FD
fubject: 5QAFP,TEST
DCB: 01/01/195C
Weight:
15 Minute Deprivation Perio
g/ 210L Time
0.o00 17:58:440
Diagnostic Test Pass P59 s
o.0o60 17:59:42
0.100 Cal Check 0.098 18:00:03
G006 18:00:32
Subject Test G.230%* 18:03:40
nooon 18:04:12
0D.000 18:04:440
Subject Test KU FHH 18:04:59
REI*#*# 18:05:06

Air Elank

*Deficient Sample
**Invalid Sample

Regin new deprivation period

k**RFI Detect

Not a Successfully Completed Test Sequence

(A 1%/




EXHIBET -2
THIS REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY AAC. RIT-H0-F04 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBEATION CHECK PROCEDURE

QA SPECIALIST j_ SArIORet IS T adescy {_,N{ ) -
o '7-5"‘;_ i . TIME |(6L‘:J b
INTOXILYZER SERIAL # -5 358 cocation (3 CNM INEC SIEN) B

4?{ 1 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration selution | flf:l'ﬁ?_\{_

(¥R
Pour a standard aleohol concentration solution AL, mte a clean dry sunulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C 4
02°C

. Intoxilyzer 8000 display resds “PUSH BUTTON TO STARTY
. Gote the “Control Testing Menn”. Select "I for dry conteol test o W™ for wet conteol test. Afler selection s

made press ENTER.

b ot
-1 1

1 4. Air blank completed. 34
)} 5. Calibration check completed. Test results 0 ,: ﬁj AC,
V6. Adr blank completed.
Y 7 Bemove printed rﬁ:m’-fli Attach the record to the completed checklsst.
=y
SIGNATURE_(LA £ h;gll/ 157

DPS Form Exh g-z (Rewv 05013




IHTOXILYZER a04n

Location: LE CHAHNERL 21 B

ferial Humber: A0-003355

Core Version: BIi05_48

QRAVS 20T 18:06:34

Standard Lot#: 3571401400a1

Last Thanged By: BE. WILSON #226
GRS J. BORDRGL 47187

LAKE HAVASD JITY PD

Cperator: 7. SONDROTL #7187

LAKE HAVASY CITY Ph

g/2101 T L
Air Blank d.ann 18:-C7:0k
0,700 Cal Check 0. a9h 1B:687 265
Axir Blank 0.ano 18:07:5%

Proventative Maintenance
Herformed Timer Raset




