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2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA B6403-5947

To Whom & May Concern:

| hereby attest that Josh Sondrol is a Certlified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance Procedures andior
Standard Calibration Check Procedure are full, trde and correct copy of the original,

Signature

STATE OF ARIZONA i

COUNTY OF MOHAVE }

Subscribed and sworn to before me this _ 2S day of Ju Ly

204 b CAR LA DUARTE

(ol Pucuit<_

NOTARY PUBLIC

12514
DATE

Commission expires:

Comm. Expites Mar 29, 301

Area Code D28
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E-mail: police@ihcaz.gov




EXHIBIT -2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC. RI10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QQUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 1__SawDRoe (K7 acency (NC. FD i
patE __ IS [IY _ mME () 246 e

INTOXILYZER SERIAL# 3¢ ) “( XV 5556 LocatioN (B CWar s&l Star

{ <7 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution S 1CJ AC.

OR
Pour a standard aleohol concentration solution AL, into = clean dry simulator and assemble the
simulator. Fasure that & lght seal his been made, Tum on the simulator and allow temperature to reach 314°C
0.2°C

‘). 2. Intoxilyzer S000 display reads “PUSH BUTTON TO START™
“4) 3. Go to the “Control Testing Meau”. Select “D™ for dry control test or “W™ fior wet control test. After selection is

(

{ .
made press ENTER.

{ «~¥ 4. Air blank completed. g

( g 5. Calibration check completed. Testresults 0_() 7S Ac.

{° 6. Air blank completed.

( “) 7. Remove printed record. Attach the record to the completed checklist.

i q
SIGNATURE Q Vil { /57

DPS Form Exh é—i {Rev 05-01)
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Goerial Number: 80-003356

Core Version: 8105.48

D7/25/2014 02:46:53
fStandard Lot#: 01513100M7

Last Changed By: J. SONDROL #187
CAS: J. SONDROL #4187

LAKE HAVASO CTTY FD

Operator: J. SORDROL #187

LAKE HAVASU CITY PD

Teat g/f210L Time

Air Blank ¢.0o0 02:47:23
0,100 Cal Check 0.095 02:47 144
Alr Blank 0.000 02:48:14

FPreventative Maintenance
Parformed -- Timer Reset
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EXHIBIT -4
THES REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY A AC, RI3-10-104 {(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL S0

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 4 SN« 157 acgency (/0 PA
DATE /2 S/(Y _ TME_AJYE
INTOXILYZER SERIAL# 57 Cf*) é: LocatioN (5 (CNRrurvEe Sicns €

( 4 1. Display Reads “PUSH BUTTON TO START”

DI%N{]ST{C TESTS
( ")k Clock time check.
i ’)/2 BPrate check.

OPERATIONAL TESTS )

{ <) 1. Alcohol-free subject testresult 0. ¥~ F D) ac.

{ Y 2. Error recognition logic system functioning,
Mot a Successfully Completed Test Sequence printed

i ““j 3, Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed
Deficient sample printed.

( -¥ 4. Standard Calibration Check standard 0, /7200  AC. Result 0.

AL

Instrument is operating properly and accuratelv.  YES - NO

COMMENTS

[}
f
C/Z |'I:::: =3
SIGNATURE r'”’farf [57 )

j
DPS Form Exh G-4 (Bev 05-01}
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: 80-003358
Core Version: 8105.48

07/25/2014 02:48:42
Standard Lot#: 015137100A1

LagLl Changed By: J. SONDROL #187
QAaS: J. S0ONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank C.00D 02:49:34
Diagnostic Test rass 02:50:09
Air Blank 0.000 02:50:36
0.100 Cal cCheck 0.095 02:50:57
Air Blank 0.000 02:51:27
Subject Test a.000 N2:52:22
Air Blank ABT* 02:52:43
Air Blank Ipg** 02:52:587

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence
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INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B80-003356
Core Version: B105.48

07/25/2014 N2:48:42
Standard Lot#: 01513100A7

Last Changed By: J. SONDROL #187
QAS: J. SONDROL £187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SCQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 02:49:34
Diagnostic Test Pazs= 02:50:09
Air Blank 0.000 02:50:36
0.100 Cal Check 0.095 02:50:57
Air Blank 0.000 D257 127
Subject Test 0.000 02:52:22
Air Blank ABT* G2:52:43
Air Blank IR ** 02:52:51

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER BOOOQ

Localticon: LB CHANNEL SIGCHN 8
Serial Number: 80-003356
Core Version: B105.48

07/25/2014 02:48:42
Standard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAFE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP, TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank 0.000 02:49:34
Diagnostic Test Pass 02:50:09
Air Blank 0.000 02:50:36
0.100 cal Check 0,095 B2:50:57
Air Blank 0.000 02231227
Subject Test 0.000 02:52:22
Air Blank ABT#* 02:52:43
Air Blank IpS** 02:52:51

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence

(-:i/'ﬁi §1
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INTOXILYZEER 8000

Location: LB CHANNEL SIGHN B
Sarial Number: 80-003356
Core Version: 8105.48

07/25/2014 02:53:58
Standard Lot#: 015131004a1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #1187
LAKE HAVASUO CITY PD

Subject: SQAP,TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 02:54:53
Diagnostic Testk Pass 02:55:28
Air Blank 0.000 02:55:55
0.100 Cal Check 0.094 02:56:216
Alr Blank 0.000 02:56:46
Subject Test 0.134%* g2259:153
Air Blank 0.000 03:00:26
Air Blank 0.000 03:00:53
Subject Test XXX ** 03:01:20
Air Blank REI**=* 03:01:30

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: 80-003356
Core Version: B105.48

07/25/2014 D2:53:58
Standard Lot#: 0151371004)
Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD
Operator: .J. SONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
POB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test _ g/210L Time

Air Blank 0D.000 02:54:53
Diagnostic Test Pass 02:55:28
Air Blank 0.000 02:55:55
0.100 Cal Check 0.054 02:56:16
Alr Blank 0.000 02:56:46
Subject Test 134> 2:59:53
Air Blank 0.000 03:00:26
Air Blank 0.000 03:00:53
Subject Test XXX ** 03:01:20
Air Blank RFEI**# 03:01:30

*Deficient Sample
**Invalid Sample

Begin new deprivation period
*&**RFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B0-003356
Core Versicon: B105.48

07/25/2014 02:53:58
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operater: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 02:54:53
Diagnostic Test Pass D2:55:28
Air Blank 0.000 02:55:z55
0.100 Cal Check 0.094 D2:56:16
Air Blank 0.000 0Z2:56:46
Subject Test 0.134* Q2:59:53
Air Blank 0.000 03:00:26
Air Blank 0.000 03:00:=53
Subject Test XXX ** 03:01:20
Air Blank REI®*% 03:01:30

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence



EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C.R13-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDUKRE

QA SPECIALIST ] SrwJDeet (€7 agency CHC P 3t
pate_)/25/1 mE O 302
INTOXILYZER SERIAL# %) (D 3356 _rocation (R ClarasEt Siery @

( “3 1. Eusure that gas tank is attached to instrument and contains a standard alcohol concentration solution =LY AL
OR.
Pour a standard alcohol concentration solution AC, indo a elean diy simulator and assemble the
simulator. Ensure that a tight seal has been made. Tumn on the simulator and allow temperature to reach 34°C +

0.2°C
( “). 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
( -’;/ 3. Go to the “Contrel Testing Menu™. Select “I0” for dry control test or “W™ for wet control test. After selection is
made press ENTEE.
1 4. Air blank completed. a3
5, Calibration check completed, Test results 0, - AC.
6. Air blank completed.
5 1. me?wd Attach the record to the completed checklist
LA 'fj. y

P ]
 /

SIGNATURE

DPS Form Exh (-2 (Rev 05-01)




THTOXTLYZER 8000

Location: LB CHANNEL SIGH B
Serial Number: 80-0033586

Core Verasion: B8105.48
07/25/2014

Standard Lot#: 01513100A1
Lagt Changed By: J. SOCNDROL
QAS: J. SONDROL #187
LAKE HAVASU CITY FPD

03:02:40

#187

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

g/ 210L
Alr Dlank
0.100 Cal Check
Air Blank

0.000
0.023
2.0C0

FProventative Maintenance
Ferformed -- Timer Reset




