POLICE DEPARTMEN ]
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY, ARIZONA BG403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Cerlified Intoxilyzer Quality
Assurance Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or 3tandard Calibration Check Procedure are full, true

and correct copy of the original. i A
Vel
A Jlis 7
/

Signatur-e

STATE OF ARIZONA )
} ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 2.01 ___day of EJUL{E
203 By (ARLA DupRTE

) _ —
NOTARY FUBu;c

1[24l)3
DATE

Commission expires:

CARLA DUARTE
i Notary Public - Arlzona
A ; Mohave County
“mm e My Comm. Expires Mar 29, 2017

Area Code 928

Administration ..., BE5-4884 Fax #3 EMErgency . eeeeeceeereeenaenns 9141
Business OWCE ..., B55-1171 Administration ..., GB0-5430 Mon-Emergency Dispatch/ ...... B55-4111
Investigations .........c.ccvmenisne BBS-57 75 Business Office ...................... BB0-5431 ToD B55-4114
Pateed i ... BRE-0515 Investigations/Patrol .............. BB0-5432 Havasu Silent Witness ... A54-TIPS

E-mail: police@ihcaz.gov




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO BUTY IMPOSED BY AAC. RI3-10-104 {A)

ARIZONA DEFPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATHON CHECK PROCEINRE

QA SPEC]&LIST_?—J_ SoesbRot (87  AGENCY LN PD.
DATE | 7!:&1‘ 3 _ : i T . - T
INTOXILYZER SERIAL# _Z0 - 01020  rocamioN( B CNReorgél Sidw &

|
(;( y 1. Ensure that gas tank 15 attached to instrument and contains a standard aleohol concentration solution , 00 AC
OR

Pour a standard alcohol concentiation solution AL, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turm on the simulator and allow lemperature to reach 34°C +

0.2°C

2. Intoxilyzer 3000 display reads “PUSH BUTTON TO START™

3. Go 1o the “Control Testing Menu™, Select D" for dry control test or “W™ for wet control test. After selection is
made press ENTER

4. Air blank completed.

5. Calibration check completed. Test results 0. ( !Q V4 AC.

6. Air blank completed.

-

. Remove printed record.  Attach the record to the completed checkliss.
A

DPS Form Exh G-2 (Rev 05-01)

yilot



INTCXILYZER 8000

Location: LH CHANNEL SIGH 8
Serial Number: B80-001029
Core Version: AY0DS_4B

G7 /2772013 142150

Standard Tet#d: 01513100A1%
Last Changed By: J. SONDROL #7187

QAS: J. SONDEOT, #1R7
LAKE HAVASD CTTY ED

Operator: J. S0NDROL #187
LAKE HAVASU OITY Ph

Test g/210T. Time
Air Blank 0.000 14
0.700 Cal Check 0.097 14
Alr Blank 0.040 14

Freventative Maintenance
Performed -- Timer Reset




EXHIBIT -4

PILS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. BI13-10.104 (A

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTONILY ZVH MODEL 8000

STANDARD OQUATITY ASSURANCE PROCEDURE

QA SPECIALIST 3 S~0Dot |87 acency ( NC PD
- ! E |Il - . ; .
DATE _ U 71| )5 ~nmE fYIE
INTOXH YZER SERIAL# _ 8O-OO0102 9 LocaTioN L5 ( NRedwEL. Sign §

i
{rj } 1. Display Reads “PLISH RUTTON TO START™

AGNOSTIC TESTS
[ ffﬁ 1. Clock time check.
() 2. Date check.

OPERATIONAL TESTS
{ ) 1. Alcohol-free subject test result 0. }{ ] AC,
{2} 2. Error recognition logic system funclioning,
Mot a Successfully Completed Test Scquence printed
{1? ) 3, Proper sample recognition system,
i Mot a Successfully Completed Test Sequence printed

nstrument is operating properly and accurately,.  YES .~ NO

COMMENTS

Deficient sample printed. ar
# ) 4. Standard Calibration Check standard 0. ff}{ } AL Result 0, Ofi-_;. AC.

SIGNATURE W y mrujd </

j’.

DPS Form Exh G-4 (Rev 05-01)



INTOXILYZER B0O00

Location: LB CHANNEL SIGH 8
Serial Number: 80 00102%
Core Version: 8105.48

07/27/2013 14:18:00
Standard Lot#: 0151310041

Last Changed By: J. SONDEOL #187
QAS: J. S0ONDRCL #187
LAKE HAVASU CITY PL

Operator: J. SONDROL #187

LAKE HAVASU CITY PD

Subject: BQAP,TEST
DOB: 01/01/1950
Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:19:28
Diagnestic Test Pass 14:20:03
Air Blank 0.000 14:20:
0.100 Cal Check 0.097 14:20:52
Air Blank 0.000 14:21:21
Subject Test 0.ooo 14:21:41
Air Blank ABT* 14:21:48
Air Blank IPS** tT4:21:56

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

L/I 1 &/



l{_f I.h'

INTOXILYZER 8000

Location: LE CHAMNNEL 8TGN 8
Serial Number: 80-00102%
Core Versgsion: 8105.48

D7/27/2013 1421800
Standard Lot#:; 01513100A7

Last Changed By: J. S30NDEOL #1887
QRS : J. SONDROL #1887

LAKE HAVASU CITY PD

Operator: J. SONDROL #1887
LAEKE HAVASO CITY PD

Subject: SQaP,TEST
DOE: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank ~0.000 14:19:28
Diagnostic Test Pase 14:20:03
Bir Blank 0.000 T4:20:31
0.700 Cal Check 0.097 TA+20:52
Air Blank 0.000 T2 27227
Subject Test 0.000 14:21:47
Air Blank LBT* 14:2171:48
Air Blank IPS** 14:27:56

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 8000

Location: LB CHANNEL SIGH 8
Serial Number: B0-0071029
Core Version: 8105.48

07/27/2013 14:18:00
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDECL #1877
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DoB: 01/01/1950
Sex: M Weight: 123

75 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank g.000 14:19:28
Ciagnostic Test Pass 14:20:03
Air Blank 0.000 14:20:31
0.100 Cal Check 0.097 14:20:52
Air Blank 0.000 1422121
Subjecl TestL 0.000 14:21:41
Air Blank ART* 14:21:48
Air Blank IPS** 14:21:56

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

ST, . . - VA —



INTOXILYZER 8000

Location: LB CHANNEL SIGH 8
Serial Number: B0-001028
Core Version: B105.48

07/27/2013 14:22:23
Standard Lot#: 0151310023

Last Changed By: J. SONDROL #187
gas: J. BONDROTL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #1187
LAKE HAVASU CITY FD

Subject: SQAFP,TEST
DoB: 01/01/1950
Sex: M Weight: 123

i5 Minute Deprivation Period? Yes

Test g/210L Time
“Air Blank 2 0.000 14:23:30
Diagnostic Test Pass 14:24:05
Air Blank 0.000 14:24:33
0.100 Cal Check 0.098 14:24:54
Air Hlank 0.000 T4:25:23
Subject Test 0.241% 14:28:31
Air Hlank 0.000 14:29:03
Alr Blank 0.000 14:29:31
Subject Test KHH 14:29:56
Air Blank RFI*** 14:30:24

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence



INTOXILYZER 8000

Location: LB CHANNEL SIGN B

Serial Number: 80-001029

Core Version: 8105 48

O7/27/72013 Tote B 223
Standard Lot#: 01273710047

Last Changed By: J. SONDROL #187

DAS: J. SONDEOL #1187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187

LAEKE HAVASU CITY PD

Subject: S0QAP, TEST

DOB: 01/01/1850

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test q/ 21061 Time

Alir Blank 0.000C 14:23:30
Diagnostic Test Pass 14:24:05
Air Blank 0.000 14:24:33
0.700 Cal Check 0.096 1d4:24:54
Air Blank 0.000 143235523
Subject Test 0.2471% 14:28:31
Air Blank 0.000 14:29:03
Air Blank 0.000 14:29:31
Subiject Test HHK** 14:29:56
Air Blank RFPI*## 14:30:24

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***REFI Detect

Not a Successfully Completed Test Sequence



[NTOXILYZER 5400

Location: LB CHANMNEL SIGCH 8
Serial Number: 80-001029
Core Version: 8105.48

OF /2772013 4:22:23
Staridard Lot#: 015131001

Last Changed By: J. SONDREOL #187
QAS: J. SOMDROL #187
LAKE HAVASU CITY FPD

Operator: J. SONDROL #187
LAKE HAVASI CITY PD

Subiject: S50QAF, TEST
COB: G1/01/1980
Sex: M Weight: 123

16 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:23:30
Diagnostic Test FPass 14:24:08
Adr Elank 0.000 14:24:33
2.100 Cal Check 0.096 14:24:54
Air BElank 0.000 14225223
Subject Test 0.247% 1T4:28:31
Alr Blank 0.000 14:+29:03
Air Blank 0.000 14:29:31
Subject Test HHA** 14:29:568
Air Blank REI**% 14:30:24

*Deficient Sample
*¥*Invalid Sample

Begin new deprivaticn period
*EARFI Detect

Not a Successfully Completed Test Sequence



EXMBIT G2
THIS REPORT PREPARLD PFURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST 1 Speulpct 157 Cagency CNC PD = B

DATE _ ] [cd ] E 15 omme_ (43 - B

INTOXILYZER SERIAL # _ 5() ~ QD.D;.-_._ rocation LB (Nrrne Sigre 3 B

{.,#-' } 1. Ensure that gas tank is attached to mstrument and é;;;;:la:m a statidurd aleohol concentration solution . mfﬂg AC.
' Pour a standard alcohol concentration selution ___AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been m.u:lr Ium on the simulator and allow temperature to reach 34°C +
s 0.rrC
Inmoxilyzer 8000 display reads “PUSH BUTTON JO START™
Gao to the “Coatrol Testing Menu™. Select “D" for dry control test or W™ for wet control tesi. Afier selection is
made press ENTER.
o Adr blank completed. o
. Calibration check completed. Test reaults O, :| 15

. Aar blank completed.
. Remove printed record. Attach the record to the completed checklist.
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SIGNATURE 4 J¢ J}} (57 : = %
|

DPS Form Exh'G-2 (Rev 05-01)




IHTOXILYZER BOCO

Location: LB CHANNEL SICGHN B

Serial Numbar: S0-001020

Corae Version: B105.48

07T/27/2003 14:31:10

Standsrd Lot#: 01533100M)0
Last Changed By: J. SONDRUL #187

QAS: J. SONDROL #187
LAREE HAVASU CITY FD

Operatoer: J. SONDROL #187
LAKE HAVASU CITY FD

Tast g/ 210L Time

Air Blank 0009 14:31:39
0.700 Cal Check 0.039% 14:32:00
Air Blank 0.600 14:32:30

Freventative Maintenance
Performed Timer Reset




