:_‘ B [ ! % POLICE DEPARTMENT
;ﬁ. : LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH

'\
*"ﬂk Hl\" LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concemn:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the Lake
Havasu City Police Department.

| certify that the attached documentation of Standard Duall Assurance Procedures and/or
Standard Calibration Check Procedure are full, tmjfnd currect copy of the original.

i

Slgnalura

STATE OF ARIZONA )
) 5§
COUNTY OF MOHAVE )

Subscribed and sworn to before me this i day of N@.{S“"
;;!-L \S by -.L){:'_(;L\ S[‘ﬂdv’d\}\
. 4, ¢
Oﬁ v/ e
NOTARY PUBLIC
& Y- =

DATE

Commission expires:

Arca Code 928

Administration ...... BR5-4884 Fax #'s Emargency .. I

Business OMICE .......ooreveeveeeee. BBE-11T1 Administration ...........cccceveve... 680-5430 Mon- rmPrreru:.y D{spa r_|| ... BB5-4111
Investigations .............c...oc...... BB5-5775 Businass Office GB0-5431 rrp,r; B55-4114
BAD st iminnnisrisiniaiscinig BOS0B15 Invastigations/Patrol ..., BB0-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police@|hcaz.gov
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EXHIBIT G-2
THLS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AA.C, R13-10-104 {A)

ABRIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYXER MODEL 8000

STANDARD CALIBREATION CHECK PROCEDURE

QA SPECIALIST O SOrbRec [ § ___agency LM P
paTE__ B8 [3[1S _mme [0
INTOXILYZER SERIAL# 773 -~ 3354 rocaTioN (M fmAns TAIE

(= 1. Ensure that gas tank is attached to instrument and contains 2 standard alcohol concentration solution OO AC,
OR.

Poor a standard zlcohol concentration solution AC, o u elean dry simulatar and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

02°C

(:} 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
{ 3. Go to the “Control Testing Menu™. Select *“D™ for diy control test or “W™ for wet control tes2. After selection is

made press ENTER.

{ 4. Air blank completed. /
5. Calibration check completed. Test results 0. il =~ AC.

6. Air blank co

record, the record to the completed checklist.
| | NI/ .
A |5/

DPS Form Exh G£ {Rev 05-01)




INTCKILYZER 8000

Location: LHC MATN JAIL

Serial Number: B0-003356

Core Version: 8105.48

0B/03/2015 19:30:27
Standard Tot#: 01314100A3

Last Changed By: J. SONDROL F187
QAS: J. SONDROIL #187

LAKE HAVASY CITY Ph

Operator: J. SONDROL #187

LAKE HAVASU CITY PD

Test g/ 210L T ime

Air Blank 0. 050 19:31:05
0.%700 Cal Check g.098 19:31:26
Air Blank 0.000 19:31:568

Preventative Maintenance
Performed -- Tlimer Reset



EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. RI3-10-1404 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QASPECIALISTT DR K7 MH"M-‘YM- PJ) —

DATE %‘!3]!5 TME_[{55
INTOXILYZER SERIAL # __ QJ- ( Y5354 LocaTioNn ((NC mfurrt TINIL
( ““1 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
( <3 1. Clock time check.
{ L¥2. Date check.

OPERATIONAL TESTS
(3 1. Alcohol-free subject test result 0. XD AC.

( “¥2. Error recognition logic system functioning.
Not 2 Successlully Completed Test Sequence printed

i PN Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed. F
( d{SmﬁmdcmhaﬁmMmmdﬂ.M___ﬂﬂ lelﬂ_o_f"f __AC.
Instrument is operating properly and accurately.  YES " NO

COMMENBS naL CNEE. Béicw 095, TRKEN iIT of SERUICE

t SEPA (D DPS

| 2z /
Are
: ﬁ. ) oy
mmamg.r VaaP Vil .

DPS Form Exh J—‘i (Rev 05-01)




INTOXILYZER 8000
Location: LEC MAIN JAIL
Serial Number: B0-003356
Core Version: 8105.48

08/03/2015 19:33:37
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDEOCL #187

LAKE HAVASU CITY PD

Opera®r: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: HQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivaticn Period? Yes

Tast g/210L Time

Air Blank 0.000 19:34:20
Diagnostic Test Pass 19:34:55
Air Blank 0.000 19:35:22
0.100 Ccal Check 0.094 19:35:43
Air Bilank 0.000 19:36:13
Subject Test 0.000 19:36:31
Alr Blank ABT* 19:36:38
Air Blank IPS** 19:36:46

*Sequence Aborted
**Improper Bample

Not a Successfully Completed Test Sequence



EXHIBIT (-2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A A C_R13-10-104 (A)

ARIZONA DEPARTMENT OF PURLIC SAFETY
STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL §000
STANDARD CALIBRATION CHECK PROCEDURE
QasPECIALIST 1 S o (87 aceney_ UNC PO
oate_ S[3/is TIME 0.2 _
INTOXILYZER SERIAL # 70~ ()% 7 ¢ LocaTioN {NC MR~ TRIC
{ v} 1. Ensure that gas tank is attached to instrurent md;o;uins a standard aleohal concentration solution , /(") AC,

Pour a standard aleohol concentration solution AC, inta a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been musde. Tum on the simulator and allow temperature to reach 34°C +

0.2°C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

() 2

{ - 3. Goto the “Control Testing Menu”. Select “D)" for dry control test or “W™ for wet control test. After selection is
made press ENTER

{ 1 4. Air blank completed. ’

{ ) 5. Calibration check completed. Test results 0, Q E AC,

{ =) 6. Airblank completed.

( =) 7. Remove printed regord. Attach the record to the completed checklist.

| 1 |r {
s:ammgm-fﬂf g7

DPS Form Exh Lz{nn 05-01)
CAME BACK Flom DR 1S REWR maimervAn (e,

I SERUItE ZRY Dur B w (AL CHITK er G-




INTOXILYZER 2000

Location: LHC MAIN JAIL

Sarial Number: BO-D01873

Core Version: 8105.48

08/N3f2015 20:22:29
Standard Tot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROT, #187

LAEE HAVASD CITY PO

Cperator: J. SONDROL #1587

LAKE HAVASU ClTY PD

Test qraToL Time

Air Rlank 0.000 20:22:58
0.700 Cal Check 0.087 20:23:178
Air Blank 0,060 20:23:48

Preventative Maintenance
Parformed -- Timer Reset



EXHIBIT G4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURLS
INTOXILYZER MODEL £000

STANDARD QUALITY ASSURANCE PROCEDURE

AGENCY [ NC PD

QA SPECIALIST .U Gapubfeet (57

TIME 2024

pate_2/(3/1s
_Location (NMC Imigi~) JRIC

INTOXILYZER SERIAL# R/ - A ETT

( <7 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
( =) 1. Clock time check.
{ “¥ 2. Date check.

OPERATIONAL TESTS -
{ =7 1. Alcohol-free subject test result 0. /Y 4D AC.
{ =¥ 2. Emor recognition logic system functionmg,
Not a Successfully Completed Test Sequence printed
{ -} 3. Proper sample recognition system.
Mot a Successfully Completed Test Sequence printed
Deficient sanple printed. 3 B G
( “-Y 4. Standard Calibration Check standard 0./ /() AC. Resulto._ ()1 /  ac.

Instrument is operating properly and aceurately.  YES = NO

COMMENTS

: ,JII'
SIGNATURE LZ_"{.V“TJ.-/ <7
|

DPS Form Exh G4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JATIL
Serial Number: 80-001873
Core Versicon: 8105.48

08/03/20158 20:24:32
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QASr J. BONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 20:25:17
Diagnostic Test Pass 20:25:52
Alr Blank 0.000 20:26:19
0.100 cal Check 0.098 20:26:40
Adir Blank 0.000 20:27+:10
Subqect Test 0.000 20:27:25
Alr Blank ABT* 20:27:32
Air Biank IPS** 20:27:39

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 80400

Location: LHC MATN JAIL

Serial Number: BUO-001873

Core Version: B8105.48

08/03/2015 20:29:00

Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187

OAS: J. SONDROL #187
LAXE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP, TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minute Deprivaticon Period? Yes

Test g/210L Time

Air Blank 0.000 20:29:45
Diagnostic Test Pass Z20:=30:20
Air Blank §.000 20:30:48
0.100 Cal Check 0.097 2= 33208
Air Elank 0.000 20231238
Subject Test G.174* 20:34:4%
Alr BElank 0.000 7 Pt e 1
Air Blank 0.000 20=35:48
Subject Test UK ** 20:36:08
Zir Blank REI ®x* 20:36:116

*Deficient Sample
**Invalid Sample

Begin new deprivation periocod
***RFI Detect

Not a Successfully Completed Test Sequence



EXLIBIT -2
THIS REFORT FREFARED PURSUANT TO DUTY IMPOSED BY ALA.C. [R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST J e JNom 187  AGENCY f NC_ PD u
o [ Yy
DATE _ ¢ .;; B TME___ o035 /

INTOXILYZER SERIAL# _¥./)- 415 /3 vocation L KC JrQ.ns TRIL .
{ "--'}/. 1. Ensure that gas tank 15 attached to mstrument and containg a standard aleohol coneentration solution . /() AC,
CHR e

Four a standard aleahol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +
0.2°C

<Y 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

1 3. Goio the “Control Testing Menu™. Sclect “D™ for dry control test or “W™ fior wet control test. After sclection is

=) 4. Air blank completed. A~ —

. () ac

)

5. Calibration check completed, Test resulis 0, |
6. Air blank completed.
7. Remove printed n:.:nr. Atiach the record to the completed checklist.

A ll % o
SIGNATURE__ L j, e 157
T

Y
DPS Form Exh G-2 (Rev 05-01)

- -




IRNTOXTLYZER BO0D

Location: LHIC MATN JATL

Serial Humber: EB80-001873

Core Vers:ion: 8105.48

0B/03/20%5 2033747
Standard Lot#: 013747100A3

Last Changed By: J. SONDROL #187
QRS: J. SONDROL #187

LAKE HAVASD CTTY PD

Operator: J. SONDROL #7187

LAKE HAVASD CITY PD

Test g/f210L Time

Air Biank 0.0G0 20:38:17
0.100 Cal Check 0.05%7 20+38:37
Rir Blank 0. 000 20:39:07

Praventative Maintenance
Performaed -- Timer Reset




