POLICE DEPARTMENT
LAKE HAVASU CI1

2360 MoCULL GLH BOULEVARD NORT H
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern;

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the Lake
Havasu City Police Department.

| certify that the attached documentation of Standard Dl.fality Assurance Procedures and/or
Standard Calibration Check Procedure are full, tmf and cu['rqct copy of the original.

( f T'/"'*,-'C, ]

|I_II Signature
L
STATE OF ARIZONA 1
] 85
COUNTY OF MOHAVE )
Subscribed and sworn to before me this___| day of AUL&*[ st
wd
;,_)__{;}’ }' CYU—EM Sl""ﬁﬂ([k"?_)l'
(tada mmm
NOTARY PUBLIC
&7 |is
DATE
Commission expires: =
AL, CARLA DUARTE
} Notary Public - Arizona
‘/,l" Mohave County
g = My Comm. Exgires Mar 29, 2007
Area Code 928
Administration ... ALA-48R4 Fax #'s Emergency . TR ¢ [ I
Business OMce .....ocvveenrneereenr. 855-1171 Addmirdsiralion ..., B80-5430 ron-Em &F[.]EI'IC'.- Ll'ﬂn 1 h; 855-4111
Irvestigations .. BEE-5TTS Business Office ... BBO-5431 TDD  B55-4114
Patrol o a5 0005 15 Investigalions/Palral .............. 6B0-5432 Havasu Sfient Winess a54-TIPS

E-mail: police@ihcaz gov



EXUIBIT -2
THIS REPORT PEEPARED PURSUANT TO DUTY IMPOSED Y A A.C. RI3-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYYER MODEL 8040

STANDARD CALIBRATION CHECK 'ROCEDURE

QaspeciaLisT J  SAnJPeac [§7 aceney {NC. PD -
DATE 2/ _ff/f_f miME_(D 317
INTOXILYZER SERIAL # 600~ (IIN29 LocaTioN LR (‘Mlease Sipns 8

( /) 1. Ensure that gas tank is sttached (0 instrument and contains a standard alcohiol concentration solution , /1) AC.
OR

Pour 2 standard alcohol concentration solution AC, inla a clean dry simulator and assemble thie
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C ¢

0.2*C

( ""i 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ ©) 3. Gotothe “Control Testing Menu®™. Select “D™ for dry control test or “W™ for wet control lest. Afier selection is
made press ENTER.

() 4. Airblank completed e

( 5. Calibration check completed. Testresults0._C )] /| AC.

( “}_ 6 Airblank completed, |

£ R

=3

Remove printed Attach the record to the campleted checklist,
0Ll )i
SIGNATURE A% 1T X1

DPS Form Exh G-2 (Rev 05-01)
Misséd 51 DAYS BULE 1O VACHTgr)




INTOXILYZER BO0OD

Location: LB CHARNEL SICK 8
Serial Number: 80-001029

Core Version: 8105.48

DasoTi0s 0217223
Standard Lot#: 01374700A3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAFE HAVAST CITY PD

Operator: J. SOEDREOL #187

LAKE HAVASU CITY PD

Tast a/lz2t0L Time

Air Blank 0.0G0 021 T:54
0.300 Cal Check 0.097 D2:%18:215
Alr Blank 0.000 Q2:18 44

Prevenbtabtlive Mainlenance

Parformed -- Timer Reset




EXHIEIT
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 {4)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOMLYZER MO 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST o Irl\ee (57 aceney (N ) - -
jbn s mme_ O]

DATE __{

INTOXILYZER SERIAL# §0- Y WO29  vrocamion (B Cifleirvee Sicid §
¢ 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
( *7) 1. Clock time check.
{ -7 2. Date check.

OPERATIONAL TESTS ~ "
I f’j- 1. Aleohol-free subject test r::ml[ﬂ._.!':;_"l{_‘,_k__..} _AC,

{ _¥ 2. Frror recognition logic system functioning.
Wot a Successfully Completed Test Sequence printed

{ v{E. Proper sample recopnition system.
Mot 2 Successfully Completed Test Sequence printed

i Deficient sanple printed. g o
{ '-"3'/4, Standard Calibration Check standard 0, |!'/ XD AC, Result 0 ( 2 1 E AL

Instrument is operating properly and accurately.  YES " NO

COMMENTS

—
SIGNATURE (7 ,HL{NMQEP (<7 . I

DPS Fonn Exh G-4 (Rev 05-01)

L}q \%7
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INTOXILYZER 8000

Location: LB CHANNEL SIGN B
Serial Number: 80-001029
Core Version: 8105.48

08/07/2015 02:271:47
Standard Lot#: 01314100a3

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASUO CITY FPD

Subject: SCAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/f210L Time

Air Blank 0.000 02322535
Diagnostic Test Pass 022350
Air Blank 0.0090 (22337
0.7100 Cal Check o.o0s7 02:23:58
Air Blank 2.000 02:24:27
Subject Test 0.000 07+24+:50
Alr Blank ABRT# B2:24:56
2ir Blank IPg*# 02:25:04

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER BOOO

Laocation: LB CHANNEL SIGH 8
Serial Humber: 280-001029
Core Version: 87105.48

08/07/2015 D2:26:446
Standard Lot#: 01374100A3
Last Changed By: J. SONDROL #187
oaS: J. SONDROL #187
LAHE HAVASUO CITY PD
Operator: J. SCONDROL #1879
LAKE HAVASY CITY PD
Subject: SQAP,TEST
DoB: 01/01/1950
Sex: M Weight: 123
15 Minute Deprivation Perioed? Yes
Test g/ 21 0L Time
Air Blank 0.000 NE=27 32
Diagnostic Test Pass 02:+28:07
Air Blank g.0o0 02:28:34
0.100 Cal Check G.097 HdrZdRshs
Air Bliank 0.060 G239 25
Subject Test 0,247+ 0Z2:32-32
Air Blank 0.0800 02:33:04
Air Blank 0.000 02233232
Subject Test KEHF® 02:33:58
Air Blank | o i 02:34:70

*Deficient Sample
**Tnvalid Sample

Bagin new deprivaticon period
***RFI Detect

Not a Successfully Completed Test Sequence

;?biﬂx




EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. 13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIUC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECK PROCEDURE

___AGENCY édc ||'\’;j )

TIME R e
LOCATION [ 2 ("WArest Sicrs B

QA SPECIALIST ¥
DATE___ / ZLLS
INTOXILYZER SERIAL # 2/ - 771025

1. Ensure that gas tank is attached to instiummen! and containg a standard alecohol concentration mlmim_l_:m AC.

(]
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulafor and assemble the
simulator. Fnsure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C 4
02°C
. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

Goto the "Control Testing Menu™, Select “I)" for dry control test or *“W™ [0 wet conirol test. After selection is

made press ENTER.
4. Air blank completed. o
5. Calibeation check completed. Testresuls 0. ( V[ ac.
(3

Attach the record to the completed checklist.

_.::/, (52 — -




\7/3_,r~f, r
|

INTOXILYZER 8000

Location: LB CHANNEL SIGHN B

Serial Numbar: BO-DDT10ZY

Core Version: B810%L.48

o8a/07/2015 D2:35:04

Standard Lot#: 01314700A3
Last Changed By: J. SONDROL #187

QAS: J. BONDROL #187
LAKE HAVASU CITY PD

Cperator: J. SONDROL #187
LAKE HAVASU CITY ¥D

Test g/210L Time

Air Blank 0.000 D2:35:33
0D.100 Cal Check 0,098 02:35:54
Air Dlank 0.000 02:36:23

Preventative Mzintenance
Ferformed -- Timer Rassat




