POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
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Pﬂn .ﬂ.‘l-i-“ LAKE HAVASU CITY, ARIZONA 36403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify thal the allached documentation of Standard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are (ull, true and c:ﬂ'rrect copy of the original.
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STATE OF AREZOMNA )
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COUNTY OF MOHAVE )
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Subscribed and sworn to before me this _ £~ day of AU

by Lavla Puay+e.
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NOTARY PUBLIC
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DATE

Commission expires:

CARLA DUARTE
wmc - Arirona
Mohave Counly

My Comm. Expires Mar 29, 2017

Area Code 928

Administration ..o, B55-4884 Fax #'s Emergency ... PO |
Business Oflice .................... 8585-1171 Administration ... 680-5430 Mon-Emergency DI.:-[Jdll’_, B55-4111
Investigations ... ..o BB6-57T5 Business Office ..., B80-5431 TLIJ 555_,1 114
Paleol i 855-0515 Investigations/Patrat ... 880-5432 Havasu Silent Witness ... RB54-TIPS

E-mail: police@@ihcas gov




EXHIMT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 3000

STANDARD CALIBREATION CHECK PROCEDURE

QASPECIALIST J__ S Onupzct (87 __acency _[_NC PD -
pateE__ %[28 (1Y _TIME_SSY SN —
INTOXILYZER SERIAL# ¥ -0 1F73 LocatioN [V~ TRIL

(=7} 1 Ensure that gas tank is attached to instrument and amkl.tui:ls a standard aleohol concentration solution , 100 AC

Pour a standard alcohol concentration solution ____AC, into a clean dry simulator and zssemble the
simmulator. Ensure that a tight seal has been made. Twin on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

Go to the “Caontrol Testmy Menu™. Select “D™ for dry contral test or “W™ for wet control test. After selection is
made press ENTER.,

. Aar blank completed.

. Calibration check complcmd Test results 0, / :_i AC.
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INTOXILYZER 8000

Location: LHC MAIN JAIL

Seorial Number: B80-001873

Core Version: B105.48

08/28/2014 05:54:34
standard Lot#: 0151310041

Last Changed By: J. SONDEROL #187
QAS: J. SONDROL #187

LAKE HAVASUO CITY ED

Oparator: J. SONDROL #1787

LAKRE HAVARD CITY PD

Test g/210L Time

Air Dlank ¢.000 05:55:04
0.700 Cal Check 0.097 05:55:25
Air Blank G.000 05:55:55

Preventative Maintenance
Performed -- Timer Reset
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FXHIBIT (-4
THIS EEPORT PREEPARED PURSUANT TO DUTY IMPOSED BY A AC. R12-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST T SoruDiteL g/ AGENCY LNC PD

" - G oot = |
DATE %lllqiﬁl{i"{' FIME {-}LJS A
INTOXILYZER SERIAL # _F0 - 0015 72 LOCATION [Yfljrr TSR

(<) 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
[ *“’jxl. Clock time check,
{ «7 2. Date check.

OPERATIONAL TESTS =
1. Alcohol-free subject test result 0, ¥ 1) AC,

{
{ /;}} 2. Error recognition logic system functioning.
/' Mot a Suceessfully Completed Test Sequence printed
{ * ) 3, Proper sample recognition system.
Mot a Snccessfully Completed Test Sequence printed

Deficient sample printed.
( '/’_]:#, Standard Calibration Check standard ﬂ_Lﬁ_L_D_ AC, Resuli . -f::lcl: f AC,
Instrument is operating properly and accurately.  YES V/ NO_

COMMENTS

1
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SIGNATURE Q. jff”r’ A (57

DPS Form Exh G-4 (Rev 03-01)
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INTOXTLYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

08/28/2014 05:57:33
Standard Leot#: 01513100241

Last Changed By: J. SONDEOL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LARKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: D1/01/1950
Sex: M Weight: 123

15 Minute Deprivaticon Periocd? Yes

Test g/210L T Lime

Air Blank 0.000 05:58:27
Diagnostic Test Pass 05:59:02
Air Blank 0.000 05=59:29
0.100 Cal Check 0.097 05:59:50
Air Blank 0.000 Oe:00:20
Subject Test G. 000 06:00:37
Air Blank ABT* Ge:00:44
Air Blank Ipg** 0e:00:52

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-001873
Core Version: 8105.48

08/28/2014 05:57:33
Standard Lot#: 01513100Aa1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187
LAKE HAVASU CITY PD

Operator: J. SONDROL #187

LAKE HAVASH CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/Z210L Time

Air Blank 0.000 05:58:27
Diagnostic Test Pass 05:59:02
Air Blank 0.000 05:59:29
0.100 Cal Check 0.097 05:59:50
Alr Blank 0.000 06:00:20
Subject Test 0.aon 06:00:37
Alr Blank ABRT=* 06:00:44
Air Blank IPpS*=* 06:00:52

*Sequence Aborted
=*Improper Sample

Not a Successfully Completed Test Sequence

=%



INTOXILYZER B000Q
Locaticon: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

08/28/2014 05:57:33
Standard Lot#: 0151310047

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY FD

Operator: J. SONDROL #1587
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DCB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 D5:58:27
Diagnostic Test Fass 05:59:02
Air Blank 0.000 05:59:29
0.100 cal cCheck 0.097 05:59:50
Air Blank 0.000 06:00:20
Subject Test 0.000 0D6:00:37
Air Blank ART* 06:00:44
Air Blank IPS** 06:00:52

*Sequence Aborted
** Improper Sample

Not a Successfully Completed Test Sequence



INTOXILYZER 8000
Location: LHC MATN JATL
Serial Number: B80-001873
Core Version: 8105.48

0B8/28/2014 Q=0 1528
Standard Lot#: 01513100A7

Last Changed Bv: J. SONDROL #1887
QAS: J. SONDEOL #1879
LAEKE HAVASUO CITY PD

Operator: J. SCNDROL #187

LAKE HAVASLU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Welght:

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 06:02:11
Diagnostic Test Pass D6:02:46
Air Blank 0 .000 06:03:13
0.100 Cal Check 0.097 06:0353:34
Air Blank 0.000 C6:04:04
Subject Test D.182# 06:07:11
Alr Blank 0.000 06:07:44
Air Blank 0.000 06:08:11
Subject Test XA 06:08:356
Air Blank REI**% 06:08:43

*Deficient Sample
**Invalid Sample

Begin new deprivation period

**%RFI Detect

Not a Successfully Completed Test Seguence
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INTOXTLYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: B105.48

08/28/2014 06:01:20
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: J. SONDRCL #187

LAKE HAVASD CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/2710L Time

Air Blank 0.000 06:02:11
Diagnostic Test Pass 06:02:486
Air Blank 0.000 06:03:13
0.100 Cal Check 0.097 06:03:34
Alr Blank 0.000 06:04:04
Eubject Test 0.182* 06307211
Air Blank 0.000 Ue:z0/:44
Air Blank 0.000 06:08:11
Subject Test XAX*x=* 06:08:35
Air Blank REPI#** 06:08:43

*Deficient Sample
**Invalid Sample

Hegin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

ﬁ.-.:c




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-001873
Core Version: B105.48

ng/z28/2014 06:01:20
Standard Lot#: 01513100A1
Last Changed By: J. SONDROL #187
QAS: J. SCNDEOL #187
LAKE HAVASU CITY PD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 D6:02:11
Diagnostic Test Pass 06:02:46
Air Blank 0.000 06:03:13
0.100 Cal Check 0.097 06:03:34
Air Blank 0.000 06:04:04
Subject Test 0.182* 0B:07:11
Air Blank g.000 06:07:44
Adir Blank 0.000 06:08:11
Subject Test XYY ** 06:08:35
Air Blank RFI**%* 06:08:43

*Daficient Sample
**Invalid Sample

Hegin new deprivaticon period
***RFI Detect

Not a Successfully Completed Test Sequence
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EXHIBIT G-2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. I13-10-104 {A)

ARIZONA DEARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST S ke I§7  AGENCY LN PY o
paTE __ B[22/ . e _O6L0OY

INTOXILYZER SERIAL# _€0 -QO\§7S  vLocamion Lt v JRIC -
( ‘G 1. Ensurc that gas tank is sttached to instrument and guguinﬁ a standard aleohol concentration solution . [ 3 AC,

Pour a standard alcohol concentration solution AL, into a clean dry simulator and assemble the
simnulator. Fnsure that = tight seal bas been made. Tum on the simulator and allow temperature to reach 34°C +

0.2°C

(") 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

(“) 3. Goto the “Control Testing Menu”. Select “D™ for dry control test or “W™ for wet control test. Afier selection is
,-’ made press ENTER.

() 4. Airblank completed. i

B 5. Calibeation check completed. Test results 0. (7 (- AC,

(7} 6. Airblank completed.

() 7. Remove printed record. Attach the record to the completed checklist

)
SIGNATURE_ U :;.f“f"f"// } (€7

|
DPS Form Exh G-2 (Rev 05-01)
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INTOXILYEER BOOD
Locatian: TLHC MaIN JAIL
Serial Number: B0-001873
Core Version: B105.48

NE/28/2074 OB 09::

Standard Lot#: 071513100a1
Last Changed By: J. SONDROL #1287

QAS: J. SCNDROL #187

LAXE HAVASU CITY PO

Cperator: J. SONDROL #187

LAKE HAVASU CITY PO

Test g/210L Time
Arr Blank 0.00G g6z
0,700 Cal Check D.0358 0&:
Alr Blank 9.00C0 LT

Preventative Maintenanoe
Performed -- Timer Reset




