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POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASLU CITY, ARIZONA 88403-5947

To Whom It May Concern:

| hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are full, true and correct copy of the original.

QL

Signatme

STATE OF ARIZONA )
) 85
COUNTY OF MOHAVE )

Subscribed and sworn to before me this zi day of .ﬁ‘iﬁk’. Vi b(if
20 wn (Cavla Dupve
Clula hiaete—
NOTARY PUBLIC
q-214

DATE

Commission expires:

Area Code 528

Adminstration 855-4884 Fax #'s Emargency i e 9.1-1
Business Office ... 8551171 Administration 680-5430 Non-Emergency Dispalch 855-4111
Investigations —....................... B55-5T75 Business Office ., GB0-5431 ino ASG-4114
Patm R55-00515 Investigations/Patrol .............. GE0-5432 Havasu Silent Witness B54-TIPS

E-mail: police@lhcaz gov
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EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, R13 10104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

OA SPECIALIST | SO IDRel fg"‘i _ageNcY [LNC EI

pate__R(30/1Y . TME_[0077 -
INTOXILYZER SERIAL # _F) - (O[O LOCATION LB CHResrsEl S¥ns o

( -‘j’ 1. Ensure that gas tank 15 attached to instrument and containg a standard alcohol concentration solution , | 29 AC,
R
Pour a standard aleohol concentration solution ___AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made. Tumn on the simulator znd allow temperature to reach 34°C 2
a2°C
. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
o to the “Control Testing Menu”, Select “D1" for dry control test or “W™ for wet control test. After selection is

made press ENTER

. Air blank completed. 22
Calibration check completed. Test resulis 0./ /] ] J AC.

. Air blank completed.

. Remove pripted record | Attach the record ta the completed checklist,

o d

—
et fd
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SIGNATURE

1S Form Exh (1-2 (Rev 05-01)




INTOXILYZER 3000

Location: LB CHANNEL SIGN 8
Serial Number: B0-007029

Core Version: B105_4A

UB/30/2074 10:07:56
Standard Lot#: 015713720A0

Laat Changed By: J. SONDROL #187
QAS: J. BEONDROL #7187

LAKE HAVASU CITY PD

Oparator: J. SONDBROL #187

LAKE HAVASU CLTY PD

Test g/210L Time

Air Blank 0.000 10:08:28
0.100 Cal Check 0.097 10:08:48
Air Blank 0.000 10:09:18

Preventative Maintenancea
Performed -- Timer Reset
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EXHIBIT -4
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 3 SoruDeor €7 __AGENCY _(_ N PD e e
DATE_R[30 (1Y ~mve 1010 N
INTOXILYZER SERIAL # %7) -00 1029 LOCATION L3 CWNAMwrs Sifres § -

( =) 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
( *) 1. Clock time check.
{ ¥ 2. Date check.
CPERATIHONAL TESTS
{ =7 1. Alcohal-free subject test result 0._( H  AG
{ ~¥2 Error recognition logic system functioning.
Mot a Successfully Completed Test Sequence printed

{ ‘{3. Proper sample recognilion system.
Mot a Successfully Completed Test Sequence printed

: Deficient sample printed.
{ «¥ 4. Standard Calibration Check standard 0. /¢3¢ AC. Fesult 0. (j ‘/:?‘ b __AC
Instrument is operating propetly and accwately.  YES _f- WO

COMMENTS

SIGNATURE (}; Xﬁnfj_ﬂ (€7 I =

DPS Form Exh (-4 (Rev 05-01)
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INTOXILYZER 8000

Location: LB CHANNEL SIGHN 8
Serial Number: 80-001029
Core Version: 8105.48

08/30/2014 10:10:12
Standard Lot#: 01513100A1

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subiject: SQAP,TEST
DOoB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10+11:=02
Diagnostic Test Pass 10:11:37
Air Blank 0.000 10:212:04
0.100 Cal Check 0.037 10:12:28
Air Blank 0.000 10:12:54
Subject Test 0.0co0 10:13:14
Air Blank RBT* 10213:20
Air Blank IPS** 10:13:28

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

Location: LB CHANNEL SIGN 8
Serial Number: B80-00102%
Core Version: 8105.48

08/30/2014 10:10:12
Standard Lot#: 01513100A1
Last Changed By: J. SONDROL #187
QaAS: J. SONDROL #I187
LAKE HAVASU CITY PD
Operator: J. SONDROL #187
LAKE HAVASU CITY PD
Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123
15 Minute Deprivaticn Period? Yes
Test g/210L Time
Air Blank 0.000 10:11:02
Diagnostic Test Pass 10:11:37
Air Blank 0.000 10:12:04
0.100 Cal Chack 0.097 10:12:25
Air Blank 0.000 10:12:54
Subjeclt Test 0.000 10:13:14
Air Blank ALBT* 10213220
Air Blank IBS** 10:13:28

*Sequence Aborted
Y *Improper Sample

Not a Successfully Completed Test Sequence



INTCHXILYZER 8000

Location: LB CHANNEL SIGH 8
Serial Number: B0-00102%9
Core Version: 8105.48

08/30/2014 TR0 2
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY FD

Cperator: J. S0NDROL #1887
LAKE HAVASU CITY PD

Subject: BQAP,TEST
DOB: 01/01/1850
Sex: M Weight: 123

15 Minulbe Deprivation Period? Yes

Test o/l 210L Time

Air Blank 2.000 10:11:02
Diagnostic Test Fass 3. i =
Air Blank 6.000 10:12:04
0.100 Cal Check 6.097 812225
Air Blank 0.000 10:12:54
Subiect Test o.000 I 8 - g I
Air Blank ABT* 1T0:13:20
Air Blank IpS*# 10 1:3::28

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

e e————elfn s ————



INTOXILYZER 8000

Location: LB CHANNEL S1GH 8
Serial Number: 80-00102%
Core Version: 28105%.48

D8/30/2014 10:13:54
Standard Lot#: 01513100A7

Last Changed By: J. SQNDROL #187
OAS: J. SONDROL #1887

LAKE HAVAST CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY FD

Subject: BQAP,TEST
DOE: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

“Air Blank 0.000 10:14:41
Diagneostic Test Pass R o
Air Blank 0.000 10:15:44
0.100 cal Check 0.086 10:16z05
Air Blank 0.000 10:16:34
Subject Test . 193% 10:1%:-432
Air Blank 0.000 10:20:14
Air Blank 0.000C 10:20:41
Subiject Test WA 10:27:05
Air Blank REI*%% {0 b

*Deficient Sample
**Tnvalid Samplie

Begin new deprivation period
*#***RFI Detect

Not a Successfully Completed Test Sequence




INTOXTLYZER B0QO0

Location: LB CHANNEL SIGN B8
Serial Number: B80-001029
Core Version: B105.48

P8/30/2014 10:13:54

Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187

QA5: J. SONDEROL #187

LAKE HAVASU CITY FD

Operator: J. SONDROL #187

LAKE HAVASU CITY FD

Subject: SQAF,TEST

DOB: 01/01/1950

Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:14:41
Diagnostic Test Pass 10:z15:76
Air Blank 0.000 10:15:44
0.100 Cal Check 0.096 10:z:16:05
ir Blank 0.000 10216:34
Subject Test D.193*% 10:19:42
Air Blank 2.000 10:20:14
Air Blank 0.000 10:20:41
Subject TeslL XX FH 10:21:05
Air Hlank RETx**% 10:2T7:13

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Delecl

Not a Successfully Completed Test Sequence

y

151
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INTOXILYZER B00GO

Location: LB CHANNEL SIGH 8
Serial Number: S80-00102%5
Core Version: 8105.48

08/30/2014 Ta=13:54
Standard Lot#: 01513100487

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. S0ONDROL #187
LAKE HAVASU CITY POD

Subject: SQAP,TEST
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 T0:14:41
Diagnostic Test Pass TH=1 5518
Air Elank 0.000 TO:15:44
G.100 cal Check 0.096 2 [ e B
2ir Blank 0.000 10216234
Subject Test 0..193%* 10:19:42
2ir Blank 0.000 10:20:14
Air Blank 0.060 10:20:41
Subject Test XK o TRE2Y =05
Air Blank 15 e i THEZT TR

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

. 1 A —



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10 104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QASPECIALIST .| S4n Mot 17  acency LX(* PD I

pATE __RlJo/IY Tme_ (O]

% S UN e D —

INTOXILYZER SERIAL# __§ (- OO (027 LOCATION LB CNRAAEL Shins €
{ =1 1. Ensurc that gas tank 15 attached to instrument and contzins a standard aleohol concentration solution . [8C Ac,
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made. Tum on the simulator and allow temperature to reach 34°C +

0.2°C
Intoxilyzer $000 display reads “FUSH BUTTON TO START"

N A

G

( “7 3. Gotothe “Control Testing Menu™. Select “D™ for dry control test or “W™ for wet control test. After selection is
made press ENTER.

¢ Adr blank completed.

( 2 Calibration check completed. Test results 0_( D96 Ac,

(

(5

. Adr blank completed.
Remave W*ﬁ the secord to the completed checklist.
—
s ) / ¢~ )

/

DPS Farm Exh G-2 {Rev 05-01)




INTOXILYZER 8000

Location: LB CHANNEL SIGH 8

Serial Number: S50-001029

Core Version: B105.45

08/30/2074 10:21:47
Standard Lot#: 0T15713100A7

Last Changed By: J. SONDROL #7187

QAS: J. EBONDEOL #1187
LAKE HAVASU CITY PD
Operator: J. SONDRCOL #187
LAKE HAVASU CITY PO

Test g/ 210L Time

Air Blank 0.000 10:22:17
0.100 Cal Check 0.096 1022237
Air Blank 0.ooo 10:23:07

Pravantative Maintenance
Performed -- Timer Reset

r




