POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

I hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and
correct copy of the original.
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Commission expires: & ~3/- /&

Area Code 928

Administration ...........cceeveiine 855-4884 Fax #s Emergency .....ccooeevvviciviinnenne.
Business Office ...........ccc....... 855-1171 Administrationr ... 680-5430 Non-Emergency Dispaitch/ ....
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E-mail: police @ ci.lake-havasu-city.az.us
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST /(4 OzzéZc{/L A2/ AGENCY /4,-((/{45#67?/2{-{@@—.

DATE OZ/8507 TIME /OS5 F
LOCATION L« PD 491"

INTOXILYZER SERIAL# __ 80 ' Ocvep P
/1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution . /&) AC.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C 2
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “Contrel Testing Menu™. Select “D" for dry control test or “W™ for wet control test. A fter selection is

made press ENTER.

. Air blank completed.
Calibration check completed. Test results Q. QZ i AC.

_ Air blank completed.
Remove printed record. Attach the record to the completed cheg
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DPS Form Exh G-2 (Rev 05-01)



THPONILYZER 8000

Location: LAKE HAVASU PD

Serial Nusmber: S50-001029

0971572009 {5572t
Standard Tot#: 3330010

Last Changed By: K. DRELLER 4121

DAE:T B, OGRELLER #1171
LARE HAVASU CITY Bh

Test g/s210n 1 Lme

Al Blank L0000 fA
Cal Check . 0%9 Tss8eayd

ALy Dtlank G.000 L:=b&:57




EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. RI310-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

= : '
QA SPECIALIST @é’ﬁcﬂﬂ = AGENCY/#{.-——%véy/oQ/a P

DATE L3 1507 _ TIME_~o/
INTOXILYZER SERIAL # SO -yoz Y LOCATION <4€40 /%01/

. Display Reads “PUSH BUTTON TO START”

STIC TESTS
. Clock time check.
2. Date check.
ONAL TESTS

leohal-free subject test result . 42 AC.
. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
3. Proper sample recognition System.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.

4, Standard Caiibration Check standard 0. 7 /00 AC. Resuli 0, 07J AC.
nstrument is operating properly and accurately.  YES NO
COMMENTS
SIGNATURE 3 | Nalid
A D 7oz, S

" DPS Form Exh G4 (Rev 05-01) /&7‘ e




INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/2009 11:01:02
Standard Lot#: 833001G

Last Changed By: K. DRILLER #121
QAS: K. DRELLER $#121

LAKID HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SOAP,FREE
DOB: 09/15/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test o g/210L  Time -
Air Blank 0.000 ' 11:02:14
Diagnostic Test rass 11:02:41
Alr Blank 0.000 11:03:09
0.100 Cal Check 0.100 11:03:27
Air Blank 0.000 11:03:57
Subject Test 0.000 11:04:22
Air Blank 0.000 11:04:50
Five Minute Wait ABT*

Air Blank 0.000 11:05:29

*Sequence Aborted

Not a Successfully Completed Test Sequen;zégj;7
/ZV’



INTOXILYZER 8000
L.ocation: LAKFE HAVASU PD
Serial Number : 80-001029

09/15/2009 11:01:02
Standard Lot#: 833001G

Last Changed By: K. DRELLER 7121
QAS: K. DRELLER #1221
LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,FREE

DOB: 09/15/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test 3/210L Time -
Air Blank G.000 11:02:14
Diagnostic Test Pass 11:02:41
Air Blank 0.000 11:03:09
0.100 Cal Check 0.100 11:03:27
Air Blank 0.000 11:03:57
Subject Test 0.000 11:04:22
Air Blank 0.000 11:04:50
Five Minute Wait ABT*

Alr Blank 0.000 11:05:29

*Sequence Aborted

Not a Successfully Completed Test Sequenj;é;
7



INTOXILYZER BOQOQO
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/2009 11:01:02
Standard Lot#: 833001GC

Last Changed By: K. DRELLER $#121
QAS: ¥, DRELLER $#121
LAKE HAVASU CITY PD

Operator: K. DRELLER #1121
LAKE HAVASU CITY PD

Subject: SQAP,I'REE

DOB: (9/15/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank 0.000 11:02:14
Diagnostic Test rPass 11:02:41
Air Blank 0.000 11:03:09
0.100 Cal Check 0.100 11:03:27
Alr Blank 0.000 11:03:57
Subject Test 0.000 11:04:22
Air Blank 0.000 11:04:50
Five Minute Wait ABT#

Air Blank ¢.000 11:05:29

*Seqguence Aborted

Not a Successfully Completed Test Sequence

v/



INTOXILYZER 8QQQ
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/72009 11:05:41

Standard Lot#: 833001G
Last Changed By: K. DRELLER

OAS: K. DRELLER
LAKE HAVASU CITY PD

Operator: K. DRELLER

LAKE HAVASU CITY PD

Subject: SQAP,BAWT

DOB: 09/15/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

$#121

$121

#l121

Test g/210L Time

Air Blank 1pS*
Alr Blank 0.000

*Improper Sample

Not a Successfully Completed Test Sequenj;{

11:06:32
11:07:00

/4



INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/20009 11:05:41
Standard Lot#: 833001G

Last Changed By: K. DRELLER #121
QAS: K. DRELLER $#121

LAKE BAVASU CITY PD

Operator: K. DRELLER 4
LAKE HAVASU CITY DD

[
DN
—

Subject: SOAP,BAWT
DOB: 09/15/2009
Sex: M Weilght: 121

15 Minute Dcprivation Period? Yes

Test: g/210L Time
Alr Blank TIPS+ 11:06:32
Alr Blank 0.000 11:07:00

*Improper Sample

Not a Successfully Completed Test Sequence

74



INTOXILYZER 8000
Location: LAKE HAVASU 2D
Serial Number : B0-001029

09/15/2009 11:05:41
Standard Lot#: 833001G

Last Changed By: K. DRELLER #121
QOAS: K. DRELLER #121

LAKE HAVASU CITY PD

Qperator: K. DRELLER 121
LAKE HAVASU CITY PD

Subject: SQAP,BAWT
DOB: 09/15/2009
Sex: M Weight: 121

15 Minute Deprivation Feriod? Yes

Test g/210L o Time
Air Blank IPS* 11:06:32
Air Blank 0.000 11:87:00

*Tmproper Sample

Not a Successfully Completed Test Sequency
s



R

INTOXILYZER 8000
L.ocation: LAKE HAVASU PD
Serial Number : 80-001029
(G9/15/2009 11:07:10

Standard Lot#: 833001G
Last Changed By: K. DRELLER #121

OQAS: K. DRELLER #121
LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,RFIT
DOB: 09/15/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L. Time
Air Blank RFI=* 11:08:03
Air Blank 0.000 11:08:31

*RFI Detect

Not a Successfully Completed Test Sequen%

72:4



INTOXILYZER 8000
Locaticn: LAKE HAVASU PD
Serial Number : 80-001029

0971572009 11:07:10
Standard Lot#: 833001G

Last Changed By: K. DRELLER #121
QAS: K. DRELLER 4121

LAKE HAVASU CITY PD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

Subiject: SQAD,RFI
DOB: 09/15/2009
Sex: M Weight: 121

15 Minute Deprivation Pericd? Yes

Test G/210L . Time
Air Blank RFI* 11:08:03
Alr Blank 0.000 11:08:31

*REI Detect

Not a Successfully Completed Test Sequen

ce



INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial MNumber : B0-001029

09/15/2009 11:07:10
Standard Lot#: 833001G

Last Changed By: K. DRELLER #121
QAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER £121
LAKE HAVASU CITY PD

Subject: SOAP,RFI

DOB: 09/15/2009

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

fest . .g/210nL Time
Alr Blank RFI=* 11:08:03
Air Blank 0.000 11:08:31

*REFI Detect

Not a Successfully Completed Test Sequence

Zi



INTOXILYZER 8000
Location: LAKE HAVASU PD
Serial Number ¢ 80-001029

09/15/2009 11:09:52
Standard Lotd: 833001G

Last Changed By: XK. DRELLER k121
GnS: K. DRELLER 12

LAKE HAVASU CITY 2D

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAD,DEFSAME
DOB: 09/15/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yos

Jest .. 9/210L rime .
Air Blank 0.000 11:10:59
Diagnostic Test Pass 11:11:2¢6
Air Blank 0.000 11:11:53
¢.100 Cal Check 0.099 11:12:12
Air Blank 0.000 11:12:42
Subiect Test 0.274% 11:15:50
Air Blank 0.000 11:16:23
Air Blank 0.000 11:16:50
Subject Test XXK** 11:17:19
Air Blank 0.000 11:17:53

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

4



INTOXILYZER 80006
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/2009 11:09:52
Standard Lot#: 833001G

Last Changed By: K. DRELLER #121
OAS: K. DRELLER #121

LAKE HAVASU CITY PD

Operator: K. DRELLER #121
LAKE HAVASU CITY PD

Subject: SQAP,DEFSAMP
DOB: 09/15/2009
Sex: M Welght: 121

15 Minute Deprivation PFeriod? Yes

Test g/2lon  Time
Alr RBlank 0.000 11:10:59
Diagnostic Test Pass 1i:11:26
Air Blank 0.000 11:e31:53
0.100 Cal Check 0.099 il1:12:12
Alr Blank 0.000 11:12:42
Subject Test 0.274* 11:15:50
Air Blank 0.000 11:16:23
Air Blank 0.000 11:16:50
Subject Test AKH* & 11:17:¢19
Alr Blank 0.000 11:17:53

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test SeQUeniEé%Zf



INTOXILYZER &000
Location: LAKE HAVASU PD
Serial Number : 80-001029

09/15/2009 11:09:52
Standard TLot#: £33001CG

Last Changed By: K. DRELLER #121
QAS: K. DRELLER 4121

LAKE HAVASU CITY BD

Operator: K. DRELLER 121
LAKE HAVASU CITY PD

Subject: SOAP,DEFSAMP
DOB: 09/15/2009
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test . 9/210L Time

Air Blank 0.000 11:10:59
Diagnostic Test Pass 11:11:26
Alr Blank 0.000 11:31:53
$.100 Cal Check 0.099 11:12:12
Air Blank ¢.000 11:12:42
Subject Test 0.274=* 11:15:50
Alr Blank 0.000 11:16:23
Alr Blank 0.000 11:16:50
Subject Test XXK** 11:17:19
Air Blank 0.000 11:17:5

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequen;;ﬁé%?
7V



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST/‘)-/(OW a?:/2/ AGENCY /Mff%ﬁz(/lvzﬁgg Q&—

DATE ﬁ?/_S"Zgg TME_ S VE
INTOXILYZER SERIAL #  $0 OO/ 25 LOCATION L4E 20 %A/

/ 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution + 7820 Ac.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C

. Intoxilyzer 8000 display reads “PUSH BUTTON TQO START”

- Goto the “Control Testing Menu”. Select “D" for dry contro! test or “W" for wet contro! test. Afler selection is
made press ENTER.

. Air blank completed.

. Calibration check completed. Test resuits 0. € 7? AC.

. Air blank completed.

- Remove printed record. Attach the record to the completed che
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