POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA BEA03-5G47

To Whom it May Concern:

| hereby attest that Charles Trescher is a Certified Inloxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

O oY

Signature

STATE OF ARIZONA )
) 55
COUNTY OF MOHAVE )

0
Subscribed and sworn to before me this ,l & L day of () ﬁ ;j ),
20 /5 by
Jedre e W haA2—

NOTARY PUBLIC

[0 -2/

DATE

Commission expires:

JESSICA WHITE
Notary Public - Arizona
i

Manave County
N N
R j My Comm. Expires Feb 26, 2019

Area Code 928

Administration ........ooveeneenn... 555-1884 Fax &'s Emergency .. o R e o
Business Office .. BEE-1171 Administeation .......cccveeerinenen s, BE0-5430 M- I:F‘1l:*|l:|1:'|‘|c‘\-' DL l-':"“l L BRE-4111
Irvestigations ..., B55-5775 Business Oifice _..................... BB0-5431 ,-;I.-J 855-41 14
Patrol S . L 0L Investigations/Patrgl .............. 680-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police@lhcaz.gov

_
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EXHIBIT G-2
THIS EEPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. H13 10-104 (A)
ARIZONA DEPARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST _(“HaQies TResci R __AGENCY __ LAXEtvAsy <i7y pogre
fo- 22-15 _ TIME__ 1517 Hes )

LYZFRSERIALY FO -0 (S 7.3 LOCATION __ { A< PO raarl <XLe

INTCY
( 1. Ensure that gas tank is attached to instrument and contains a standard aleohol concentration solution «f 2O AC,

OR
Pour a standard alcohol concentration solution _ AC, iato a elean dry simulater and assemble the
simulator. Ensure that a tight scal has been made. Tun on the simulator and allow temperature to reach 34°C +
oz2C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
. Gio to the “Control Testing Menu®™. Select “D™ for dry control test or “W™ for wet control test. Afier selection is
made press ENTELR.

. Adr blank completed.
. Calibration check completed. Test results 0. 017 AC.

(o A/ 6 Ak blank completed
7. Remove prinfed record.  Attach the record to the completod checklist

( b
SIGNATURE Lff.%é#—\ -

DPS Form Exh G-2 (Rev 05-01)
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INTOXILYZER BOOO

Locatign: LEC MAIN JARIL
Serial Number: S0-001873

Core Versicn: 8105.48
10/22/2015 15:17:38
Standard Tot#: 0131410083
Last Changed By: J. 30NWDROL §187
QAS: C. TRESCIER #2219
LAKE HAVASU CITY PD
Operator: C. TRESCHER #2119
LAKE HAVASU CITY P
Tast g/Z10L Time
Air Blank 0.Q00 15:18:10
0.3:08 Cal Check 0.097 15:%8:30
Air Blank 0.000 15:19:00
Preventative Maintenance
Performed -- Timar Reset
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EXHIBIT <-4
THIS REPORT PEEFARED M'URSUANT TO DUTY IMPOSED BY A A O R15-10-1404 (A)

ARIZONA DEPARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDTRES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

oA SPECIALIST CHARICs TRescnes. AGENCY _ (AX¢ flainso oavy Aotgee
DATE 1o 22 ~{5 _ TIME [ZZHRsS _h
INTOXILYZER SERIAL# __ 8@ - QOISTX  LOCATION _ {N<PD MLrn) TRre

i b. Dhsplay Reads “PUSH BUTTON TO 5TART™

D?l!, }OSTIC TESTS
{ . Clock time checlo.

( 2. Date check,
op TIONAL TESTS
{ . Alechal-free subjeet test result 0. 20 AL

{ /) 2 Emor recognition logic system functioning.
/ Mot 2 Successfully Completed Test Sequence printed
( &} 3. Proper sample recognition systermn.
Mot a Svuccessfully Cowmpleted Test Seguence printed
i Deficient sample printed.
i 4. Standard Calibration Check standard 0. J 5 & AC. Fesult 'D._Q_?_E AC,

NO

Instrument is eperating properly and accurately.  YES

COMMENTS

SIGNAW\%/%*’ -

; A=

DPS Form Exh G4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: BO-001873
Core Versicn: 8105.48

10/22/2015 15:20:36
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2119

LAKE HAVASU CITY PD

Operator: C. TRESCHER #2159
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 168:21:36
Diagnostic Test Pass 18:22:11
Air Blank 0.000 15:22:38
0.100 Cal Check 0.097 18:22:5¢
Air Blank 0.000 15383148
Subject Test 0.000 165:23:47
Air Blank ABT* 15123553
Air Blank ITPS** 15:24:00

*Sequence Aborted
k*Improper Sample

Not a Successfully Completed Test Sequence

e




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 230-001873
Core Version: B8105.48

10/22/2075 15:25:38
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2719

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAEKE BAVASU CITY FD

Subject: SQAP,TEST
DOB: 10/18/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:21:38
Diagnostic Test Pass 15:22:11
Air Blank 0.000 G e o s 1
0.100 Cal Check o.097 15:22:59
Alir RBlank 0.000 15:23:-28
Subject Test 0.000 15:23:4

Air Blank BRT* 1572353
Air Blank IPg** 15:24:00

*Zegquence Aborted
**Improper Sample

Mot a Successfully Completed Test Seguence

ST i o L

39




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Versicn: 8105.48

10/22/2015 15:20:36
Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASUO CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: S0QAP,TEST
DOB: 10/18/1978
Sex: M Weight: 220

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank 0.000 15:21:36
Diagnostic Test Pass 1522221
Air Blank 0.000 15:22:38
0.100 Cal Check 0.097 15:22:59
Air Blank 0.000 15:23:28
Subject Test 0.000 15:23:47
Air Blank ART* 15:23:53
Air Blank IPS** 15:24:00

*Segquence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence

e = e wa o




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Varsion: 85105.48

10/22/2015 15:24:51
Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187

QAS: C. TRESCHEFR #219
LAKE HAVASUO CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY FD

Subject: SQAP,TEST

poB: 10/12/1978

Sex: M Weight:z: 220

1% Minute Deprivation Period? Yes

Test g/Z210L Time _
Air Blank 0.000 15:25:44
Diagnostic Test Pass 15:26:19
Air Blank 0.000 15:26:47
0.100 Cal Check 0.097 15:27:07
Air Blank 0.000 15:27:37
Subjecl Tesl XFAH 15227257

jr~Blank 0.000 15:28:30

*Invalid Sample
Begin new dgprivation period

Not a Successfully Completed Test Sequence

R e,

'E_
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INTOXILYZER 8000

i
Location: LHC MAIN JAIL ]
Serial Number: 80-001873
Core Version: 8105.48 |
10/22/2015 15:24:51 i

Standard Lot#: 01314100A3
Lazst Changed By: J. S0ONDRCOL #1887

Qas: C. TRESCHER #219
LAKE HAVASU CITY PD

Operator: C. TRESCHER #2149
LAKE HAVASU CITY PD

Subject: BQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

1% Minute Deprivation Periocd? ¥Yes

Test _ g/210L Time

Air Blank 0.000 15125244
Diagnosbtic Test Fass [ T el 2|
2ir Blank g.000 15:26:47
0.100 Cal Check 6.097 15227207
Air Blank 0.000 15:27:37
Subject Test HEH* 15227 =57
Air -Blank — 0.000 15:28:30
o~

o
*Invalid Sample

Begin new debrivation period

Not a Successfully Completed Test Sequence




INTOXILYZER 2000
Location: LEC MAIN JAIL
Serial Number: BO-001873
Core Version: 8105.48

1042272015 1522457
Standard Lot#: 01314100A3

Last Changed By: J. SONDRCL #187

QA8 CL TRESCHER #219

LAKE HAVASU CITY FD

Operator: C. TRESCHER #2189
LAKE HAVASU CITY FPD

Subject: SQAPRTEST

BCB: 10/18/1978

Sex: M Weight: 220

15 Minute Deprivation Periad? Yes

Test g/210L Time

2Zir Blank 0.000 15:25:44
Diagnostic Test Pass ¥hidE 18
Air Blank 0.000 15:26:47
0.100 Cal Check 0.097 15527207
Air Blank 0.000 15z 2 27
Subject Test HKE* S ATe 5T
Air Blapk 0.000 15:28:30

o =

P
i

*Invalid Sample
Hegin new deprivation period

—— .,-f"/

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

1072272015 TH-29:74
Standard Lot#: 01314100CA3

Last Changed By: J. SONDROL #1887
QAZ: C. TREESCHER #219

LAKE HAVAST CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

S T

15 Minute Deprivation Period? Yes

G|

2

Test g/210L Time

Air Blank 0.000 15:30:06
Diagnoatic Test Pass 15:30:41
Air Blank 0.000 15:i371+08
0.100 Cal Check 0.097 1531 580
2ir Blank 0.000 15:31:58
SQPject Test RFT* 1532743

A lan 0.000 g e o

Not a Successfully Completed Test Sequence




INTOXILYZER 80GCG0
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

1[].-'#22#‘;2515 '}5;29:14
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QOAS: C. TRESCHER #219

LAKE HAVASU CITY #D

Operator: C. TRESCHER #219
LAKE HAVASU CLTY 2D

Subject: BQAP,TEST
DOE: 10G/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 15:30:06
Diagnostic Test Pass 1530741
Air Blank 0.000C 15237 308
D.100 £al Check 0.097 165=31+24
Air Blank 0.000 15:31:58
Syubiject Test RFI* 15:32:43
}é;,Eiﬁnkm 0.000 15:33:14

¥

*RFI Detect

Not a Successfully Completed Test Sequence

mlila

e —




INTOXILYZER BOGO
Location: LHC MATIN JATLI
Serial Number: 80-0018723
Core Version: B105.48

T0/22/2015 15:29:14
Standard Lot#: 01314100A3

Last Changed By: J. S0ONDROL #1887
QAS: C. TRESCHEER #2189

LA¥XE HAVASU CITY PD

Operator: C. TRESCHER #2419
LAKE HAVASU CITY PD

Subject: B0QAP,TEST ’
DOB: 10/19/1978
Sex: M Weight: 220

P e e

15 Minute Deprivabiocn Periocd? ¥Yes

—

Test g/210L Time 1
ir Blank 0.000 15:30:06

Diagnostic Test Pass 15:30:47

Air Blank 0.000 15:31:08

0.100 cal Check 0.097 15:31:29 -

Air Blank 0.000 15:31:58 ﬂ
Subject Test REI* 15:32:43 ?

(.000 15:33:14 i

Not a Successfully Completed Test Seqgquence




INTOXILYZER BOOCO
Location: LHC MAIN JATL
Serial Number: BO-0071873
Core Version: B8105.48

10/22/2015 15:34:01
Standard Lot#: 0137147100A3

Last Changed By: J. SONDROL #187
DAS: . TRESCHER #2159

LAKE HAVASU CITY PED

Cperator: C. TRESCHER #2159
LAKE HAVASUO CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15234252
Diagnostic Test Pass TEz3H 2T
Alir Blank 0.000 15:35:54
0.100 Cal cCheck 0.098 15236815
Air Blank 0.000 15:36:45
Subject Test 0.0Z9% TS5 3852
Air Blank 0.000 15:40:23
Bir Blank 0.000 15:40:50
Subject Test XX F* 15:41:11
Air Blank HET*** 15:47:18

*Deficlient Sample
**¥Invalid Sample

BEegin new deprivation period
***RFI Detect

Not a Successfully Completed Test Sequence

S I e

1
'
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INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 5105.48

10/22/2015 Tes34:01
Standard Lot#: 01314100A3

Last Changed By: J. SONDROL #187
QARS: C. TREESCHEE #2719
LAKE HAVASU CITY D

Operaltor: C. TRESCHER #2719
LAKE HAVASU CITY PD

Subject: SQAP,TEST

CoB: 10/19/1978

Sex: M Weight: 220

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 15:34:52
Diagnostic Test Pass FH 35507
Adir Blank 0.000 1535554
0.100 Cal Check G.098 1536215
Air Blank 0.000 Thedbadh
Subject Test 0.029* 15:35:52
Zir Blank 0.000 1 5:40:23
Air Blank 0.000 Thrd e
Subject Test W *® 15247271
Air Blank RET**# 15:41:18

*Deficient Sample
**Invalid Sample

Begin new deprivation period
***RFI Detect

Not a Successfully Completed Test Seguence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Wumber: 80-001873
Core Version: 8105.48
10/722/2015

—%
L8]
e

ad
i
"o

Lee ]
=k

Standard Lot#: 01314100A3
Last Changed By: J. SONDROL

=
oo
-1

W
3
Lo

QAS: C. TRESCHER
LAKE HAVASO CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST ‘
DoB: 10/19/1978
Sex: M Weight: 220

15 Minute Depriwvation Pericd? Yes

- o e '.

B

Teszt g/ 210L Time

2Zir Blank 0.000 1523412532

Diagnostic Test Pass 1 R2A5 2T

Air Blank 0.000 T5:35:54 if
0.100 Cal Check 0.098 13236515 ]
Air Blank 0.000 15:36:45 |
Subject Test 0.028%* 153952 =
Alr Blank 0.000 15:40:273

Air Blank 0.000 15:40:50

Subject Test 6 8 ThHedl 271

2ir Blank REI %% 15:41:18

*Deficient Sample
**Tnvalid Sample

Begin new deprivation pericd
***RFI Detect

Not a Successfully Completed Test Seguence




EXHIBIT -2
THIS EEPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURI

_AGENCY fAKE NAVASY f::rr; POLTeE

QA SPECIALIST _CHaRi¢ < TResedel
[0~ 23 L5 TIME (AR Ly N

INT YZERSERIAL® O -0 1873  rocamion_LicPs  pmaTn) Tapy

X‘:’._ Ensure that gas tank is attached to instrument and contains 2 standand aleolol concentration solution , [ 0O AC.

(
OR
Poir a standard aleohol concentration solution AL, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

7 02*C
(/ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
(./ ) .3. Gotothe “Control Testing Menu”. Select *D™ fix diy control test or “W™ for wet control test. After selection is

7 made press ENTER.
( . Air blank completed.
'5. Calibration check completed. Test results 0. O % 7 AC,

E/ Air blank completed
( 7. Remove printed record. Attach the record to the completed checklist.
Slmm‘é%ﬂf_é!:?_f—ﬁ T

DPS Form Exh G-2 (Rev 05-01)
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INTOXEILYZER BGOG

Location: LHOC MALN JALL

Serial Number: B0-001873

Core Version: B10%.48

10/22/2015 15:42:41

Standard Lob#: G1314100A3

Last Changed By: J. SONDROL #7137 E

QAS: C. TRESCHER #219

LAKE HAWVASU CITY FD

Operator: C. TRESCHER #219

LAXE HAVASDU CITY ED

Tasl g/ 210L Time “!

Bir Blank ¢.000 15:43:12 H

£.100 €al Check 0.097 15:42:33

Air Blank . 0u0 15:44:03 |

iV

Freventative Maintenance ?

Performed -- Timer Reseb




