POLICE DEPARTMENT
LAKE HAVASU CITY

2380 MeCULLOCH BOULEVARD NORTH
LAKE HAVASL CITY. ARIZOMA 86403-5847

To Whom It May Concern:

I hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and

correct copy of the original. .
//- ;"’-:;‘ff#
R e

Signature

STATE OF ARIZONA )
) 85
COUNTY OF MOHAVE )

Subscribed and sworn to before me this ot 1 ~ dayof t’"{‘t‘.'} hev”
200 py- (havieS Trescher

fi} AUa 7 UL éﬁ[-(

NOTARY PUBLIC

10/27 114

13

DATE

issi ires: 7L GCARLA DUARTE
o e . Motary Public - Arizona
= = Mpohave Gounty
7 My Comm, Expires Mar 29, 2017

Area Code 928

Administration ...........c.ooveee.. 855-4884 Fax #'s EMBGaRCY e i 3211
Business Office iy B55-1171 Administration ......occeeeenennn... B80-5430 NLJ&!-FI[IE[HHHL:}' Dsspa[gh;’ e B55-4111
Investigations .......c..ccceeeeeeen.. B55-5775 Business Office ..., G80-5431 ToD R55-4114
Patrol oo, 8050515 Investigationa/Patrol ._.._......... 680-5432 Havasuy Silent Witness ... B54-TIPS

E-mail: police@ihcaz.gov




EXHIBIT G-2
THIS REMORT PREPARED PURSUANT TO DUTY IMPOSED BY AA.C. R13-10-104 (A}

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE
ay
QA SPECIALIST ((HAQLES TRES<HER __AGENCY LAKS HAYASU FOLToe

jo-37-(4 TME__ /[0 O
LOCATION MATA CTRIL

DATE

=
INTOXILYZER SERIAL# _E0 - COM¥ 73

( I. Ensure that gas tank is altached to instrument and contains a standard aleohol concentration solution «1 2C 4920 AcC,
OR
Pour a standard alcohol concentration solution AC, into a elean dry stmmulator and assemble the
simulator. Ensure that a tight seal has been made. Tum on the simulator and allow temperature to reach 34°C +

Go 1o the “Coatrol Testing Menu", !
made press ENTER.

(
Adr blank completed.
E? Calibeation check completed. Test resulis 0. O 53 __AC.
(
(

02*c
( \f Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
/ Select “D™ for dry control test or “W™ for wet control test. Afler selection is

6. Alir blank completed.
7. Remowve piinted record. Attach the record to the completed checklist.

SIGNATURE __.g:é%"— B

- DPS Form Exh G-2 (Rev 05-01)




Location: LEHC MAIN JAIL
Serial Number: BO-QDIET3
Core Version: B8105.48

Standard Lot#: 015137100A1

Last Changed By: J. SCONDROL #187
QAS: C. TRESCHER #2719

LAZE HAVASO CITY PD

Opaeratar: C. TRESCHER #2139

LAKE HAVASU CITY PD

Tast g/210L T ime

Air Blank 0.000 11:
0.300 Cal Check D.098 11:13:52
Air Blank 0.000 1V:12:32

Preventalive Maintenance
Parformed -- Timer Reset
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EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZFRE MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST _(HARLEs TTRESNER __AGENCY _LAKE NAwgs) CTTY PogeC
DATE 10 -7 19 B ™E  JI/ T
INTOXILYZER SERIAL # B0 -0o(€ 75 LOCATION _MATA) ~JRIL.

‘A 1. Display Reads “PUSH BUTTON TO START"

D OSTIC TESTS
( y{q Clock l:ucnrdm:k
2. Date

TIG-N&LTES‘I";
{ - Alcohol-free subject test resuit 0. 200 AC.
(/) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed

{ q‘fl Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Dieficient sample prined.
) 4. Standard Calibration Check standard 0._JOC  AC. Result0. 0T / AC
Instrument is operating properly and accurately.  YES NO_

COMMENTS

SIGNATURE D‘%,.dzf% i

DPS Form Exh G4 (Rev 05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-007873
Core Version: 8105.48

10/27/2014 11:214:22
Standard Lot#: 0151310041

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2119

LAKE HAVASU CITY PD

Cperator: C. TRESCHER #2419
LAKE HAVASU CITY PD

Subject: sSQaP,TEST
DOB: 10/15/1978
Sex: M Weight: 210

156 Minute Deprivation Period? Yes

Test q{21UL Time

Alr Blank 0.000 11:15:46
Diagnostic Tesl Pass T1216:21
Alr Blank 0.000 11:16:48
0.100 Cal Check 0.098 11:217:09
air Blank 0.0600 1125738
Subject. Test 0.000 T :277:58
Air Blank ABRT* 11:=18:04
Air Blank IPS** 11218:212

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B80-001873
Core Version: 8105.48

10/27/2014 T1214:22
Standard Lot#: 0151310047

Lasl Changed By: J. SONDROL #187
QAS: C. TRESCHER #219

LAKE HAVASU CITY PD

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SEQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Period? Yes

*Seguence Aborted
**Improper Sample

Test g/210L Time

Air Blank 0.000 11:15:46
Diagnostic Test Pass 11:16: 21
Air Blank 0.000 11:76:48
0.100 Cal Check 0.098 11:17:09
Air Blank 0.000 11=17=39
Subject Test 0.000 11:17:58
Air Blank ART* 11:18:04
Air Blank IPS** 11:18:12

Not a Successfully Completed Test Sequence

#}




2

INTOXILYZER BOGO

Location: LHC MAIN JAIL

Serial Mumber: B80-001873

Core Version: B105.48

10/27/2014 11514222

Standard Lot#: 07T513100a1
Last Changed By: J. SONDROL #1879

QAS: C. TRESCHER #2419
LAKE HAVASU CITY 2D

Operatoer: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
LOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Pericd? Yes

Test g/ 2105 Time

Air Blank 0.000 | B B
Diagnostic Test Fass 11 216221
Air Blank 0.000 11:16:48
C.100 Cal Check 0.098 11217208
Air Blank 0.000 17217x35
Subject Test 0.000 K1z Bl :E8H
Air Blank ART* TT:18:04
Air Blank IES*+* TT=181:2

*Seguence Aborted
**Improper Sample

Not a Successfully Completed Test Seguence




Al

INTOXILYZER 8000
Location: LHC MAIN JATL
Serial Number: BC-001873
Core Versicn: 8105.48

10/27/2014 11:19:01
Standard Lot#: 0151310041

Last Changed By: J. SONDERCL #187
QAS: C. TRESCHER #219

LAKE HAVAEU CITY PED

Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 210

15 Minute Deprivation Periocd? Yes

Tast g/210L Time

Air Blank 0.0300 11:20:01
Diagnostic Test Pass 11:20:386
Air Blank 0.000 1121203
0.100 Cal Check 0.097 11:21:24
Air Blank C.000 11:21:54
Subiject Test 0.024%* 11225201
Ajir Blank 0.C000 11225231
Air Blank 0.000 11:25:59
Subject Test KX = * 11:26:19
Air Blank RFI*** 11:26:28

*Deficient Sample
**Invalid Sample

Begin new deprivation period
**4RFI Detect

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-001873
Core Version: B8105.48
10/27/2014

Standard Lot#: 0151310041
Last Changed By: J. SONDROL #187

QAS: C., TRESCHER #219
LAKE HAVASU CITY PD

Operator: . TRESCHER #219
LAKE HAVASU CITY PD

Subject: S5QAP,TEST
DOB: 10/19/1978

Sex: M Weight: 210

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 11202407
Diagnostic Test Pass 11:20:36
Air Blank 0.000 11:21:03
0.100 Cal Check 0.097 11:21:24
Air Blank 0.000 11:21:54
Subject Test 0.0244% 11:25:01
Air Blank 0.000 11:25:31
Air Blank 0.000 1125259
Subject Test W= 11:26:719
Air Blank RFEI*** 11:26:28

*Deficient Sample
¥**Invalid Sample

Begin new deprivation pericd

**k*RFI Detect

Not a Successfully Completed Test Seguence




INTOXTILYZER 8000
Location: LHC MAIN JAIL
Serial Number: S0-001873
Core Version: 8105.48

10/27/20%4 T1 27907
Standard Lob#: 0151310021

Last Changed By: J. SONDROL #1879
QAS: C. TRESCHER #2719

LAKE HAVASU CITY PD

Operator: C. TRESCHER #2189
LAKE HAVASY CITY FD

Subject: SQAP,TEST
DOB:» 10/19/18978
Sex: M Weight: 210

15 Minute Deprivalion Period? Yes

Test ag/21010 Time

"Air Blank 0.000 1752001
Diagnostic Test Fass 11:20:38
Air Blank 0.000 11227503
0.100 Cal check 0.097 Tlsdl 24
2ir Blank G.0090 11:21:54
Subject Test 0.024% 1 225201
Air Blank 0.000 AT By
Air Blank 0.000 11225255
Subject Te=st KK HH** Tlrdes 18
Air Blank BFE*x*® THhi26 28

*Deficient Sample
**Invalid Sample

Begin new deprivation period
¥**RFI Detect

Not a Successfully Completed Test Sequence



EXHIRIT -2
THIS REPORT PEEFARED PURSUANT TO DUTY IMPOSED BY AA.C.RIZ-10-104 (A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

AGENCY _/AKE Havds) Ty Poaee

QA SPECIALIST _ (THARESTRESNER
1o-37-14 TIME ({2 &

DATE

ILYZERSERIAL# _Fe -0c!P73 LOCATION _AMaly  JATe.

INTO
(/) 1. Ensure that gas tank is attached to instrument and contains a standard alechol concentration solition= /00 AC.

OR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulstor. Ensure that a tight seal has been made. Tum om the simulator and allow temperature to reach 34°C &

02°C
{% 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
). 3. Go to the “Control Testing Menu”. Sclect *D” for dry control test or “W™ for wet control test. Afier selection is
/ made press ENTER.
4. Aur blank completed. ;
Calibration check completed. Test results 0._C°7 7 AC.

5
6. Air blank completed.
7. Femove printed record. Attach the record to the completed checklist,

=

SIWMML

- DPS Form Exh G-2 (Rev 05-01)




INTOXILYZER 8000

Locatioen: LHC MAIN JAIL

Serial Mumber: BO-001873

Core Version: 8105.45

10727752014 11:28:49
Standard Lotf: C151310041

Last Changed By: J. SONDROL #1887

QAS: C. TRESCHER #2132
LAKE BAVASU CITY PO

Cperator: C. TRESCHER #2119
LAFKE HAVASU CITY PD

Test g/ 210L Tieme

©
o

Air Blank 0.0
0.100 Cal Check 0.

Air Blank 0.

[ T
5]
(V] e
e —
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]

Preventalive Mainktenance

Performed -- Timer Roeset




