POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the afttached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are full, true and

correct copy of the original.

Signature

STATE OF ARIZONA )
) 88
COUNTY OF MOHAVE )

Subscribed and swom to before me this Pt A day of Ci:_t
2c4?y oy Chywacss 1[ReSehal
oo N WYY g U

NOTARY PUBLIC

wl2el2a3
DATE

. SHAWNA MCKNIGHT
" < Notary Public - Arigons
v

L LG L F T Lty
"1t 200

Commission expires: ~{ "r\ﬁjq . 2371

. -

Area Code 928

AGmiristration .............c........ B55-4884 Fax #'s EMEngoncy ... S=1-1
Business Office ..........ccoceveeee.. B85-1171 Administration ... GHO-5430 MNon-Emergency Dispatch/ ... 855-4111
Investigations ... B85-5775 Business Office .......ocoocenns . BB0-5431 TDD B55-4114
Patrol .......... R 8550515 InvestigationsPatrol oeees BBO-HA32 Havasu Silent Wilness ... . 854-TIPS

E-mail: police@Ihcaz.gov




EXINTT (a-2
THIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC, RIZ-I0-104 (A)

ARIZONA DETARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXIYZER MODEL 80040

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST (- TRESTHER AGENCY LAKE NavisY CEry  Qocte€

DATE [0-3%-13 TIME ORES

INTOXILYZER SERIAL# O -aalo7a9 LOCATION QBdeewdmER cfidinel ST ®

(1) 1. Ensure that gas wank is attached (o ipstiupent and containg 2 standard aleohol concentration solution 0D AC

R o

Pour a standard alcohel concentration soluetion AC, into a elean dry simulator and assembie the
stmudator. Ensure that a tight seal has been made. Tum an the stimalator and allow temperature 1o reach 34°C +
0.2°C

i % 2. Intoxilyzer 8000 display reads "PUSH BUTTON TO START™

(W) 3. Gote the “Control Testing Menu™, Select "D for dry control test or “W™ for wet control test, After selection is
made press ENTER.

(1 . Adr blank completed.

{1 . Calibration check completed. Test results Uci% AL

{ B Adr bBlank completed.

{ 7. Remove ponted gecord. Attach the record to the completed checklist.

SIGNATURE fﬂ’fﬁftfﬁ-c*f_{j,z_’f__fd___ﬂ__-ﬂ

DPS Form Exh (-2 (Rev 05-01)




Core Uershon: 810546
|3/a802013 8:53:46

Stancatd Lotd: DI3i3L00AI

(st Changed By J. SDHEROL HiE7
ORE: [, TRESCHER H219

LRKE HRURSE CITY FO

Operator: [, TRESCHER K219
LRRE SRSy CITY RO

Prevenbative faintenance
Performed —— Timer Reset




EXHIBIT ¢
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY ALAC. R1M-10-104 (A}

ARIZONA DEPARTMENT OF PURLIC SAFETY

STANDARD QUALITY ASSURANCE PROMEDURES
INTONILYZER MO 8iin

STANDARD QUALITY ASSURANCE PROCEDURE

OA SPECIALIST  CTTRESCHER CAGENCY  LAKE HAWSO CTy  PoEIre
DATE [0 -38-L5 TIME odo0/ -
INTQXILYZER SERIAL# X0 ~ 00[02Y _ LOCATION ARIDSEwATE (Agpne,. SIHE
| IXL Dispiay Reads “PUSH BUTTON TO START"

m OSTIC TESTS
( . Clock time check
{ 2. Date check,

(815 TIOMAL TESTS
( . Alcohol-free subject test result 0, C Q_ AC,

{ Error recognition logic system funclioning
I/ Mot a Successfully Completed Test Sequence printed
i 3, Proper sample récognition system.
Mot a Successtully Completed Test Sequence printed
Deficient sample printed.
(1A 4. Standud Calibration Check standard o[ OO AC. Result0, O8 AC,
Instrument is operating properly and accurately,  YES Y NO
COMMENTS

SIGNATURE __ . W

DPS Form Exh G-4 (Rev 05-01)




HTERILEZER 5000

alion: LB CHOMEL SIGY &
] wmher

[ore fergion: #i05.48
|328/ 2813 05:0e:i1

Stannetd Lotd: 015131 808]
Last Changed By ). SONDRDL #i87

a5 [ TRESTHER 219
LAKE HRURSY CITY #0
fperator. [, TRESCHER K219
LAKE HALRSL CITY PO

Subject: S0AP, TEST

ms: [, TRESCHER #2139
LARE FRiRe CITY BT

Smject: SORP,TEST a0 A
2_—:—_19-[[-.";“_.!;'1-' 00B: 1Ee190i408
j*ia:ga'g'r:m;jm L o i jtt, ik '| Sak: ¥ Ueight 2060
LRRE HRUR b2 1 WEgnL: JU3 Al

15 Hingte Depriugtion Period? Yes

Sipject; SRR, TEST
o08: 19/19/1978 =
Say: M Ueight: 200 e Tast g2liL Tine

15 Minute Deorivation Pericd? Yes &E.]N:'Iﬂ nu Rir Blank 0,080 B5:02:20
“!-'a';n:;ti“ ot ;;; 15,57 Disgnostic Test  Pass b5: 0257
sewE————————— e ol EH] kIl at 33 Wty Mo’ RiF - 2 o, {2
Test. g2l Tine Rir Blank 1,400 10325 ik D140 19:03:25
: g/210L . s S I el 0108 Cal Creck  0.038 B:03:45
e . S £ Ll Ll WL U3 & SN aie R & i
Rir Bl .08 18:02:20 Air Blark 0.008 it éiﬁsgﬁ ! EH ;3:n::;§
Disgrostic Test  Fass 85:02:57 Swiject Test 0030 Wb Pty 1o g.{. i
Rir Blank 0.0i0 ¥0%25 Rir Blank HETs £3:04:44 it Bak Pire a.g.imlga
0,180 (3 Check 0,098 1034 Air Bl [Fae 19:0e% | b ' o
Rir Blark 0.080 55:04:15 s :
i | ence Ao
Subject Test g0 B0d:37 1Sapuence Foorted ::?qmrwuﬂ_;ﬁ
Air Biank ® T%: 14: 44 wa|moroner Saple
fir Blark [P5as 13 04: 5

S e Not 3 Successfully | Not & Successfully
A Completed Conpleted

Not a Successfully Test Sequence | Test Sequence
Completed |
Test Sequence ar | ar

p |




IRTEHILYZER dnaL

Location: LE CHANNEL SIGH &
Serial Wueber: BE-0GHIA
Core Uersion: 8105.43

/2B B

Standard Lots: 8i5i3198a1
Last Changeg By J. SCNDBOL 8187

[RS; [, TRESCHER #21%
LREE HRURSH CITY PD

Operator: [ TRESCHER HZig
LREE HRRRSU CITY FO

Subject: SOaP TEST

[E; 181915

Sex: H

Weight: 204

I5 Kioute Depriugtion Period? Yes

Test ot Mg
#ir Blak b.ad0 05§
Diagrostic Test  Pass 9:
Bir dian 0504 0g:
0,108 [al Check E.(0%9 5.1
it Biark i, e
Sunject Test 0.5t
Rir Blang, 5050
Rir Blark 0,10
Subfect Test E1 T 0
RAir Biank fF 221 i

@& omE
)

=
= R g
L
s
-
ol e L S

Km
EETo s

= e
S = E

-_H=.,

1485
9:14:33

£h 1

sleficient Sawple
wnialid Sanple

Begin new deprivation perfoc
w201 [etect

Not & Successfully
Completed
Test Sequence

o

|

LBKE HAURSU 1Ty B

SWject: SGRP TEST
AR R
Sex:

deight: 280

{3 finute Deprivation Periog? e

Test

Rir Blar g.a0
Dizgnostic Test  pass
Rir &lant 0203
D08 Cal Cheok 1w
&r Blank 0,080
Silbject Test
Rir Blank &4m
Air Blank 11

Subfect Test Kien

i Blank

seficient Sawple
=imalid Sanple

Begin new geprivation peri
sxxfF] Dotect RO

09:88: in
09:88: 43
B9 05: 1
09:08: 32
0% 150
09:§3-54
i5: 1340

85 14: 17

f9: |¢:25

{9:14:33

MtaSmmﬁﬂﬂm

L3

INTONILYZER BOOD B
Locatiom LB CHRHEL G108
cerial Morher: S-0BI129
{re vercion; G105.48
17282813 na- &7
|0r2E2ELT 0340

Last Changed By J. SONIROL ALY

(R5: [, TRESCHER #2i3
LAKE HeipsL CETY #O

Qrecator: [. TRES[HER 19
LEKE HauRsy TITY PO

Sehject: SR, TEST
oA 1001941970
San: B ueight; 2t

S Wirute Gepriugtion Period? Ye3

pir Blank L.
f. 100 Cal Cneck
fir Blank b0
npject Test g 33
air Blank 0.0 f9: 1348
Rir Riank i.ong E:‘{:H'.[I'{
Supject Test Niax L]
Air Blan
sieficient Saple
sxlrialid Saple .

gegin new degrivation period
saallf | [2lecl

Not a Successfully
Completed
Test Sequence

c




EXHIBIT ;-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY AAC, RIX-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBHATION CHECK PROCEIMIRE

QA SPECIALIST (! 7RESCHNEX  AGENCY _(AUE HWAMSYU Ty Leegee
B jo--13 _ TIME AL -
INTOXILYZER SERIAL % XO “ 001937 1ocation Srzoscmmen ciaumee. sten§
( f]_ Ensure that gas tank is attached to nstrument and contains a standard alcohol concentration solution a_ll‘JF}_ﬁ('.
Pour a standaid alcoho! concentration solution Lﬂﬂ- into a clean dry simulator and asscmble the

simulator. Fnsure that a tight seal has been made. Tum on the simulator and allow temperature 1o reach 34°C +

0.2°C
¢ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
. Go to the “Control Testing Menu”. Select “I)7 for dry control test or “W™ for wet control test. Afier selection is

made press ENTER.

N

4. Air blank completed
(/A5 Calibeation check completed. Test results 0. 078 AC.
( 6. Air blank completed.
() 7. Remove printed record. Attach the record to the completed checklist.

SIGNATURE {?ﬁﬁ%

DPS Form Exh G-2 (Rev 03-01)




Location: L
Sarial Mumber;
[are Uersjon; il

|Be28s2013 09:18:5

Stangaro Loth: 31S13/00R
Last Changed Buy: ). SOBDROL /1E7

5 €, TRESCHER 8719
LALE mRsl CITY 62
Operator: . TRESCHER K219
LEKE MRSl CITY RO

fir Rlank i 300
0,103 Cal Creck 0,798
pir Blak il

Precentative Maintenance
forforeed - Timer Resst




