FOLICE DEPARTMENT

I R RFE" B ARSI CITY
AR E J’: 'ﬂﬁl A 'L;; 'g-v?- i-l ‘?'f
2360 MC.I:ULLDGH BOULEVARD NORTH

LAKE HAVASU CITY, ARIZONA BE403-5047

To Whom It May Concern:

| hereby altest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the Lake
Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are full, trug, ‘and c:orract copy of the original.

( /Ilw_/‘l /1§27

Signalure

STATE OF ARIZONA )

) as
COUNTY OF MOHAVE )

Subscribed and sworn to before me this l q day of MD\}&‘JL%’:{'
005 oo NondvD|
(dp ke

NOTARY PUBLIC

L-4-15

DATE

Cammission expires:
CARLA DUARTE
MNotary Public - Arizona

Mohave County

Area Code 928

Administration .............ccoeo.o... B55-4884 Fax #'5 Emeargency ............ - L £y |
Business Offica ..........ccoveeveeen. BES-1171 Adrrinistralion ..., 880-5430 Maon- Emuqency D!ui."a.i teh/ ...... 855-4111
Investigations .....coceeeeeereene.. B55-5775 Business Office ............c.ecee... BB0-5431 Tr]L‘I A55-4114
PEtaT . i s BER0ETE Investigations/FPatrol .............. 680-5432 Havasu Silent Witness ... 854-TIPS

E-mail; police@lhcaz.gov
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 {A)

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIERATION CHECK PROCEDURE

QA SPECIALIST ) _ S Dzt 187 AGENCY LNC D =

pate__{[- [9-IS TIME O|§

INTOXILYZER SERIAL # 5 - OD[E 72 LOCATION _fi4i~t JHIL

{ <} 1. Ensure that gas tank is attsched to instrument and contains a standard aleelol concentration solution £100AC.

OR

Pour = standard alcohol concentration soluticn A{L'.mhlclcmdrysimlmcrandlmﬂcdlr
simulator. Ensure that = tGght seal has been made. Tem on the simulator and allow tempersture to reach 34°C £
0.2°C

(=) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™

{ 7 3. Gotothe “Control Testing Menu". Select “T) fur dry control test or “W™ for wet control test. After selection is
made press ENTER.

{ ? 4, Air blank completed.

() 5. Calibration check completed. Testresults0.OQ9 ] acC.

{ ) 6. Airblank completed. |

{ Y 7 Attach the record to the completed checklist,

. P
smmm(./?ndnj’if’ —

DPS Form Exh c'j.zmm 05-01)




[NTOXILYZER BOO0
Location: LHC MATN JAIL
Zerial Number: S0-QDIB73
Core Version: 8105.48

11/19/2015 0¥ 18527

Standard Lot#: 0131410083
Last Changed By: J. SONDROL #7187

QAS: J. SOWDROIL #187
LAKE HEVASU CITY FD

Operatar: 4. SONDROL #187
LAKE HAVASU CTITY PD

a5t g/ 210L Tima

Air Blank

Preventative Maintenance
Performed Timar Reset

0.000 01:19:00
0.%:00 Cal Chack 0._0497 0lz19:221
Air Blank 0.ooo D1:19:80

L8 f




EXNHIBIT <-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURLE

QA SPECIALIST .J_ Sarheor 157 AGENCY (_NC Fb
pate_ j(-1%-t¢ ivME (O A B
INTOXILYZER SERIAL # %) -8 7% LOCATION J714ir+ TAIL

( 4 1. Display Reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS
{ =9 1. Clock time check.
{ 2. Date check.

OPERATIONAL TESTS <
{ =} 1. Alcohol-free subject test result 0. ) XD AC.
{ “7 2. Emor recopnition logie system functiontng,
Mol a Successiully Completed Test Sequence printed

{ =3 3. Proper sample recognition syslem.
Mot a Successfully Completed Test Sequence printed

Deficient sample printed. B y
(Y 4 Standard Calibration Check standard 0._/ 7 30 Ac. Resuteo ()17 AL
Instrument is operating properdy and acourately. YIS —  NO

COMMENTS

. ; A =
SIGNATURE C,/}f”f‘,-/%f‘ I
/

DPS Form Exh G-4 {(Rewv (05-01)




INTOXILYZER 8000
Location: LHC MAIN JAIL
Serial Number: B0-0071873
Core Version: 8105.48

11/19/2015 D1:20:01
Standard Lot#: 0131410043

Last Changed By: J. SONDROL #187
QAS: J. SONDROL #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187
LAKE HAVASU CITY PD

Subject: SQAD,TEST |
DOB: 01/01/1950
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 ~ 01:20:56
Diagnostic Tast Pass 01:21:31
Air Blank 0.000 01:21:58
0.100 Cal Check 0.097 01:22:19
Air Blank 0.000 01:22:49
Subject Test 0.000 01:23:08
Air Blank ABT* OT:23:14
Air Blank [PS** 01:23:22

*Sequence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000
Location: LHC MAIN JAIL

Serial Number: 80-001873 !
Core Version: B105.48

1/18/20158 D1:24:
Standard Lot#: 01314100A3 !
Last Changed By: J. SONDROL #187 I
QAS: J. SONDROL #1687 ‘

LAKE HAVASU CITY PD

Qp&LdLUT' J. SONDROL #187
LAKE HAVASU CITY PD

Subject: S5QAP,TEST
DOB: 01/01/1950

Sex: M Weight: 123
15 Minute Deprivation Pericd? Yes
Test g/210L Time 1
Air Blank . 000 D1:25:06 ;
Diagnostic Teat Pass 07:-25=-41 1
Alr Blank 0.000 D1:26:08

.100 cal Check 0.097 01:26:29
h1r Blank 0.000 D1:26:59
Subject Test 0.085=* O¥:30:06 i
Air Blank 0.000 01:30:38
Air Blank 0.000 0131205
Subject Test KUY ** 01:21:32 {
Air Blank RFI*%* 01:31:47 i

*Deficient Sample

1
*Invalid Sample

Begin new deprivation period
*%*RFI Detect

Not a Successfully Completed Test Sequence




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A AC. R13-10-104 (A)

ARIFZONA DEPFARTMENT OF FUBLIC SAFETY

STANDARD QUALITY ASSURANCE FROCEDUHLES
INTOXILYZFR MODEL 3040

STANDARD CALIERATION CHECK PROCEDURE

.fl" T f_.:ll{". |'II o AGQENCY LH'EI_ *1J -

Ly

(A SPECIALIST _|
_mME_ () S i

paTE_/f/ [11-15
INTOXILYZER SERIAL # &/ /|2 10
{ -/f/ 1. Ensure that gas tank is sttached to instrument and contains a standard alcohol coucentiation solution . | (¥ AC.

OR
Pour a standard alcohol concentration solution AC, into a clean dry simulator and ascemble the
simulator. Ensure that a tight s=al has been made. Tum on the simulator and allow temperature to reach 34°C +

0.2°C

LOCATION /N4~ ThiL -

( “7_ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

{ -j/ 3. Cio to the *Control Testing Meau™. Select “D" for dry control test or *“W™ for wet control test. After selection is
made press ENTER.

() 4. Airblank completed. P

( ) 5. Calibration check completed. Test results 0. ) | AC.

( ). 6. Air blaok completed. |

{ - 7. Remove printed record. Attach the record to the completed checkist.

SIGNATURE \, /7 J__ J1€7

DPS Form Exh é;-z(awns-ou




INTOXILYZER 8000
LHC MAIMN
Number:
Core Version:
11/19/20715%

Location:
Serial
81

Standard Leot#:
Last Changed By: J.
CAS: J. BONDRCL
LAKE HAVAST CITY

J.
LAKE HAVAST

Cperator:

CITY PL

Test

JAIL
a0-001873
0%.48

$1314100A3

SONDROL #3187

SONDROL #187

2ir Blank g.000 0133127

0.700 Cal Check G097 0133047

Air Biank Q.000 Gl1:34:17
Prevental ive Mainlenance

Par formed

Timer Reset




